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Abstract  

The Center for International Rehabilitation (CIR) is a non-profit organization working in developing 

countries to rehabilitate those who have lost their mobility after an amputation.  CIR has developed a 

lower limb prosthetic (monolimb) for transtibial amputees, which is then rigidly attached to a prosthetic 

foot.  CIR requested a study of  the effect of coupling their monolimb with two existing prosthetic foot 

ŘŜǎƛƎƴǎΤ ǘƘŜ LƴǘŜǊƴŀǘƛƻƴŀƭ /ƻƳƳƛǘǘŜŜ ƻŦ ǘƘŜ wŜŘ /ǊƻǎǎΩǎ {!/I Ŧƻƻǘ ŀƴŘ bƻǊǘƘǿŜǎǘŜǊƴΩǎ Shape and Roll 

(SR) prosthetic foot.   

The combination of the prosthetic feet and monolimb were modeled and studied using finite element 

analysis (FEA).  The FEA results were then compared to the physical testing of the prosthetics under 

various static loading conditions seen during walking.  These results suggest that the SR foot does not 

perform as well as the SACH foot under high loading conditions and could result in premature wear of 

the prosthetic combination.  The results of this work will aid CIR in their efforts to provide appropriate 

prostheses to populations in developing countries. 
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Executive Summary  

The Center for International Rehabilitation (CIR) is a non-profit organization working in developing 

countries to rehabilitate those who have lost their mobility after an amputation.  These amputees are 

generally victims of landmines.  CIR has developed a lower limb prosthetic (monolimb) for transtibial 

amputees, which is rigidly attached to a prosthetic foot.  CIR requested a study of the effect of coupling 

their monolimb with two existing prosthetic foot designs: the International Committee of the Red 

/ǊƻǎǎΩǎ Solid Ankle Cushioned Heel (SACH) Ŧƻƻǘ ŀƴŘ bƻǊǘƘǿŜǎǘŜǊƴΩǎ {ƘŀǇŜ ŀƴŘ wƻƭƭ (SR) prosthetic foot.   

These prosthetics are low cost appropriate technologies for developing countries.  The monolimb is 

custom made from a polypropylene polyethylene plastic to fit each user.  The SACH foot, which is 

imported into the developing countries, is created using injection molding of polyurethane foam.  The 

SR foot, which is able to be manufactured within developing countries, is made by heating copolymer 

sheets with an aluminum stock material inserted into the base of the foot to provide extra support. 

Both physical testing and finite element analysis (FEA) were performed to compare the effect that each 

foot has on the monolimb.  The orientations and loading for the physical testing were drawn from ISO 

standards.  ISO 10328 [Structural testing of lower-limb prostheses] specified testing methods, loading 

conditions, and other parameters.  The 2006 ISO 22675 [Testing of ankle-foot devices and foot units] 

states the loading conditions that can be used to mimic natural gate loading and specifies a static test 

that can be performed on prosthetic ankle-foot devices.  In addition, the alignment of the foot to the 

prosthetic leg is stated.   

The prosthetics were tested in an Instron 5544 compression/tension machine.  The evaluation of the 

prosthetic feet was conducted at three orientations in both the physical testing and FEA.  The first 

position was the heel-strike that occurs during the initial contact, the second position was midstance, 

where the foot is flat and the third position was pre-swing, where the majority of the weight is on the 

toe before the swing phase,.  The heel-strike and toe-off orientations required the use of an angled 

block to simulate the angle the foot makes with the ground.  This angle was 15° for heel-strike and 20° 

for toe-off.   

For the physical testing, the appropriate angle block was attached to the base of the Instron 5544 with a 

rod through the center of the angle block.  Tests of the monolimb/foot assembly were performed at 
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10% load increments to 1300N at a rate of 75N/min, or until the experimental set-up showed signs of  

potential damage to the equipment or sample.  The tests were held after each 10% increment for 45 

seconds to allow for data collection.  Each test was performed twice, once using pressure paper to 

indicate if there were any irregularities in orientation and pressure with the angle block and once 

without the paper.  Strain gauges were applied on the anterior and posterior of the monolimb just 

above the metal insert that is used to attach the foot.  This was identified as a critical region by CIR 

based on a case study.  A rosette strain gauge was attached to the anterior section of the monolimb and 

a uniaxial strain gauge was attached to the posterior seam.  The tests were controlled and loading and 

displacement data were recorded using the BlueHill software program.  The strain gauges were read 

ǳǎƛƴƎ ±ƛǎƘŀȅΩǎ {.-мл {ǿƛǘŎƘ ϧ .ŀƭŀƴŎŜ ¦ƴƛǘ ŀƴŘ ±ƛǎƘŀȅΩǎ aƻŘŜƭ t-3500 Digital Strain Indicator.   

For the FEA, all of the prosthetics were reverse engineered in Pro/Engineer Wildfire 2.0.  Accurate 

computer aided design (CAD) models were made for the monolimb, SR foot, and SACH foot.  A simpler, 

less accurate model of the SACH foot was also modeled to ease meshing in the FEA.  ANSYS Workbench 

was chosen as the FEA software package because of its ability to accept a 3D CAD model and  an 

assembly of high complexity. In addition to the modeling of contact surfaces and large deflection, the 

ANSYS program also allowed for the accurate placement of angled pressures and loads.  The FEA models 

were evaluated at the full loading of 1300N.  Each foot in each orientation had the same constraints and 

loads applied.  The bottom surface of the angle or midstance block was selected as a fixed surface and 

the top block connected to the monolimb was constrained by a fixture to only allow movement in the 

vertical direction.  In addition, the foot was frictionally connected to the angle or midstance block. 

The results of the physical testing and FEA were compared to draw conclusions regarding the 

performance of the foot monolimb combinations.  From the physical testing, it was apparent that higher 

strains were exhibited on the posterior uniaxial gauge positioned vertically (90o) and the anterior 90° 

rosette gauge when the SR foot was affixed to the monolimb as compared to the SACH foot in both 

heel-strike and toe-off orientations.  The heel-strike test for the SR foot was stopped at 910N because 

plastic deformation began to occur near the heel of the foot; the foot did not undergo fracture.  The 

SACH foot was loaded to the full 1300N.  Under the same loading conditions the magnitude the strains 

recorded by the uniaxial and 90° rosette gauge were greater in magnitude for the SR foot.  For example, 

at 910N the SR uniaxial gauge showed an average reading of -мтпрҡʶ ŀƴŘ ǘƘŜ 90° rosette gauge showed 



3 

 

an average reading of 614 ҡʶΦ  CƻǊ ǘƘŜ {!/IΣ ŀǘ фмлb ǘƘŜ ǳƴƛŀȄƛŀƭ ƎŀǳƎŜ ǎƘƻǿŜŘ ŀƴ ŀǾŜǊŀƎŜ ǊŜŀŘƛƴƎ ƻŦ -

мнулҡʶ ŀƴŘ ǘƘŜ 90° rosette gauge showed an average reading of -78 ҡʶΦ 

To aid in comparing the FEA testing to the physical testing, the physical test data were linearly 

extrapolated to show trendlines.  These trendlines were used to predict potential strain values that may 

have occurred if the physical testing was run to the full loading of 1300N.  Comparing these potential 

trendlines adds some validity to the FEA generation of the SR foot because these trendlines show strain 

values on the monolimb similar to the FEA results at full loading (1300 N).   In addition, the FEA for the 

SR foot showed that both the von Mises and principal stresses in the heel exceeded the yield strength of 

the SR polypropylene copolymer during heel-strike at the 1300N load.  The plastic deformation that 

occurred in the physical testing appeared at 910N.  For the SACH foot the FEA results did not parallel the 

physical results, possibly due to inaccuracies in modeling the SACH foot.  

The physical results for compression of the monolimb with the SACH foot and SR were compared from 

the physical testing.  For the heel-strike orientations for both of the prosthetic combinations at 910N 

(where the SR test was stopped), the monolimb with the SR and SACH compressed in magnitude by 

10.8mm and 18.0mm respectively.  These results showed that the prosthetic assembly with the SACH 

foot compresses more therefore showing that the monolimb with the SACH foot is less stiff than the 

monolimb with the SR. 

The assembly of the monolimb with the SR foot causes strains of a greater magnitude to occur in the 

monolimb than the assembly with the SACH foot.  The resulting von Mises stresses and the principal 

stresses in both assemblies from the FEA are less than the tensile yield strength of the polypropylene 

copolymer of the monolimb.  This therefore indicates that the monolimb will not undergo plastic 

deformation when affixed with the SACH foot or the SR foot.  This conclusion can only be made based 

the on the static loading conditions that were performed in this study.   

 

It is recommended that future physical tests be performed to take into consideration cyclic and dynamic 

loading.  Because the SR foot underwent plastic deformation before reaching 910 N in our heel-strike 

test, we are led to believe that repeated cyclic loading at even lesser values would produce similar 

plastic deformation.  Completing this test according to the ISO standards mentioned earlier could lead to 

a better understanding of the longevity of the SR foot. 
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The potential errors that affected our FEA results were primarily associated with the SACH foot.  The 

intricate CAD model that was developed did not run in ANSYS because of its complex shape and rounds.  

More models of the SACH need to be made to analyze in ANSYS.  The complexity of the foot made it 

difficult for the program to mesh the features.  If a future study is performed on the SACH foot, the two 

types of polyurethane foam used in the foot need to be modeled.  This would yield more accurate 

results because the model that was used for this study did not include the two material properties for 

the base of the foot and the body of the foot.  Also, time should be spent to find the exact material 

properties through material testing.  

 

This study compared the interaction of the traditionally used SACH foot and the new, low-cost Shape 

and Roll prosthetic foƻǘ ǿƛǘƘ ǘƘŜ /ŜƴǘŜǊ ŦƻǊ LƴǘŜǊƴŀǘƛƻƴŀƭ wŜƘŀōƛƭƛǘŀǘƛƻƴΩǎ ƳƻƴƻƭƛƳōΦ  ¢ƘǊƻǳƎƘ ǘƘŜ ǎǘŀǘƛŎ 

physical testing and FEA it was seen that the stiffer Shape and Roll assembly produced higher strains on 

the monolimb, but did not exceed the yield strength of the monolimb.  This information will aid in the 

future development and refinement of low cost prosthetics for low income countries. 
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1. In troduction  

Global conflict is something that has been prevalent for years.  The sad fact of combat is that many of 

those affected are not soldiers.  Victims are still being counted for wars that have taken place years ago.  

Landmines have killed or injured over one million people since 1975.  Afghanistan, Angola and Cambodia 

have suffered eighty-five per cent of the world's land-mine casualties.  Currently, there are over one 

hundred million active landmines around the world (Landmines: A Deadly Inheritance 2005).  While the 

cost for making one landmine is on the order of three dollars, the cost to deactivate a landmine is one 

thousand dollars.  The cost to deactivate these landmines is not feasible for the developing countries in 

which many of the landmines are located.  It has been estimated by the World Health Organization that 

άǘŜƴ ǇŜǊŎŜƴǘ ƻŦ ǘƘŜ Ǝƭƻōŀƭ ǇƻǇǳƭŀǘƛƻƴΣ ƻǊ ƳƻǊŜ ǘƘŀƴ ŦƛǾe hundred million people, have a disability.  Two-

thirds of those people live in developing countries, and that number is rising due to poverty, poor 

ƘŜŀƭǘƘŎŀǊŜΣ ŘƛǎŀǎǘŜǊǎΣ ƭŀƴŘƳƛƴŜǎΣ ǿŀǊΣ ŀƴŘ ƻǘƘŜǊ ŦƻǊƳǎ ƻŦ ǾƛƻƭŜƴŎŜέ ό{ǘŀƴǘƻƴ 2006). 

Landmine victims lose their place in society along with losing their limbs.  Many countries see amputees 

as a burden since they lack mobility and the skills to work.  Many organizations have gathered to combat 

this issue by having countries sign treaties against the use of landmines.  The most well-known treaty, 

which bans the use of landmines, was presented at the Ottawa Convention in 1997.  The treaty was 

supported by governments, the United Nations, and international organizations such as the 

International Committee of the Red Cross (ICRC), and over 1,400 non-governmental organizations 

(Metzger 2007). 

Although great strides have been made in landmine awareness, there are still countless victims in need 

of assistance and rehabilitation.  The Center for International Rehabilitation (CIR), started by Physicians 

Against Landmines, is working to provide appropriate prosthetic technology to help integrate victims 

back into society.  As part of this effort they are in the process of developing a monolimb; a simple 

prosthetic leg that can be coupled with a prosthetic foot.   

This Major Qualifying Project has been conducted to test the interaction of the Solid Ankle Cushioned 

Heel (SACH) and Shape and Roll (SR) prosthetic feet when coupled with ǘƘŜ /LwΩǎ ƳƻƴƻƭƛƳō.  The SACH 

foot, (Figure 1) has been traditionally used in low-income countries, while the SR foot (Figure 2) was 

recently developed by researchers at Northwestern University.  There is concern among the researchers 

that the new SR foot might be too stiff to couple with the monolimb, thus potentially causing premature 
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failure to the monolimb.  By evaluating and comparing these prosthetic foot designs through both 

computer modeling and experimentation, we were able to understand the interaction between the 

prosthetic feet and monolimb.   

 

Figure 1: ICRC {!/I Cƻƻǘ όάtǊƻǎǘƘŜǘƛŎ CŜŜǘέύ 

 

Figure 2: SR Cƻƻǘ όά[ƻǿŜǊ [ƛƳō tǊƻǎǘƘŜǘƛŎǎΥ ¢ƘŜ {ƘŀǇŜϧwƻƭƭέ)  
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2. Background   

The Center for International Rehabilitation is developing appropriate prosthetics for low-income 

countries.  To establish a basis for the need for appropriate prosthetics, factors that social scientists 

have deemed important when working with developing nations have been reviewed.  The current work 

of the Center for International Rehabilitation, specifically their work with the monolimb for below knee 

amputees is important to gain a better understanding of the background of the center.  Since the 

prosthetic feet undergo loading similar to that of a human performing natural gait, overviews of the 

multiple phases that occur in the gait cycle are explained, including the contribution of the foot and 

ankle through each stage of the gait cycle.  The forces and moments that occur within the foot and ankle 

system are also included.  Other current foot prosthetics available for low-income countries are 

investigated to gain a better understanding of similar technology.  The manufacturing processes and the 

properties of the L/w/Ωǎ SACH and the SR foot are presented.  Finally, the International Organization for 

Standardization (ISO) Standards that apply to testing prosthetic feet are explained, in order to develop a 

valid methodology for the testing and analysis of these low cost prosthetics. 

2.1. Prosthetics in Developing Nations 

This project aims to model and analyze the mechanical functioning and interactions of the SACH foot 

and SR foot ǿƘŜƴ ŎƻǳǇƭŜŘ ǿƛǘƘ ǘƘŜ /LwΩǎ monolimb.  For the overall success and sustainability of the 

prosthetic foot and monolimb, the product must be able to be made, distributed, and used in the 

country where it is needed.  The distributors and users of the foot also need it to have the longest 

potential lifespan where funding and technology to repair the prosthetic may be limited.  Industrialized 

nations often overlook this aspect when they are seeking to provide aid.   

Vossberg writes in Prosthetics and Orthotics International that imported products strain the local budget 

and require developing countries to be dependent upon foreign aid.  He suggests the following six 

factors that one must be aware of when providing technical assistance: economic, social, cultural, 

pathological, environmental, and humanitarian.  A country should be assessed and each factor 

established when research is being done for the prosthetic design and implementation procedures.  

Economic factors are a concern because if the cost is too high then a country will not be able to sustain 

its growth.  Since most of the amputees in need of prosthetics are destitute, they will not be able to 

provide for their medical costs, nor will they likely be able to receive assistance from their governments.  

Socially, people in some cultures may not be accepting of those with prosthetics, so the prosthetist 



8 

 

should aim to bring someone back into society.  Additionally, cultures have different needs, making it 

unfeasible to create a universal design.  Pathological factors are a concern where many of these 

countries are located in disease ridden areas.  Environmental factors limit the resources that are 

available to produce the prosthetics.  The humanitarian factor means that not all of the most costly 

donated items will be the best in non-industrialized environments (Vossberg 1999).  The consideration 

of all these factors can increase the chances that a prosthetic will be accepted and continually used.   

2.2. Center for International Rehabilitation 

The Center for International Rehabilitation (CIR) was started in 1998 in the city of Chicago by William 

Kennedy Smith and a group of doctors.  Prior to starting the CIR these doctors were involved in an 

organization called Physicians Against Landmines (PALM).  The center focuses its efforts toward 

rehabilitating amputee victims affected by landmines.  ¢ƘŜ /LwΩǎ Ƴƛǎǎƛƻƴ ƛǎ άto assist people with 

disabilitiŜǎ ǿƻǊƭŘǿƛŘŜ ƛƴ ŀŎƘƛŜǾƛƴƎ ǘƘŜƛǊ Ŧǳƭƭ ǇƻǘŜƴǘƛŀƭέ ό¢ƘŜ /ŜƴǘŜǊ ŦƻǊ LƴǘŜǊƴŀǘƛƻƴŀƭ wŜƘŀōƛƭƛǘŀǘƛƻƴ 2007). 

¢ƘŜ /LwΩǎ ŜŦŦƻǊǘǎ ǎǇŀƴ ǘƘŜ ƎƭƻōŜΣ ƻŦŦŜǊƛƴƎ ŜŘǳŎŀǘƛƻƴΣ ǘŜŎƘƴƻƭƻƎȅΣ ŀƴŘ ǊŜǎƻǳǊŎŜǎ ǘƻ ǘƘŜ ŦƻƭƭƻǿƛƴƎ ǊŜƎƛƻƴǎΥ 

Africa, North America, Central America, Middle East, Europe, Asia, and South America (Stanton 2006).  

The CIR is able to reach out to these countries through E-learning initiatives to teach international 

prosthetic technicians.  The CIR aims to produce products that are sustainable and can be produced in 

the host country using local materials and tools.  The CIR also operates a Rehabilitation Engineering 

Research Center (RERC) which is nationally recognized for its accomplishments (The Center for 

International Rehabilitation 2007). 

2.3. /LwΩǎ aƻƴƻƭƛƳō 

In an attempt to bring effective and inexpensive prosthetics and orthotics to low-income countries, the 

Center for International Rehabilitation has developed a transtibial prosthetic leg and foot unit.  They 

have developed and are in the process of refining a monolimb, which is the prosthesis between the knee 

and prosthetic foot. 

The first step of developing the monolimb is measuring the patient to find the center of the knee.  Each 

monolimb is custom made for each patient.  A cast of the residual limb is then made using clay.  The clay 

is built up as seen in Figure 3.   
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Figure 3: Clay Casting of Residual Limb and Plaster Casting of Residual Limb (CIR 2006) 

A nylon sheath is then applied over the clay and layers of plaster are put over the sheath.  As the plaster 

is layered, splints are added to add to the structure of the casting.  When the casting has dried, the 

alignment marks are put onto the cast.  The cast is then put onto a system where a positive plaster mold 

will be made of the monolimb.  The cast is put onto a mandrel and plaster is poured into the cast as seen 

in Figure 5. 

  

Figure 4: Monolimb Alignment and Cast Holder (CIR 2006) 

The next step is to make the actual monolimb.  The mandrel must be sanded and prepped.  The mandrel 

with the positive mold is then covered by a stockinette and covered in talcum powder.  The plastic is 

prepped by heating it in an oven for 27 minutes until it turns completely clear.  The clear plastic is then 

drape molded over the mandrel and positive mold.  From the distal end of the mandrel, the plastic is 

pressed together to seal it around the mold.  This is done until the mold is completely encased with the 

plastic.   
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Figure 5: Pouring Plaster into Limb Casting, Mandrel with Positive Mold, and Cutting the Plastic (CIR 2006) 

The excess plastic is then cut off and when it cools, edges are sanded and smoothed. 

 

Figure 6: Finished Monolimb with Prosthetic Foot (CIR 2006) 

The monolimb is made of 90% polypropylene and 10% polyethylene.  The properties are found in Table 

1.  The shank of the monolimb is a hollow cylinder two inches in diameter and 0.2 inches thick (Kim 

2006). 

Property Value 

Modulus of Elasticity 1500 MPa 

Poissonôs Ratio 0.3 

Tensile Yield Strength 30 MPa 

Compressive Yield Strength 50 MPa 

Table 1: Polypropylene Copolymer Properties 

According to Kim Reisinger, Ph.D.  former Director of Engineering Research at the CIR, the monolimb is 

to be attached to a separate prosthetic foot by a standard bolt.  Researchers from CIR are currently 

performing field testing of the monolimb with the SR foot.  These tests have occurred in Nicaragua and 

are planned for Guatemala and Honduras.  The preliminary feedback from the tests has been largely 
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positive.  There are currently about sixty users in the field that are using this circular cross sectioned 

monolimb with the SR prosthetic foot.  ¢ƘŜ ƳƻƴƻƭƛƳō ƛǎ ǳǎŜŘ ōȅ ǘƘŜ ǘƘƻǳǎŀƴŘǎ ǿƛǘƘ ǘƘŜ L/w/Ωǎ {!/I 

foot (Personal Communication, Casanova, Feb.  21, 2008).   

One concern has arisen from a study done on the SR foot with the monolimb in the United States.  

Stress marks have appeared on the anterior of the monolimb directly above the metal insert.  This took 

place when a larger user, of about 185 pounds was using the monolimb for rigorous activities, like 

karate.  Generally, the monolimb is prescribed for users less than 165-175 pounds.  The concerns that 

were raised from the test where stress marks were found brought up some concern for the overall 

stiffness that is exhibited when the SR foot is coupled with the monolimb when used by more active and 

heavier patients. 

Previous analysis of the monolimb has been conducted in China to study ability of the monolimb to 

withstand the forces applied during gait.  One study had found that the depth of the posterior seam on 

the back of the monolimb had little effect on the stresses that occur on the monolimb (Lee 2005).  A 

study conducted at Worcester Polytechnic Institute modeled the monolimb, seen in Figure 7, to study 

the peak stresses that occurred at the connection between the socket and shank portion of the 

monolimb (Kim 2006).  There have not been any experimental studies done regarding the interaction 

between the monolimb and the L/w/Ωǎ {!/I Ŧƻƻǘ or the SR prosthetic foot. 

 

Figure 7: CIR Monolimb (Kim) 
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2.4. The Gait Cycle 

In order to understand the behavior of lower limb prosthetics, the act of walking must be understood.  

¢ƘŜ ǇǊƻŎŜǎǎ ƻŦ ǿŀƭƪƛƴƎ ƛǎ ōǊƻƪŜƴ Řƻǿƴ ƛƴǘƻ ŀ ǎŜǊƛŜǎ ƻŦ ǊŜǇŜŀǘŜŘ ŜǾŜƴǘǎ ƛƴ ǿƘƛŎƘ ŀ ǇŜǊǎƻƴΩǎ ǿŜƛƎƘǘ ƛǎ 

supported by one leg while the other leg moves forward, with the weight being transferred between the 

two.  This sequence of actions, occurring on one leg, is called the gait cycle (Perry 1992) 

The gait cycle is broken into two periods, the stance period and the swing period.  The term stance 

ǊŜŦŜǊǎ ǘƻ ǘƘŜ άǇŜǊƛƻŘ ƻŦ ǘƛƳŜ ǘƘŀǘ ǘƘŜ Ŧƻƻǘ ƛǎ ƻƴ ǘƘŜ ƎǊƻǳƴŘ.έ  ¢ƘŜ ǘŜǊƳ ǎǿƛƴƎ ǊŜŦŜǊǎ ǘƻ ǘƘŜ άǘƛƳŜ ǘƘŀǘ ǘƘŜ 

Ŧƻƻǘ ƛǎ ƛƴ ŀƛǊ ŦƻǊ ƭƛƳō ŀŘǾŀƴŎŜƳŜƴǘέ όtŜǊǊȅ 1992).  The gait cycle can also be subdivided into three main 

tasks: weight acceptance, single limb support, and limb advancement.  These main tasks are 

accomplished through the eight distinct phases that occur within the gait cycle, as seen in Figure 8.   

 

Figure 8: Divisions of the Gait Cycle (Perry 1992) 
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¢ƘŜ ōƻŘȅΩǎ ǿŜƛƎƘǘ ƛǎ ŀŎŎŜǇǘŜŘ ƻƴǘƻ ǘƘŜ ƭƛƳō ŘǳǊƛƴƎ ǘƘŜ ƛƴƛǘƛŀƭ ŎƻƴǘŀŎǘ ŀƴŘ ƭƻŀŘƛƴƎ ǊŜǎǇƻƴǎŜ ǇƘŀǎŜǎ.  

There is then single limb support, where only one limb is supporting the weight of the body, during the 

midstance, terminal stance, and pre-swing phases.  Finally, the limb advances forward during the pre-

swing, initial swing, mid swing, and terminal swing phases. 

2.4.1. Stance Period 

Weight Acceptance: Initial Contact 

The initial contact phase (Figure 9) occurs in the first 0-2% of the gait cycle, and begins the moment the 

foot touches the ground.  At this point the other limb is at the end of the terminal stance.   

 

Figure 9: Initial Contact (Perry 1992) 

In the initial contact phase, the foot is at a neutral position perpendicular to the lower leg.  The heel is in 

contact with the ground, in preparation for the upcoming loading phase in which it acts as a heel rocker 

(Perry 1992).   

Weight Acceptance: Loading Response 

The loading response phase (Figure 10) occurs in the first 0-10% of the gait cycle and allows for shock 

absorption, weight bearing stability, and the continuation of progression.  This phase starts from the 

ŦƻƻǘΩǎ ƛƴƛǘƛŀƭ ŎƻƴǘŀŎǘ with the floor through until the other foot lifts from the ground to begin the swing 

period.  The other limb is in pre-swing phase at this time. 

 

Figure 10: Loading Response (Perry 1992) 
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In the loading response phase, the ankle undergoes plantar flexion as the foot rapidly rotates about the 

heel to the ground.  As the foot drops to the ground pretibial muscles act to decelerate the drop, and as 

result the tibia moves forward.  This causes ǘƘŜ ōƻŘȅΩǎ ǿŜƛƎƘǘ to shift from behind the heel to in front of 

it.  This is called the heel rocker.  Since the pretibial muscles act to decelerate the falling foot, some of 

the force due to initial contact is reduced.  If the body is unable to achieve exactly neutral position at 

initial contact, instead having 3 to 5° of ankle plantar flexion, the heel rocker is reduced (Perry 1992).   

Single Limb Support: Midstance 

The midstance phase (Figure 11) occurs during the 10-30% of the gait cycle, and in this phase the body 

moves forward over the stationary foot while maintaining stability.  This phase starts when the other 

foot ends contact with the ground and ends when the weight of the body is directed over the forefoot.  

At this time the other limb is in the mid-swing phase.   

 

Figure 11: Midstance (Perry 1992) 

In the midstance phase, the ankle undergoes dorsiflexion and acts as an ankle rocker.  The foot remains 

fully on the ground while the tibia rotates forward to an eventual 5 ° dorsiflexion.  During midstance the 

soleus muscle, which connects the tibia and heel, provides the majority of force to decelerate the ankle 

dorsiflexion (Perry 1992). 

Single Limb Support: Terminal Stance 

The terminal stance phase occurs during the 30-50% of the gait cycle, and in this phase the body 

continues to move forward past the foot on the ground.  This phase begins as the heel of the foot rises 

and ends when the other foot first comes in contact with the ground.  The other limb is in the terminal 

swing phase during this time. 

In the terminal stance phase, the tibia is continuing its movement forward, but at this phase raises the 

heel as it moves forward.  The foot rotates about the forefoot, which consists of the metatarsal heads 
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and proximal phalanges.  ²ƛǘƘ ǘƘŜ ǊƛǎƛƴƎ ƻŦ ǘƘŜ ƘŜŜƭ ŀƴŘ ŘƻǊǎƛŦƭŜȄƛƻƴ ƻŦ ǘƘŜ ŀƴƪƭŜΣ ǘƘŜ ōƻŘȅΩǎ ŎŜƴǘŜǊ ƻŦ 

gravity moves anterior to the point of rotation on the foot.  This causes the foot to rotate further, and 

leads to a point where the center of gravity has moved so far that the foot cannot support the body on 

its own.  At this point the other foot touches the ground and the terminal stance phase is complete 

(Perry 1992). 

2.4.2. Swing Period 

Limb Advancement: Pre-Swing  

The pre-swing phase occurs during the 50-сл҈ ƻŦ ǘƘŜ Ǝŀƛǘ ŎȅŎƭŜΣ ŀƴŘ ƛƴ ǘƘƛǎ ǇƘŀǎŜ ǎǳǇǇƻǊǘ ƻŦ ǘƘŜ ōƻŘȅΩǎ 

weight is transferred to the other foot in preparation for the swing period.  Because of this, the pre-

swing phase is also called the weight release or weight transfer phase.  This phase begins when the 

other foot touches the ground and ends when the foot being studied lifts off the ground.  The other limb 

is in the loading response phase. 

In the pre-swing phase, as soon as the other foot comes in contact with the floor, the ankle begins to 

plantar flex to 20°.  The soleus and gastrocnemius muscles, which had been working in the terminal 

stance phase, quickly reduce their activity, which in turn accelerates the limb forward.  The foot plantar 

flexes, which allows the toe to be stabilized on the ground (Perry 1992). 

Limb Advancement: Initial Swing 

The initial swing phase occurs during the 60%-73% of the gait cycle, and during this phase the foot clears 

the floor while the leg begins to move forward.  It begins when the foot has ended contact with the floor 

through until the foot is in line with the other foot on standing on the ground.  The other limb is in the 

beginning of the midstance phase. 

In the initial swing phase, the foot begins in plantar flexion of 20°.  The foot is not interfering with the 

advancement of the leg because of this position.  The foot then begins to dorsiflex until it is at 5° of 

plantar flexion by the time it crosses the other foot in stance position.  The toes of the foot also undergo 

dorsiflexion at this time (Perry 1992). 
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Limb Advancement: Mid Swing  

The mid swing phase occurs during the 60-73% of the gait cycle, and during this phase the leg advances 

while the foot continues to remain above the floor.  This period starts when the swinging limb and other 

stance limb are opposite each other, and ends when the swinging limb is in front of the body with the 

tibia in a vertical position.  The other limb is in the latter part of the midstance phase (Perry 1992). 

In the mid swing phase, the ankle continues its dorsiflexion.  It moves to a neutral position, or just 

below, in the early part of this phase, but this position is not maintained completely throughout (Perry 

1992). 

Limb Advancement: Terminal Swing  

The terminal swing phase occurs during the last 87-100% of the gait cycle, and during this phase the 

body completes moving the limb forward while preparing to enter the stance period.  This phase begins 

when the tibia is vertical, continues as the lower leg moves ahead of the thigh, and ends the moment 

the foot comes in contact with the floor.  The other limb is in early terminal stance (Perry 1992). 

In the terminal swing phase, the ankle is held at the neutral position.  While pretibial muscles act to hold 

this position, the ankle will often move to 3 to 5° of plantar flexion.  This is in preparation for the initial 

contact phase that will be occurring (Perry 1992).   

2.4.3. Biomechanics of the Foot and Ankle 

As seen by the gait cycle, the ankle-foot group has complex movement and does not stay in the same 

configuration the entire time.  The ankle and subtalar joints have a range of motion which extends past 

the neutral position in both directions (Perry 1992).  ¢ƘŜǊŜ ŀǊŜ ǘƘǊŜŜ άǊƻŎƪŜǊǎέ ǘƘŀǘ ƻŎŎǳǊ ŘǳǊƛƴƎ ǘƘŜ Ǝŀƛǘ 

cycle, changing the angle of the foot and ankle: heel rocker, ankle rocker, and forefoot rocker (Figure 

12).  Each rocker contributes to the progression of the limb. 
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Figure 12: Rockers Occurring In Gait Cycle (Perry 1992) 

In addition to the plantar flexion and dorsiflexion of the ankle during gait, the metarsaophalangeal 

joints, otherwise known as the toes, also move.  The toes have a maximum of 55° of dorsiflexion (Figure 

13), occurring during the pre-swing phase, and a minimum angle of zero (Perry 1992). 

 

Figure 13: Flexion of Toes (Perry 1992)  

2.5. Prosthetic Feet 

Prosthetic feet are a highly customizable product.  Each foot serves to provide for the needs of a slightly 

different user than the next.  A prosthetic provides a stable weight-bearing surface, absorbs shock, 

ǊŜǇƭŀŎŜǎ ƭƻǎǘ ƳǳǎŎƭŜ ŦǳƴŎǘƛƻƴΣ ǊŜǇƭƛŎŀǘŜǎ ǘƘŜ ŀƴŀǘƻƳƛŎ ƧƻƛƴǘΣ ŀƴŘ ǊŜǎǘƻǊŜǎ ŎƻǎƳŜǘƛŎ ŀǇǇŜŀǊŀƴŎŜ όΨ[ƻǿŜǊ 

[ƛƳō tǊƻǎǘƘŜǘƛŎǎΩύ.   

Users of prosthetic feet can be broken down into functional levels which relate to their activity level and 

needs for their prostheses.  A Level 0 amputee does not have the ability to go through the gait cycle due 

to massive injuries.  A prosthetic would not help someone at a Level 0.  A Level 1 has the ability to 

ambulate, but does not have the stability to walk on sloped ground.  A Level 2 amputee can travel on 

some varying terrain and slopes.  A Level 3 can traverse ranging slopes and conditions.  They have 
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varying activity levels and many need a prosthesis for a vocational task.  The last level, a Level 4, has high 

mobility and will subject their prosthetic to high impact and high stress situations (Clinical UM Guideline 

2007). 

2.5.1. Roll-Over Shape 

The roll-over shape of a foot is better understood as the geometric representation of the shape which 

the studied foot takes throughout the stance period of the gait cycle, which includes the loading 

response, mid-stance, and terminal-stance phases.  This shape is the movement of the location of the 

center of pressure (COP) during gait, in reference to the hip joint center position.  It is believed that a 

ōŜǘǘŜǊ ǳƴŘŜǊǎǘŀƴŘƛƴƎ ƻŦ ŀ ŦƻƻǘΩǎ Ǌƻƭƭ-over shape will explain why similar gait analysis results have been 

observed for feet that exhibit drastically different mechanical properties (Hansen 2005). 

For a normal limb structure, the roll-over shape of a specific foot is calculated using sagital plane 

markers attached to the lateral malleolus (ankle), left and right anterior superior iliac spines (LASIS and 

RASIS), and the sacral (three lowest vertebrae).  ¢ƘŜǎŜ ŦƻǳǊ ƳŀǊƪŜǊǎ ŀǊŜ ǘƘŜƴ ǳǎŜŘ ǘƻ ŜǎǘƛƳŀǘŜ ŀ άƘƛǇ 

Ƨƻƛƴǘ ŎŜƴǘŜǊ ǇƻǎƛǘƛƻƴΣέ ŦǊƻƳ ǿƘƛŎƘ ŀ ŎƻƻǊŘƛƴŀǘŜ system may be established (Figure 14).  This coordinate 

system makes it possible to plot the COP throughout the gait cycle. 

 

Figure 14: Roll-Over Shape Coordinate System with Marker Locations 

2.5.2. Energy Storage and Return 

It is important for a prosthetic foot to be able to store energy expended by the user and return it later in 

the gait cycle.  This return of energy makes gait both less energy intensive and more realistic because 

human feet are naturally able to return energy throughout the gait cycle.  To achieve this return of 

energy most feet use a deformable forefront keel to act as a leaf-spring and either a foam heel or 
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another leaf-spring as the heel.  These leaf-springs elastically deform and then return to their original 

position, and thus releasing the energy originally put into them to cause deformation (Geil 2001). 

2.5.3. Mechanical Properties 

In the design and analysis of a prosthetic foot many different mechanical properties must be considered, 

including fatigue resistance, stiffness, and ductility.  CŀǘƛƎǳŜ ǊŜǎƛǎǘŀƴŎŜ ŘŜǎŎǊƛōŜǎ ŀƴ ƻōƧŜŎǘΩǎ ǊŜǎƛǎǘŀƴŎŜ 

to changes in shape or material properties over a period of cyclic loading.  The loads applied during this 

period may be fixed or varying to represent the loads during actual use (Fatigue Test 2007).  Stiffness 

describes a ŘŜǎƛƎƴΩǎ resistance to deflection or deformation caused by an applied force (Figure 15).  All 

materials and therefore prosthetic feet exhibit characteristics of both the elastic and plastic ranges of 

deformation over their lives.  As previously mentioned to achieve energy return a foot must undergo 

elastic deformation, which is completely reversible.  When a foot deforms past the point of elastic 

deformation it undergoes plastic deformation, which is only party reversible due to the fact that the foot 

has passed through into the plastic region. 

 

Figure 15: Diagram of Deformation ("Deformation") 

2.5.4. SACH Foot 

The Solid Ankle Cushioned Heel (SACH) prosthetic foot was designed in 1958 by Eberhart and Radcliffe 

(Gailey 2005).  The SACH design has a solid ankle, made of wood, metal, or plastic, which is then 

surrounded by rubber or foam with a cushioned heel.  The cushioned heel is for absorbing shock in the 

initial phases of the gait cycle to allow the user to mimic more nature gait patterns.  The rigid keel also 
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provides a stable weight-bearing platform, which provides the user with confidence in their prosthetic.  

The cushioned heel lessens impact of weight transfer and the flexible material of the toe allows for a 

smoother rollover at the end of the gait cycle (Supan 2005).  The SACH foot will be the major focus of 

research and comparison with the SR prosthetic.   

 

Figure 16: Examples of SACH Feet 

ICRC SACH Foot 

¢ƘŜ LƴǘŜǊƴŀǘƛƻƴŀƭ /ƻƳƳƛǘǘŜŜ ƻŦ ǘƘŜ wŜŘ /ǊƻǎǎΩ όL/w/ύ {!/I Ŧƻƻǘ ƛǎ ƻƴŜ ƻŦ ǘƘŜ ǘǿƻ ŦŜŜǘ ōŜƛƴƎ ǘŜǎǘŜŘ ƛƴ 

this project.  The foot is currently used by 20,000-30,000 amputees in the field (personal 

communication, Cassanova, Feb 21, 2008).  The foot is made of polyurethane foam that is injection 

molded in an aluminum casing.  The inner keel of the foot is made of polypropylene plastic to be shown 

in the CAD modeling section of the report.  The foot is actually manufactured by CR Equipments in 

cooperation with the ICRC in Geneva. 

 

Figure 17: ICRC SACH Foot 
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Advantages 

The SACH prosthetic design has many variations, but they are all based on a similar concept.  A SACH 

foot is generally used when mid-stance stability is desired for the user (Supan 2005).  The SACH foot has 

been considered the standard prosthetic prescribed to those with low function and activity levels.  The 

SACH foot was the first prosthetic foot to exhibit roll-over shape (Hansen 2005).  The minimal parts 

allow for easier use and maintainability.  The SACH foot is available at low cost because of the minimal 

parts needed and is the most prescribed (Supan 2005). 

Disadvantages 

Several shortcomings of the SACH foot have been discovered in clinical trials and in human subject 

testing.  A study completed at Northwestern indicated that the SACH foot often exhibits shortcomings in 

plantar flexion due to its rigid design (Stark 2005).  This aspect of the foot also plays into its success 

because the rigidity in turn offers stability in the early phases of the gait cycle.  The SACH foot has also 

had issues with low energy return when compared to the Flex Foot (Stark 2005).  It has also been found 

that the SACH foot has a shorter roll-over shape than a human foot and other prosthetic feet, such as 

the SR, which means that at the toe region it is not as able to support weight (Sam 2004). 

2.5.5. Shape and Roll Foot 

The Shape and Roll (SR) Prosthetic foot was developed by a team of researchers at Northwestern 

University in 2004.  It was created for use in low-income countries, as an alternative to the prosthetic 

feet commonly distributed.  The design is based on the roll-over shape characteristics of a human foot, 

and can be manufactured using low cost materials (Figure 18). 

 

Figure 18: SR Foot (Sam 2004) 
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The SR Prosthetic design is based on the idea that the roll-over shape of a prosthetic foot should match 

the roll-over shape of a human foot.  The foot consists of a wedge shape with parallel cuts through the 

center.  The prosthetic can be used with or without a commercially available foot cover (Sam 2004). 

 

Figure 19: Sagital Plane Cross-Section of SR Foot (Sam 2004) 

As seen in Figure 19 shows a sagital cross-sectional view of the foot, the height begins low at the toe 

region and increases in height until the ankle connection point.  The spacing of the vertical cuts was 

determined through a computer algorithm, ǿƘƛŎƘ ŀǘǘŜƳǇǘŜŘ ǘƻ ƎƛǾŜ ǘƘŜ Ŧƻƻǘ ǘƘŜ άŘŜǎƛǊŜŘ ōŜƴŘƛƴƎ 

radius based on the individualΩǎ ǎǘŀǘǳǊŜέ ό{ŀƳ 2004).  At the ankle connection point, the prosthetic has a 

flat surface that can be connected to a standard endoskeletal pyramid plate or other connection types.  

The heel of the foot has a wedge-shaped piece removed, which allows the foot to provide shock 

absorption during the initial contact phase when the heel-strikes the floor.  This wedge also provides the 

foot with roll-over shape similar to a human normal foot.  The foot is also hollow, in order to reduce the 

weight (Sam 2004). 

The bottom plate of the foot can be created in various thicknesses in order to provide different levels of 

stiffness.  This allows the foot to be used with people with different weights and different activity levels.  

The level of stiffness does not affect the roll-over shape, up until the point where the vertical cuts are 

unable to come together.  Because of this, the roll-over characteristics and stiffness of this prosthetic 

foot can be selected independently, as required by the user (Sam 2004). 
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The SR Foot is made out of a polypropylene-polyethylene copolymer, because this material meets all of 

ǘƘŜ ŘŜǎƛǊŜŘ ǇǊƻǇŜǊǘƛŜǎΥ άƘƛƎƘ ŦŀǘƛƎǳŜ ǊŜǎƛǎǘŀƴŎŜΣ ŀŎŎŜǇǘŀōƭŜ ǎǘƛŦŦƴŜǎǎΣ Ŝŀǎƛƭȅ ǘƘŜrmoformed, available in 

Ƴƻǎǘ ŎƻǳƴǘǊƛŜǎΣ ǿŀǘŜǊ ǊŜǎƛǎǘŀƴǘΣ ŘǳŎǘƛƭŜ ŦŀƛƭǳǊŜ ŎƘŀǊŀŎǘŜǊƛǎǘƛŎǎΣ ŀƴŘ ƭƻǿ Ŏƻǎǘέ ό{ŀƳ 2004).  It is 

compression molded using technology that is available in most countries.   

Manufacturing 

Copolymer sheets are placed between wooden or aluminum molds (Figure 20).  The bottom part of the 

mold shapes the bottom part of the foot, while the middle section, otherwise known as the mandrel, 

shapes the hollow inside of the foot.  The top part of the mold forms the top part of the foot (Sam 

2004). 

 

Figure 20: SR Prosthetic Foot Pressure Mold (Sam 2004) 

After the heated copolymer sheets are placed between the layers of the mold the top and bottom mold 

pieces are bolted together to compress the copolymer and left to cool.  After several hours the 

copolymer is removed, and the mandrel is removed using a simple tool consisting of a threaded rod and 

nuts on a pipe.  An aluminum tube, which will be the support for the pyramid connector, is inserted into 

the hollow inside of the foot (Figure 21).  The pre-calculated cuts are made on the top surface of the 

wedge and the heel wedge is removed (Sam 2004).   
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Figure 21: Aluminum Insert Piece and Attachment Point (Sam et al., 299) 

There are other options for the manufacture of the SR Prosthetic Foot, including a compression molding 

apparatus that utilizes levers.  It has been found that the lever methods reduce the number of tools and 

complexity of the mold, while decreasing the time required to manufacture the foot (Sam 2004). 

Laboratory Testing of SR Foot 

The roll-over shape of the SR Foot was created using a quasi-static roll-over method.  The roll-over 

shape was compared to those of a Flex-Walk prosthetic, SACH prosthetic, and a typical physiological 

ankle-foot (AF) complex.  The SR Foot has a roll-over shape similar to the normal human foot (Figure 

22)(Sam 2004).   
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Figure 22: Roll-Over Shape Comparisons (Sam 2004) 

Figure 22 shows that the distance between the prosthetic foot and place of attachment to the leg, 

otherwise known as the profile, is less for the SR foot than any of the other feet tested.  This would 

allow people with longer residual limbs to use the prosthetic.  (Sam 2004). 

The foot was also fatigue tested on a privately made tester according to ISO standards.  While ISO 

standards state that a sine wave loading should be applied, the researchers applied a more square-wave 

shape load.  It was justified by the argument that a square-wave produces a more severe loading than a 

sine-wave.  Four feet were tested to over two million cycles and another to 3.8 million cycles, all without 

failure, before the decision was made to stop testing (Sam 2004). 

Disadvantages 

Several limitations of the SR Foot have been noted by the developers.  One weakness is the flat area 

located underneath the ankle connection attachment point.  Some of the subjects that have used the 

foot have noticed this area, which does not bend as much as the rest of the foot during walking, but 

according to the designers it cannot be reduced without introducing premature failures.  A second 

weakness is that the copolymer takes a set after being used, but it has been found that the foot still has 

good energy-return properties, although these results are unpublished.  It is thought that using 
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alternative materials could provide higher energy storage and return and not undergo setting.  There is 

also a need for testing of the foot and recording of the roll-over shape on actual subjects with and 

without proper alignment in order to study the roll-over shape (Sam 2004). 

2.5.6. Additional Prosthetics for Developing Countries 

Niagara Foot 

The Niagara Foot (Figure 23) is a low-cost high energy prosthetic 

ŘŜǎƛƎƴŜŘ ōȅ ŜƴƎƛƴŜŜǊǎ ŦǊƻƳ vǳŜŜƴΩǎ ¦ƴƛǾŜǊǎƛǘȅ ƛƴ YƛƴƎǎǘƻƴΣ hƴǘŀǊƛƻ.  

The designers were set on the mission of designing for victims of 

landmines in developing countries.   

The foot is made with impact resistant DuPont plastic in order to 

sustain the wear and tear of those living in rural areas.  ¢ƘŜ ŦƻƻǘΩǎ 

energy storing design decreases the overall muscular effort required 

by the user.  There is considerable flexibility under loading in the heel region, which is beneficial during 

stride, but it can also lead to instability during standing.   

Studies of the Niagara foot began in November of 2001 and several design iterations have been made, 

although the overall response from users has been positive.  Test patients did not experience any 

failures in the heel of the Niagara Foot, a seemingly weak design characteristic, over a yearlong study of 

the device at the Aranyaprathet Clinic in Thailand.  The wear was also limited in other contact areas.  

The study found that there were no failures of the device after one year (Niagara Foot: Pilot Study).   

Jaipur Foot 

The Jaipur Foot (Figure 24) is an economical prosthetic foot 

designed for developing countries.  The foot was created in 

Jaipur, India by doctor Pramod Karan Sethi.  The foot is made 

from local materials such as discarded rubber tires and waste 

items which are readily available in areas similar to Jaipur, India 

(Serlin 2001).  The foot has a wooden keel with a carriage bolt to connect it to an upper prosthetic.  The 

ŦƻƻǘΩǎ main form is created in an aluminum mold.  The body of the foot is then created using a plastic 

Figure 23: Niagara Foot (IDEAnet) 

Figure 24: Jaipur Foot ("Jaipur Foot" 2005) 
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which is hand cut to match the mold and then is covered in tyre cord and the foot is covered with a 

cushioning compound and placed back into the mold.  The foot is then vulcanized in an oven. 

 

Figure 25: Jaipur Foot Mold ("Jaipur Foot" 2005) 

The Jaipur Foot is different from most prosthetics because was designed to be fitted quickly to the user, 

generally in less than an hour.  Normal daily activities like sitting, running, squatting, and climbing can be 

accomplished using this prosthetic foot.  The foot was designed in India after its designers discovered 

that most of those in need of prosthetics are below the poverty line.  They designed the prosthetic to 

retail for less than thirty-five United States dollars.  This improves the sustainability of this product.   

Studies have suggested that the Jaipur Foot is preferred over the SACH foot for various reasons.  The 

bolting of the Jaipur is just at the ankle, whereas the wooden keel of the SACH foot extends to the mid-

foot restricting movement.  The Jaipur Foot better mimics the appearance of a natural foot.  The Jaipur 

Foot does not require the use of a cosmetic shoe cover, although it still remains an option.  Another 

important aspect in many developing countries is squatting; the Jaipur Foot allows the user to squat, 

unlike many prosthetics.  Users are able to walk barefoot.  Most importantly, the Jaipur foot can be 

manufactured using local materials (Jaipur Foot 2005).  The Jaipur foot has already helped over 900,000 

amputees around the world. 
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Mobility For Each One 

Mobility for Each One (Figure 26) is another prosthetic that has been 

developed for use in developing countries.  This prosthetic is the winner 

of the 2007 Index Award for innovative design.  The design can be 

produced for $8.  The prosthetic foot can be fitted to several types of leg 

prostheses ŀƴŘ ƛǘ ǿŀǎ ŎǊŜŀǘŜŘ ǘƻ ƳŜŜǘ ǘƘŜ L/w/Ωǎ ǎǘŀƴŘŀǊŘǎ (Index Award 

2007).   

The foot is made of composite material and it based on the premise of 

energy storage.  It is made of glass fiber instead of carbon fiber, which is 

about ten times cheaper.  The prosthetic can be molded on a wooden 

frame by hand.  Also, less material is needed because the curved design inherently adds structure and 

support (Mobility for Each One 2006). 

2.6. Ground Reaction  Forces during Gait  

There are reaction forces during the stance phase of the gait cycle as the foot interacts with the ground.  

These forces form a typical shape for the average person.  The normalized horizontal and vertical forces 

during the gait cycle are seen Figure 27. 

 

Figure 27: Ground Reaction Forces During Fast Walking (Winter 1991) 
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The horizontal, or lateral, forces are seen to be negative, acting in the posterior direction, during the 

first part of the cycle through to approximately mid-stance when they become positive, acting in the 

anterior direction.  They peak at an average of 2 N/kg during natural walking and almost 3 N/kg for fast 

walking.  For an 80 kg person, this would be 160N for natural walking and 240N for fast walking.  The 

average vertical forces are much greater, at the greatest point being almost 11 N/kg during natural 

walking and almost 13N/kg for fast walking.  For the 80 kg person, this is 880N for natural walking and 

1040 N for fast walking.  The vertical forces have a double hump shape, which represents the period of 

initial contact with the ground and the period prior to swing.  5ǳǊƛƴƎ ǘƘŜ ŦƛǊǎǘ ǇŜŀƪ ƛƴ ŦƻǊŎŜΣ ǘƘŜ ōƻŘȅΩǎ 

center of mass endures an upward acceleration as it is moving downwards.  At the second peak, where 

ǘƘŜ ƭŜƎ ƛǎ ǇǳǎƘƛƴƎ ƻŦŦ ōŜŦƻǊŜ ǎǿƛƴƎΣ ǘƘŜ ōƻŘȅΩǎ ŎŜƴǘŜǊ ƻŦ Ƴŀǎǎ ƛǎ ŀƎŀƛƴ ŀŎŎŜƭŜǊŀǘŜŘ ǳǇǿŀǊŘǎ ό²ƛƴǘŜǊ 

1991).   

The moments of force during gait can be calculated using inverse dynamics.  Inverse dynamics derives 

the forces and moments acting on a joint from the kinematics of walking (Kirtley 2007).  Another 

method ƛǎ ǘƻ ŎŀƭŎǳƭŀǘŜ ǘƘŜ άƧƻƛƴǘ ƳƻƳŜƴǘ ōȅ ŎŀƭŎǳƭŀǘƛƴƎ ǘƘŜ ǇǊƻŘǳŎǘ ƻŦ ǘƘŜ ƎǊƻǳƴŘ ǊŜŀŎǘƛƻƴ ŦƻǊŎŜ ǾŜŎǘƻǊ 

ŀƴŘ ǘƘŜ ǇŜǊǇŜƴŘƛŎǳƭŀǊ ŘƛǎǘŀƴŎŜ ŦǊƻƳ ǘƘŜ Ƨƻƛƴǘ ŎŜƴǘŜǊ ǘƻ ǘƘŀǘ ǾŜŎǘƻǊέ όWinter 1991).  This method does 

not account for the moments at a joint due to the acceleration of the limbs.  The errors are 

compounded as the moments are calculated up the ankle, knee, and hip.  It also does not allow for the 

calculation of the moments during the swing phase.  According to Winter, this method should only be 

used as a first approximation of the moments at a joint (Winter 1991). 

2.7. Strain Gauges 

The strain at the ankle is critical to the overall functioning of the coupled monolimb and prosthetic foot.  

If the stiffness of the foot is too high, the interaction of the foot and the monolimb could potentially 

result in premature deformation or fracture of the monolimb.  When seeking to assist those in 

developing countries, the CIR would like to ensure the highest life of the monolimb that is possible.  For 

the purposes of this project the strain gauges were used to determine the resultant strains in the 

monolimb due to the interaction between the monolimb and the prosthetic feet. 

Uniaxial strain gauges are used to measure strain in one single axis.  The strain gauge has a grid in a 

single direction.  A rosette strain gauge provides the stresses along multiple axes.  The equations to 

transform the strain from the gauge coordinate system to the x, y, x coordinate system are seen in 
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Figure 28Σ ǿƘŜǊŜ ʶx ƛǎ ǘƘŜ ǎǘǊŀƛƴ ƛƴ ǘƘŜ ƘƻǊƛȊƻƴǘŀƭ ŘƛǊŜŎǘƛƻƴΣ ʶy is the strain in the vertical direction, and 

xʁy is the shear strain. 

 

Figure 28: Rosette Strain Gauge and Applicable Strain Equations (Rosette Strain Gauges 2008) 

The 0, 45, 90 rosette strain gauge, also known as the rectangular rosette, is one type of rosettes used to 

measure strain along multiple axes.  The delta rosette is another type, with gauges placed at 60 degree 

increments.  For a 45° strain gauge (Figure 29) ǿƘŜǊŜ ʰ ƛǎ лϲΣ ʲ ƛǎ прϲΣ ŀƴŘ  ɹis 45°, the equations are 

simplified to the following. 

 

Figure 29: Rectangular Rosette Strain Gauge and Strain Equations (Rosette Strain Gauges 2008) 

 

2.8. ISO Standards 

There are two standards that outline procedures for testing prosthetic leg and foot systems.  These ISO 

standards were created for prosthetics to ensure that prostheses are adequate and safe for users.   

The first is ISO 10328 [Structural testing of lower-limb prostheses].  !ŎŎƻǊŘƛƴƎ ǘƻ L{h млонуΣ ΨǘƘŜ ǘŜǊƳ 

prosthetic means an externally applied device used to replace wholly, or in part, an absent or deficient 

ƭƛƳō ǎŜƎƳŜƴǘΦΩ   The standards specify testing methods, loading conditions, and other parameters.  The 
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standards in ISO 10328 apply to transtibial, knee-disarticulation, and transfemoral knee prostheses (ISO 

10328 1996). 

 There are three types of testing structures indicated in ISO 10328: complete, partial, and any other 

structure.  This research primarily dealt with the complete structure testing.  In preparation for testing, 

all cosmetic components must be removed if they do not provide structural strength to the device (ISO 

10328 1996).  The products being tested were fitted normally, further description on this method can be 

found in the methodology. 

The 2006 ISO 22675 [Testing of ankle-foot devices and foot units] standard was used more heavily in the 

research for this project.  This ISO standard discusses the proper procedure for cyclic testing of ankle-

foot devices.  It reviews the loading conditions that can be used to mimic natural gait loading.  In 

addition to the cyclic loading tests, the ISO 22675 specifies a static test that can be performed on 

prosthetic ankle-foot devices.  It shows appropriate lines of action for the static loading tests (ISO 22675 

2006).   

During testing the sample must be aligned appropriately being aware of the effective ankle joint 

centerline, the effective ankle joint center, the effective knee joint centerline, and the effective knee 

joint center.  All tests should be conducted using the ǎǘŀƴŘŀǊŘΩǎ outlined worst-case alignment.   

Through the use of ISO standards and following proper protocol, one can have a better chance of 

obtaining valuable results for a wide range of applications.  The standards can also ensure safety during 

testing.   
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3. Methods 

Evaluation of the foot prosthetics was conducted in two partially concurrent phases in order to 

determine and compare the stiffness of the prosthetic systems and the stresses that occur on the 

monolimb when coupled with the SACH and SR feet.  The first phase was analytical modeling the 

foot/monolimb assemblies and conducting finite element analysis (FEA).  The second phase was the 

validation of the FEA through the physical testing of the feet. 

3.1. Determination of Axes for Prosthetic Components 

In order to ensure consistent and comparable measurements and results, it was important to determine 

the alignment for all of the testing components.  The coordinates that were used to describe the 

alignment were the Cartesian coordinate system with positive Y in the upwards vertical direction, 

positive X in the right horizontal direction, and Z outwards.   

3.1.1. Prosthetic Feet 

The alignment for the prosthetic feet was determined using the ISO 22675.  The ISO standard indicates 

that the longitudinal axis of the foot should pass through two identified points.  One is located at the 

center of the widest part of the foot, and the other is located at the center of the ankle region, 

specifically one quarter of the distance from the posterior of the foot.  The centerline is then considered 

the zero/neutral axis for the alignment of the test setup.  Figure 30 shows the ISO 22675 diagram for the 

determining the central axis for the feet (ISO 22765 2006). 

 

Figure 30: Determining Longitudinal Axis 
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The ISO 22675 indicates that the prosthetic feet should be placed at an angle of 7ɕ ƻǳǘǿŀǊŘ ŦǊƻƳ ǘƘŜ 

neutral axis that was determined using the methods above (ISO 22765 2006).   

Figure 31 gives an example of the calculated longitudinal datum for the SR foot, along with the rotated 

axis used in the model to align the foot with the monolimb. 

 

Figure 31: SR Model with Longitudinal Axis 

3.1.2. Monolimb 

It was important to ensure that during testing the forces applied to the prosthetic assembly occurred 

along a central axis.  Since the monolimb was made in an environment where little precision was taken, 

the axis was not located in the visual center of the hole of the monolimb.  The axis created by the 

threaded hole through the metal insert was chosen as the axis for the monolimb.  The forces for testing 

would be applied along this axis.  To ensure that the forces were applied accordingly it was necessary to 

ŘŜǘŜǊƳƛƴŜ ǿƘŜǊŜ ǘƘŀǘ ŀȄƛǎ ǿŀǎ ƭƻŎŀǘŜŘ ƛƴ ǊŜŦŜǊŜƴŎŜ ǘƻ ǘƘŜ ƳƻƴƻƭƛƳōΩǎ ǘƻǇ ǎǳǊŦŀŎŜΦ 

First, a one meter long M10 threaded rod was inserted into the metal insert and secured it using M10 

washers and nuts on either side.  The top surface of the monolimb was then milled perpendicular to the 

rod, and therefore the axis.  Next, the top surface of the monolimb was marked at 22.5° intervals, with 

the center at the center of the threaded rod, staring from one side of the posterior seam and ending just 

below it (Figure 32).   
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Figure 32: Marked Monolimb 

The distance (D1) between the inner-wall of the monolimb and the edge of the threaded rod at each 

mark was measured.  The total distance between the central axis of the threaded rod and the inner-wall 

of the monolimb (D2) was calculated by adding the radius of the threaded rod (5 mm, 0.197 in) to each 

value of D1.  The points can be seen in Figure 33.   

 

Figure 33: Graph of Monolimb Center (inches) 

3.2. CAD Modeling 

In order to conduct the finite element analysis, all of the components needed to be modeled.  All of the 

components to be tested were modeled in Pro/Engineer Wildfire 2.0.   

3.2.1. SR Foot 

The SR foot consists of a polypropylene foot shape with a metal insert inside.  Both components were 

measured using calipers.  To obtain the shape of the bottom portion of the foot, a line was drawn 
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lengthwise through the foot.  Points were measured at regular intervals around the outline with respect 

to a temporary origin (Figure 34).  These points, listed in Appendix A, were then input into Pro/Engineer 

to form the outline of the foot.  The outline was then extruded to form the base of the foot, and the 

bottom edge was rounded. 

 

Figure 34: Outline of SR Base 

The wedge-like shape was then drawn on a datum plane (DTM1).  The shape used datum planes RIGHT 

and DTM2, which were offset from each other the exact length of the wedge, as end points  The wedge 

was then extruded to form a solid shape, and from the outline of the base an extruded cut trimmed the 

overhanging sides (Figure 35).   

 

Figure 35: Datums for SR Foot 

The inside of the wedge was the then cut through a sketch drawn on DTM2 (Figure 36).  Next, the cuts 

on the top portion of the foot were then extruded at the measured intervals.  Finally, the wedge shaped 

cut at the back of the foot was extruded through.  The bolt hole at the top of the foot was placed offset 

from the upper cut and the side of the top of the wedge, and the larger tool access hole at the bottom 

of the foot was placed coaxial to it. 
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Figure 36: Inside Cut for SR Foot 

The insert was first created as a single solid extrusion.  The inside material was then removed in a single 

cut (Figure 37). 

 

Figure 37: SR Insert 

An assembly was created with the insert to ensure that there was no interference between the two 

parts (Figure 38). 

 

Figure 38: Assembly of SR and Insert 

3.2.2. SACH Foot 

The SACH foot was more difficult to model due to the complex geometry of the foot.  The SACH was 

modeled as an assembly of two parts, the polypropylene inner keel and polyurethane foam outer cover.  

The two parts were modeled separately, then assembled together and used to modify the construction 

of the outer cover. 
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The inner plastic keel of the SACH was measured using a QC-5000 Metronics Coordinate Measuring 

Machine (CMM).  The points were then used to create spline curves on the outline of the insert (Figure 

39).  The coordinate system origin for the insert was selected to be the center of the bolt hole. 

 

Figure 39: CMM SACH Foot Insert 

The spline curves were used to accurately create the spline running down the front of the insert, the top 

curved surface, and the bottom curved surface.  The spline curve and the bottom curved surface curves 

were used to make the initial extrusion, while the top curved surface curve was used to cut material 

away (Figure 40). 

 

Figure 40: Initial Extrusion and Cut Using Spline Curves 

 The back of the foot was then cut to create the elliptical surface.  From this surface the rear angled cut 

and support rib could be created.  Finally the center hole and the pockets were modeled.  The final solid 

model appears in Figure 41. 
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Figure 41: Final Solid Model of SACH Foot Insert 

The complex outer SACH foot shell was created using the CMM.  Three dimensional points were taken 

periodically at horizontal planes. These were taken at four parallel planes at 0.6 inch intervals. In 

addition, points were taken along the seam at the bottom of the SACH and along the top surface of the 

foot.  Fourteen points were taken around each plane.  These were saved as separate Excel files.  These 

files were then converted to * .ibl files (IBasic Component Language) and imported into Pro/Engineer as 

datum points.  Closed spline curves were then created through these points.  A solid blended surface 

was then created using a smooth general blend from spline to spline (Figure 42). 

 

Figure 42: SACH Model with Curves from CMM 

The bottom profile of the foot was also measured using the CMM and imported into Pro/Engineer using 

the same method as the previous spline curves.  This sketch was then created from this curve and it was 

extruded as a cut from the bottom of the foot.  The new edge was then rounded. 

The SACH insert was then assembled to the SACH foot outer shell, and cut out of the shell (Figure 43).  

Finally, assembly datum planes were created by making a central axis based on the specifications of ISO 

22675 and offsetting a datum plane from it by 7°. 
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Figure 43: Multiple Views of Complex SACH Model 

This model was found to be too complex when loaded into ANSYS and it was not able to mesh the foot.  

Because of this, a simpler, less refined model was created.   

The simplified SACH foot was created using only one set of points taken from the CMM.  This set was 

taken near the base of the foot around the outermost edge.  Again the points were imported as an .ibl 

file and converted into a closed spline curve.  This curve was then converted into a sketch and extruded 

to the height of the foot.  A round was then placed on the bottom edge. 

The profile of the fore foot was then estimated and cut from the solid model.  The sharp edges of the 

fore foot were then rounded.  Finally assembly datum planes were created by making a central axis and 

offsetting a datum plane from it by 7°. The SACH insert was then assembled and the insert shape was 

cut out.  

 

Figure 44: Simplified SACH Foot 
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3.2.3. Monolimb  

The monolimb was measured using calipers.  There is variation in the dimensions of the monolimbs 

created by the CIR, because of the imprecise method of construction.  Because of this, the CAD model 

was created based on the design intent for the monolimb.  The dimensions of five monolimbs were 

measured, identified as monolimbs A through E, and monolimb B was selected to be used for the 

modeling dimensions, as it had a limited number of imperfections, including variable edge thickness at 

the bottom and above the metal insert.  The model was created to capture design intent.  The actual 

physical monolimb does not have a perfect circular shape, as seen from Figure 33 in the determinaton of 

the axes.  In addition, the posterior seam is not always perpendicular to the monolimb shank, and 

therefore its plane does not always pass through the center axis of the monlimb..  This variation was 

eliminated in the model, and the monolimb was modeled as a perfect cylinder with a constant wall 

thickness.  In addition, the posterior seam was modeled to be perpendicular to the shank and aligned 

with the monolimb center axis. 

The monolimb shank consists of a metal insert with plastic molded around it.  These two components 

were modeled separately then joined in an assembly.  The metal insert was modeled as a revolved 

protrusion, creating a short cylinder.  The coordinate system origin was placed on the bottom surface, 

on the center axis, to correspond with the chosen coordinate system.  Cuts were then made on either 

side of the front plane.  The top and bottom holes were added last (Figure 45). 

 

Figure 45: CAD Model of Monolimb Insert 

The base was created as a revolved protrusion cylinder with two sections.  The coordinate system origin 

was placed on the bottom surface, on the center axis, to correspond with the chosen coordinate system.  

The upper portion has a smaller diameter than the lower portion, where the metal insert is located.  

Side cuts were then placed on opposite sides of the monolimb.  The monolimb was then shelled to a 

thickness of 5mm.   
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The posterior seam was centered on the front plane, since the design intent of the monolimb is to have 

the posterior seam equidistant from the flat edges of the monolimb and perpendicular to the ground.   

It was determined that the most critical round on the monolimb was the bottom round, as it is in 

contact with the foot.  Other rounds, including the ones between the posterior seam and cylinder, and 

around the side cuts, are formed only as a result of the manufacturing process and are not critical to the 

model (Figure 46). 

 

Figure 46: CAD Model of Monolimb 

An assembly of the monolimb and insert was built in order to ensure that there was no interference 

between the monolimb and insert.  The insert was mated to the bottom inside surface of the monolimb 

and aligned with the assembly front plane.  This meant that the flat edges of the monolimb and insert 

were aligned.  Since interference did occur, the interfering material was cut from the monolimb. 

3.3. Coefficient  of Friction  

In the physical testing, all of the feet were pressed against ŀ мκуέ ǘƘƛŎƪ ŀƭǳƳƛƴǳƳ ǎǳǊŦŀŎŜ ǘƻ ƭƛƳƛǘ ǎǳǊŦŀŎŜ 

deformation during testing.  To have the CAD model accurately reflect the behavior of the physical 

testing, the coefficient of friction (µ) between each prosthetic foot and the aluminum board was 

determined experimentally through a slip test.  Each prosthetic foot was placed on an aluminum that 

was later affixed to the angle blocks during the experimental testing.  The plate was then tilted upward 

in five degree increments until the foot began to slip.  The plate was moved at approximately 5° per 

second between increments and held for three seconds at each increment for this rough estimate.  The 
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test was accurate within one degree.  The test was rerun, starting 10° below the estimated slip angle 

and held at increasing one degree increments, in order to establish the angle of the plate when slipping 

occurs to the nearest angle.  The plate was moved at one degree per second between increments for 

this more precise estimate.  Five trials for each foot were run, in order to find the average angle of 

slippage.  From this angle the coefficient of friction was then be estimated using the relationship µ= 

ǘŀƴόʻύΦ 

The feet were each tested and the gathered results can be found in Table 2.  The raw data for these 

tests can be found in Appendix D. 

 ICRC 
SACH 

SR 

4ÏÅ $Ï×Î ʈ 0.49 0.32 

(ÅÅÌ $Ï×Î ʈ 0.39 0.28 
Table 2: Coefficient of Friction Results 

3.4. Finite Element Analysis  

ANSYS Workbench was chosen as the FEA software package because of its ability to accept a 3D 

computer aided design (CAD) model and assembly of high complexity.  The program also allows for the 

accurate placement of angled pressures and loads, in addition to the modeling of contact surfaces and 

large deflection.   

In the finite element analysis, the element type was chosen based on the geometry of the prosthetic 

foot, the information available to input, and the results that are to be extracted.  Each element type has 

different available degrees of freedom, real constants, material properties, allowance of surface and 

body loads, and other special features (ANSYS).  This analysis required element types that have three 

degrees of freedom, can undergo potentially large deflections, and model contact forces.  Previous FEA 

studies of prosthetics have used tetrahedral elements, including a previous study on the monolimb (Kim, 

6) and one on a SACH foot (Saunders, et al.  80).  For this study 10 node 3D tetrahedral elements, 

SOLID187, were used as the solid elements.   

3.4.1. Simple Test Case 

Before the complex model of the assembly was analyzed, simple test cases were used to select the 

proper analysis methods and choices including element type, contact element type, and supports.  For 

these tests a SR foot was used.  The assembly was created with each part modeled with simple 
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geometries (Figure 47).  For example, the monolimb was modeled as a cylinder.  The configurations of 

toe-off and midstance were used for these initial test setups. 

 

Figure 47: Toe-off and Midstance Simple Geometry Assemblies  

Each assembly configuration was modeled using the contact properties seen in Table 3.  The first part is 

the contact surface while the second part is the target surface. 

No Separation Bonded Frictional 

SR to Monolimb SR to Bolt SR to Lower Block 
SR to Insert SR Insert to Bolt  

Monolimb  to Monolimb Insert Monolimb Insert to Bolt  
 Monolimb to Top Block  

Table 3: Contact Properties Between Surfaces 

The No Separation contact was selected for the parts that were able to move relative to each other, but 

would remain touching the entire time.  The Bonded contact was selected for all contacts with the bolt, 

since in actuality the bolt would be secured with Loctite® and therefore unable to move relative to the 

other parts.  It was also selected for the upper block, as it is only used to apply the force to the 

monolimb.  The frictional contact, with a coefficient of friction of 0.4, was selected for the connection 

between the foot and lower block, since in reality there would be frictional forces between the foot and 

lower block.  This coefficient of friction was chosen from the initial testing to determine the coefficient 

of friction between the SR foot and the metal plate. 

It was important to ensure that the model created in ANSYS would behave similarly to the actual 

prosthetic setup.  To confirm this, theoretical calculations using the basic equations for stress and strain 
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were completed to determine the approximate total axial deformation that would occur in the 

midstance setup under a compressive 1300N load (Appendix C). 

 

 The resulting calculated change in length was 0.311 mm.  An analysis was run on the midstance setup 

with a compressive pressure on the top block of 1300N divided by the area of the attached block.  The 

resulting deformation in the vertical direction can be seen in Figure 48.  The total deformation was 0.288 

mm, giving a percent difference of 8%.  This error could be a result of the approximations made in the 

hand calculations.  It could also be a result of the insertion of the metal inserts and bolt in the FEA 

model, and the interaction between the contact surfaces of the parts, which were not included in the 

hand calculations.   

 

Figure 48: Y Directional Deformation in Midstance Assembly 

3.4.2. Meshing of SR Foot 

In the modeling of SR foot, the standard tetrahedral elements were used.  The contact surfaces in Table 

4 were defined.  The connections between the majority of parts were bonded, in order to allow the 

model to solve.  The connection between the contact portion of the foot and the block was frictional, 

with a value of 0.3, determined as an average from friction testing, as seen in Table 2 of the 

determination of the coefficent of friction.  A rough connection was created between the bottom 
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surface of the foot and the base to allow pontential contact as the load was applied (Figure 49).  A rough 

contact allows for gaps to occur between contact surfaces.  This was important for the contact surfaces 

between the bottom of the foot and ground block, between the cut surfaces of the heel, and between 

the cuts on the forefoot, as these surfaces are either in partial contact or have no contact initially and 

after the applied load. 

Bonded Frictional Rough 

SR to Monolimb Heel/Toe Contact Area 
to Lower Block 

Bottom Foot Potential 
Contact Area 

SR to Insert  Toe Cuts 
Monolimb  to Monolimb Insert  Heel Cut 

SR to Bolt   
SR Insert to Bolt   

Monolimb Insert to Bolt   
Monolimb to Top Block   

Table 4: SR Contact Surfaces 

 

Figure 49: SR Contact Surfaces 

For the toe-off and heel-strike positions, special contact surfaces were placed on the foot.  In toe-off 

(Figure 50), contact surfaces were placed between the cuts on the top of the foot, to allow these 

surfaces to bend towards each other and touch.  For the heel-strike position (Figure 51), contact 

surfaces were defined between the top and bottom portions of the heel cut, to allow the cut to touch 

during loading. 
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Figure 50: Toe Cut Contact Surfaces 

 

Figure 51: Heel Cut Contact Surfaces 

The automatic size control was used to mesh the three models (Figure 52), with refined meshing 

occurring at key areas such as the bottom of the SR foot and around the heel cut (Figure 53). 

 

Figure 52: Meshed SR Foot Models 
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Figure 53: Refined Mesh at SR Heel 

3.4.3. Meshing of SACH Foot 

For the SACH foot, the initial accurate CAD model of the foot was not able to be meshed because of the 

complex spline surfaces.  The simplifed SACH model was used for the FEA instead.  In the modeling of 

SACH foot, the standard tetrahedral elements were used.  The contact surfaces in Table 5 were defined.  

The connections between the majority of parts was bonded, in order to allow the model to solve.  The 

connection between the contact portion of the foot and the block was frictional, with a value of 0.3, 

determined as an average from friction testing, as seen in Table 2 in the determination of the coefficent 

of friction.  A rough connection was created between the bottom surface of the foot to allow pontential 

contact as the load was applied (Figure 54). 

 

Bonded Frictional Rough 

SACH Insert to Monolimb Heel/Toe Contact Area to Lower 
Block 

Bottom Foot Potential Contact 
Area 

SACH Outside to SACH Insert   
Monolimb  to Monolimb Insert   

SACH Insert to Bolt   
Monolimb Insert to Bolt   
Monolimb to Top Block   

Table 5: SACH Contact Surfaces 
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Figure 54: SACH Contact Surfaces 

 

The automatic size control was used to mesh the heel-strike and toe-off orientations (Figure 55), with 

refined meshing at the bottom of the foot. 

 
Figure 55: Meshed SACH Foot Models 
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3.4.4. Model Constraints  

Each foot in each orientation had the same constraints and loads applied (Figure 56).  The bottom 

surface of the block was selected as a fixed surface.  The top block connected to the monolimb was 

constrained to no movement in the X and Z directions.  Lastly, a vertical force of 1300N was applied to 

the monolimb.  To accomplish this, a pressure of 2.03MPa was evenly applied to the top of the 0.08m x 

0.08m block. 

 

Figure 56: FEA Model Constraints and Loads 

3.5. Physical Testing  

Physical testing was performed to use as a method of comparison for finite element analysis.  There are 

many components to the physical testing that was performed.  The alignment of the test setup, the foot 

orientations, strain gages are all explained along with the BlueHill programming software for the testing, 

force application, data collection and analysis. 

3.5.1. Alignment  

The testing of the prosthetic feet took place on an Instron 5544.  A coordinate system was set up at the 

initial ankle position of the monolimb-prosthetic foot system.  The origin was located in the center of 

the ankle joint (Figure 57).   
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Figure 57: Test Setup with Coordinate System 

In order to connect the monolimb to the Instron compression testing machine, a custom adaptor was 

required.  This aluminum adaptor was designed so that the force was transmitted through the center 

axis of the monolimb as determined previously.  The top of the adaptor was designed to fit around the 

circular protrusion at the top connection point of the Instron machine, and it was secured with a dowel 

pin that was inserted though the adaptor and machine protrusion.  The bottom of the adaptor was 

designed to fit snugly inside the top of the monolimb, with set screws used to secure the monolimb in 

place.  The monolimb profile was determined previously, and the points were used to design the bottom 

face of the adaptor.  The final design can be seen in Figure 58, with the red dashed line showing the axis 

of alignment. 
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Figure 58: Instron to Monolimb Connection Adaptor 

3.5.2. Foot Orientations  

Testing of the prosthetic feet was conducted at three orientations.  The first position was the heel-strike 

that occurs during initial contact, henceforth referred to as heel-strike.  This was accomplished in the 

physical testing through the use of a 15° angle block made out of wood with a 1/8έ ǘƘƛŎƪ aluminum 

surface to limit surface deformation during testing.  The aluminum surfaces were affixed by six nails 

attached to the sides of the angle block as to not interfere with the contact surface where the feet were 

tested.  The second position was midstance, where the foot is flat on a level 1/8έ piece of aluminum.  

The last position was pre-swing, where the majority of the weight is on the toe before the swing phase, 

henceforth referred to as toe-off.  This required the use of a 20° angle block also with an aluminum 

surface mounted to the surface (Figure 59).  These blocks were attached to the base of the Instron 5544 

with a rod that was inserted through the center of the angle block and connection cylinder on the 

Instron machine.   

 

Figure 59: Toe-off Angle Block 
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During the physical testing, pressure paper was placed between the foot and the angle block, as 

described in the next section.  It was attached using tape lined up against a mark on the block.  This 

position was determined when the final test set-up was established in the lab.  This ensured that each 

piece of pressure paper is attached at the same spot in relation to the coordinate system. 

3.5.3. Strain Gauges 

In order to measure the strain that occurs on monolimb, strain gauges were attached to the monolimb 

shank.  The strain gauges (Figure 60) were a uniaxial gauge mounted to the posterior seam and a 

rectangular rosette strain gauge mounted to the anterior of the monolimb.  Both of the gauges were 

located on the outside of the monolimb, directly above the metal insert.  These locations were chosen 

because the CIR indicated them as a critical region for failure.  Failure was seen above the metal insert in 

a case study performed on an active 185lb male (personal communication, Cassanova, Feb 21, 2008). 

 

Figure 60: Strain Gauge Placement on Physical Test Setup 

The rectangular rosette gauge was selected since the principal axes of the strains are not known for the 

monolimb.  The rectangular rosette strain gauge was selected because it is easier to determine the 

directions of the principal strains when compared to a delta rosette.  The rosette gauge so that a gauge 

was located horizontal (0°), 45°, and vertical (90°). 
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The strain gauges and the mounting surface on the ankle portion of the monolimb were prepped for 

testing using a fine grade polishing paper and then applying alcohol to the surface to remove any oils or 

fingerprints that may be on the surface.  The strain gauges were then applied with super glue. 

3.5.4. BlueHill Software  

The testing for this project was run through the use of the BlueHill software.  The BlueHill program 

allows for load and timing input to be read from the screw driven compression apparatus of the Instron 

machine (Figure 62).   

  

Figure 61: BlueHill Program Sample Screenshot 

BlueHill is ideal for this test because it allows for the user to generate a custom test based upon the 

loading, materials, and timing required for each experiment (BlueHill 2007).  For the purposes of this 

study, only compression tests were used.  Ten separate BlueHill files were created to apply the forces for 

the physical testing.  Specifically, the individual tests were 0-130N, 130-260N, 260-390N, 390-520N, 520-

650N, 650-780N, 780-910N, 910-1040N, 1040-1170N, and 1170-1300N.  After running one file, the test 

held the force so that the data from the strain gauges could be recorded.  Time, force, and extension 

were automatically read from the BlueHill program and recorded to Excel. 

3.5.5. Compression  Testing Machine  

For the testing of the prosthetic feet coupled with the monolimb, the Instron 5544 compression/tension 

machine was used (Figure 62).  The Instron 5544 is capable of applying 2000N of force, where the 
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testing for this project only required a maximum of 1300N.  Since the test required only about one foot 

of vertical test space, the forty-two inches of available space with the Instron machine easily met the 

needs of the experiment.  The machine is capable of + 0.5% load accuracy and has a precision accuracy 

of ±0.02mm. 

 

Figure 62: Instron 5544 

3.5.6. Force Application  

The prosthetic foot and monolimb were attached to the top grip location of the Instron machine.  To 

begin, a baseline measurement was taken at 10N of force which allowed for the initial compression of 

the gaps in the assembly.  The force was applied to the monolimb/foot setup at 75N/min.  The force was 

applied to the levels indicted in Table 6.  The position was then held for 45 seconds while the strain 

gauge data was manually recorded from the P-3500.   

Test 
# 

Percent Total 
Loading  

Force 
Applied  (N) 

Pressure 
Paper? 

1 10% 130 * 
2 20% 260 

 3 30% 390 
 4 40% 520 
 5 50% 650 * 

6 60% 780 
 7 70% 910 
 8 80% 1040 
 9 90% 1170 
 10 100% 1300 * 

Table 6: Test Procedure 

Each test shown in Table 6 was performed twice for each foot in each orientation.  The first test run 

included the use of pressure paper while the second test was just the force application.  The same 

alignment was used, so that the data gathered from the pressure paper and any realignment was carried 

http://www.instron.us/wa/products/images/5540_enlarge.jpg
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through each test.  The purpose of the pressure paper was to determine if there were any loading 

irregularities or pressure distributions that were not expected.  The pressure paper that was needed was 

predetermined by predicting the expected contact area and force relationship.  The table of these 

predictions can be found in Appendix E.   

The asterisks on the table indicate the tests where the pressure paper was used.  The 130N force was 

applied, the load arm was lifted and the pressure paper was removed and read.  In the event of any 

discrepancies, like spotting or other unexpected loading, the alignment of the assembly was modified 

and the test was rerun.  Once there were no issues with the pressure paper, a new paper was mounted 

and the foot was reloaded and the force was applied to 50% as indicated in the table, the tests were run 

to each 10% increment and strain gauge data were recorded.  The paper was checked again at 50% and 

if there were no errors, a new paper was inserted and the test was run at 10% increments of force up to 

1300N.   

3.5.7. Data Collection  

 

Figure 63: SB-10 Switch & Balance Unit and P-3500 Digital Strain Indicator 

Data were collected using the uniaxial and rosette strain gauges as seen in Figure 60.  The strain gauge 

data were read using ±ƛǎƘŀȅΩǎ {.-мл {ǿƛǘŎƘ ϧ .ŀƭŀƴŎŜ ¦ƴƛǘ ŀƴŘ ±ƛǎƘŀȅΩǎ aƻŘŜƭ t-3500 Digital Strain 

Indicator.  The SB-10 Switch & Balance Unit is designed to provide a method of reading the output of ten 

strain gauges on a single strain indicator.  For the purposes of this test, only four strain gauges were 

used, each in a quarter bridge configuration.  The strains were read on the P-3500 which is a portable 

battery powered strain gauge reader. 
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3.5.8. Data Analysis 

The loading and displacement were recorded from the physical testing and were compared with the FEA 

along with the posterior uniaxial, anterior 90ę, and anterior 0ę strain values.  The principal strains were 

calculated using the rosette strain 0, 45, and 90ę gauges.  The stiffness of the foot-monolimb system, k, 

was calculated from the displacement of the Instron arm.  This displacement is measured from the 

center of the Instron arm and was set to zero when the load equaled 10N in compression.  This was 

done to compensate for any movement in the test setup.  The vertical displacement of the top surface 

of the top block from the neutral zero force position to final deformed position in the FEA model was 

also recorded.  The equation k = F/d was used to calculate this stiffness, where k is stiffness, F is the 

force applied, and d is the displacement.   
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4. Results 
From the physical testing and FEA models, data were collected regarding the strain on the monolimb 

and the compression of the prosthetic assembly. In addition, information collected from the FEA 

included the principal stresses on the monolimb and the von Mises stresses. 

4.1. Physical  Results 
The physical testing that was performed was directed at establishing the reactions that the monolimb 

displayed when under the specified loading conditions.  Each foot and monolimb combination was 

loaded as indicated in the methodology.  The uniaxial gauge located on the posterior seam of the 

monolimb, and three strain gauges of the rosette were read and recorded.  The data from these tests 

are compared in the analysis section of this report.  Values may be seen in Appendix E. 

4.1.1. Heel-strike  

During the heel-strike test for the assembly with the SR foot was stopped at a load of 910N because 

plastic deformation began to occur near the heel of the foot.  This deformation is shown as a bright 

white spot on the foot indicated with the arrow in Figure 64a.  The foot did not undergo fracture.  The 

SACH foot assembly was run to the full 1300N loading (Figure 64b). 

 
(a) 

 
(b) 

Figure 64: Heel-strike End Loading (SR, 910N; SACH 1300N) 
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The results from the heel-strike testing of both the SR and SACH foot assemblies are shown in Figure 65.  

5ŀǘŀ ŎƻƭƭŜŎǘŜŘ ŦǊƻƳ ǳƴƛŀȄƛŀƭ ǎǘǊŀƛƴ ƎŀǳƎŜǎ ŀǊŜ ƭŀōŜƭŜŘ ŀǎ ά¦ƴƛŀȄƛŀƭέ ǿƘƛƭŜ Řŀǘŀ ŎƻƭƭŜŎǘŜŘ ŦǊƻƳ ǘƘŜ ǊƻǎŜǘǘŜ 

strain gauges is labeled by the angle of the corresponding strain gauge. The 0° gauge was horizontal 

while the 90° gauge was vertical.  Each point represents the averaged value of two tests. 

 

Figure 65: Heel-strike Strain Results 

The foot loading was distributed as seen in Figure 66 on the pressure paper.  There were not any 

concerns with the loading distribution. 

 

Figure 66: Top View of Pressure Paper Results from SR Heel-strike Test 
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4.1.2. Midstance  

The results from the midstance testing of both the SR and SACH feet are shown in Figure 67.  Data 

collected from uniaxial strain gauges are ƭŀōŜƭŜŘ ŀǎ ά¦ƴƛŀȄƛŀƭέ ǿƘƛƭŜ Řŀǘŀ ŎƻƭƭŜŎǘŜŘ ŦǊƻƳ ǘƘŜ ǊƻǎŜǘǘŜ 

strain gauges are labeled by the angle of the corresponding strain gauge. Each point represents the 

averaged value of two tests. 

 

Figure 67: Midstance Strain Results 
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4.1.3. Toe-off  

The toe-off test for the SR foot assembly was stopped at 520N because the test setup was creating a 

torsional force on the Instron machine that could have been detrimental to the test setup (Figure 68b).  

The SACH foot assembly test was stopped at 910N for the same reason (Figure 68a).   

 

 
(a) 

 
(b) 

Figure 68: Toe-off End Loading (SR, 520 N; SACH, 910) 

 

The results from the Toe-off testing of both the SR and SACH feet are shown in Figure 69.  Data collected 

from uniaxial strain gauges are ƭŀōŜƭŜŘ ŀǎ ά¦ƴƛŀȄƛŀƭέ ǿƘƛƭŜ Řŀǘŀ ŎƻƭƭŜŎǘŜŘ ŦǊƻƳ ǘƘŜ ǊƻǎŜǘǘŜ ǎǘǊŀƛƴ ƎŀǳƎŜǎ 

are labeled by the angle of the corresponding strain gauge.  Each point represents the averaged value of 

two tests. 
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Figure 69: Toe-off Strain Results 

The foot loading was distributed as seen in Figure 70 and Figure 71 on the pressure paper.  There were 

not any concerns with the loading distribution. 

 
Figure 70: Top View of Pressure Paper Results from SR Toe-off Test 

 
Figure 71: Top View of Pressure Paper Results from SACH Test Toe-off Test 
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A summary of the strain data at the maximum loading applied for each test from the physical testing is 

shown in Table 7. 

Table 7: Strain Data from Physical for Comparison 

  
Load (N) 

Posterior Uniaxial 

Strain (ÕŮ) 

Anterior Uniaxial 

Strain (ÕŮ) 

Anterior Horizontal 

Strain (ÕŮ) 

SR 

Heel-strike 910 -2542 942 -95 

Midstance 1300 -80 -2262 463 

Toe-off 520 14780 -15567 5052 

SACH 

Heel-strike 1300 -1538 -362 178 

Midstance 1300 2942 -5403 1397 

Toe-off 910 5896 -10690 317 

 

4.1.4. Compression Results  

The displacement of the Instron arm, from the starting position at a loading of 10N to the final loading 

condition was recorded.  The total compression for each test found in Appendix F.  Table 8 shows the 

average of two trials of vertical displacement of the top arm of the Instron from 10N to position to final 

position at the given loading. 

Table 8: Compression from Physical Testing 

  Loading 
(N) 

Compression 
(mm) 

SACH Heel-strike 1300 22.60 

Toe-off 910 41.62 

SR Heel-strike 910 10.79 

Toe-off 520 33.86 

 

The tests were stopped at different final loading conditions. it was shown that under heel strike, the 

SACH foot assembly deformed more than the SACH foot assembly.  At 910N (where the SR assembly test 

was stopped) the assembly with the SR and SACH compressed in magnitude by 10.79mm and 18.08mm 

respectively, thus showing that the SACH foot assembly deformed almost 7mm more than the SR. 
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4.2. FEA Results 
FEA was performed at the maximum loading of 1300N to compare to the physical testing.  The FEA 

testing showed the following results for the SR foot assembly and the SACH foot assembly.  The data 

points were called out on the FEA at the specific sites of the strain gauge application on the FEA for each 

experimental test that was run, specifically the SR assembly at heel-strike, midstance, and toe-off, and 

the SACH assembly at heel-strike and toe-off (Table 9).  For each model, ten points were sampled within 

a circular 10 mm in diameter located 10 mm above the metal insert.  The data are further explained and 

compared in the analysis section of the report.  The FEA screenshots of the models can be found in 

Appendix G.  

Table 9: Strain Data from FEA 

  Posterior Vertical 
Strain (ÕŮ) 

Anterior Vertical 
Strain (ÕŮ) 

Anterior Horizontal 
Strain (ÕŮ) 

SR 

Heel-strike -2550 to -2650 650 to 990 -240 to -420 

Midstance -280 to -350 -1550 to -1580 80 to 85 

Toe-off 7300 to 7600 -9300 to -11000 2700 to 3600 

SACH 
Heel-strike -0.0009 -0.0012 to -0.0013 0.0006 

Toe-off 6400 to 6800 -7800 to -8850 2900 to 3400 

 

The von Mises stresses were also extracted from the FEA models, and the resulting images can be found 

in Appendix G.  The von Mises stress (Figure 72) will be important for the analysis of the monolimb and 

the feet.  The von Mises stress is an indicator of failure.  It is an index that combines the three principal 

stresses of the material.  Although the material may not indicate failure based on the principal stresses 

alone, the von Mises stress can show how these principal stresses combined can potentially cause a 

failure in the material.  For analysis the von Mises stress is compared to the tensile yield strength of the 

ƳŀǘŜǊƛŀƭ ό9ƴƎƛƴŜŜǊΩǎ 9ŘƎŜ нллуύ.   

 
Figure 72: von Mises Stress (Engineer's Edge 2008) 
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The compression of the entire prosthetic assembly was also extracted.  Table 10 shows a summary of 

the vertical displacement of the top surface of the top block from the neutral zero force position to final 

deformed position in the FEA model. 

 

Table 10: Total Prosthetic Compression 

  Compression (mm) 

Shape & Roll 

Heel-strike 7.40 

Midstance 0.253 

Toe-off 21.33 

SACH 
Heel-strike 14.90 

Toe-off 19.43 
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5. Analysis  

After gathering the data from the physical tests and FEA, the data were analyzed and compared in order 

to draw conclusions about the interaction of the SR Ŧƻƻǘ ŀƴŘ ǘƘŜ {!/I Ŧƻƻǘ ǿƛǘƘ /LwΩǎ ƳƻƴƻƭƛƳō.  The 

strain data collected from the physical testing were compared to the data computed using FEA.  The FEA 

results were then used to determine the stresses on the monolimb and their effects.  The observed 

behavior of the SR heel during the physical testing was very similar to the observed behavior of the FEA 

model, while the SACH model did not exhibit the same behavior during physical testing as the FEA 

model.   

5.1. Strains on the Monolimb  

The physical testing indicated that the strain produced on the monolimb by the SR foot was higher 

under the same loading conditions as compared to the SACH foot (Figure 73 and Figure 74).  This 

comparison can be seen in the blue lines of the SR uniaȄƛŀƭ ŀƴŘ флɕ ǊƻǎŜǘǘŜ ǎǘǊŀƛƴ ƎŀǳƎŜ ǊŜŀŘƛƴƎǎ ŀǎ 

ŎƻƳǇŀǊŜŘ ǘƻ ǘƘŜ ǊŜŘ ƭƛƴŜǎ ƻŦ ǘƘŜ {!/I ǳƴƛŀȄƛŀƭ ŀƴŘ флɕ ǊƻǎŜǘǘŜ ǎǘǊŀƛƴ ƎŀǳƎŜ ǊŜŀŘƛƴƎǎΦ 

The extended trend lines of the physical data, shown as dotted lines, represent the predicted values for 

the strains at higher loading conditions.  These trend lines were calculated using a regression analysis to 

fit a first order polynomial to the measured data points, averaged from the two trials.  These equations 

were used to calculate the expected values at higher loading conditions.  These trend lines may be 

inaccurate due to the fact that the relationship between strain and loading will not be linear if the 

monolimb undergoes any plastic deformation.  
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Figure 73: Toe-off Strain Results 

 
Figure 74: Heel-strike Strain Results 
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