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Abstract 

Introduction.  Atherosclerotic plaque rupture may occur without warning leading to severe 

clinical events such as heart attack and stroke.  The mechanisms causing plaque rupture are not 

well understood. It is hypothesized that mechanical forces may play an important role in the 

plaque rupture process and that image-based computational mechanical analysis may provide 

useful information for more accurate plaque vulnerability assessment.  The objectives of this 

dissertation are: a) develop in vivo magnetic resonance imaging (MRI)-based 3D computational 

models with fluid-structure Interactions  (FSI) for human atherosclerotic carotid plaques; b) 

perform mechanical analysis using 3D FSI models to identify critical stress/strain conditions 

which may be used for possible plaque rupture predictions.   

Data, Model, and Methods.  Histological, ex vivo/ in vivo MRI data of human carotid plaques 

were provided by the University of Washington Medical School and Washington University 

Medical School.  Blood flow was assumed to be laminar, Newtonian, viscous and incompressible.  

The Navier-Stokes equations with arbitrary Lagrangian-Eulerian (ALE) formulation were used 

as the governing equations for the flow model.  The vessel and plaque components were assumed 

to be hyperelastic, isotropic, nearly-incompressible and homogeneous.  The nonlinear Mooney-

Rivlin model was used to describe the nonlinear properties of the materials with parameter 

values chosen to match available experimental data.  The fully-coupled FSI models were solved 

by a commercial finite element software ADINA to obtain full 3D flow and stress/strain 

distributions for analysis.  Validation of the computational models and Adina software were 

provided by comparing computational solutions with analytic solutions and experimental data. 

Several novel methods were introduced to address some fundamental issues for construction 

of in vivo MRI-based 3D FSI models: a) an automated MRI segmentation technique using a 
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Bayes theorem with normal probability distribution was implemented to obtain plaque geometry 

with enclosed components; b) a pre-shrink process was introduced to shrink the in vivo MRI 

geometry to obtain the no-load shape of the plaque; c) a Volume Component-Fitting Method was 

introduced to generate a 3D computational mesh for the plaque model with deformable complex 

geometry, FSI and inclusions; d) a method using MRI data obtained under in vitro pressurized 

conditions was introduced to determine vessel material properties.    

Results. The effects of material properties on flow and wall stress/strain behaviors were 

evaluated.  The results indicate that a 100% stiffness increase may decrease maximal values of 

maximum principal stress (Stress-P1) and maximum principal strain (Strain-P1) by about 20% 

and 40%, respectively; flow Maximum-Shear-Stress (FMSS) and flow velocity did not show 

noticeable changes.  By comparing ex vivo and in vivo data of 10 plaque samples, the average 

axial (25%) and inner circumferential (7.9%) shrinkages of the plaques between loaded and 

unloaded state were obtained. Effects of the shrink-stretch process on plaque stress/strain 

distributions were demonstrated based on six adjusted 3D FSI models with different shrinkages.  

Stress-P1 and Strain-P1 increased 349.8% and 249% respectively with 33% axial stretch.  The 

effects of a lipid-rich necrotic core and fibrous cap thickness on structure/flow behaviors were 

investigated.  The mean values of wall Stress-P1 and Strain-P1 from lipid nodes from a ruptured 

plaque were significantly higher than those from a non-ruptured plaque (112.3 kPa, 0.235 & 80.1 

kPa, 0.185), which was 40.2% and 26.8% higher, respectively (p<0.001).  High stress/strain 

concentrations were found at the thin fibrous cap regions.  These results indicate that high stress 

concentrations and thin fibrous cap thickness might be critical indicators for plaque vulnerability. 

Conclusion. In vivo image-based 3D FSI models and mechanical image analysis may have the 

potential to provide quantitative risk indicators for plaque vulnerability assessment.    
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1. Problem Statement and Objectives 

1.1 Problem Statement and Objectives 

Cardiovascular disease (CVD) is the leading cause of death in the United States and is 

becoming the leading cause of death worldwide [1].   Nearly 2400 Americans die of CVD each 

day, an average of 1 death every 37 seconds [1].  Atherosclerotic plaque rupture is the primary 

cause of heart attack and stroke and may occur without any warning.  Present diagnosis is based 

on the morphological information from medical images such as magnetic resonance imaging 

(MRI), computer tomography (CT), ultrasound, etc.  However, current screening and diagnostic 

methods are insufficient to identify the victims before the event occurs. 

Atherosclerotic plaque rupture is a complex procedure which involves many factors: plaque 

composition and morphological conditions (thin plaque cap, large lipid core, etc.), biomechanical 

forces, localization, vessel remodelling, blood conditions (cholesterol, sugar, etc.), chemical 

environment (lipid-lowering drugs to reduce rupture risk), lumen surface (inflammation) and 

stenoses, and structural composition [15, 22-24, 26, 28].  It has been hypothesized that 

mechanical forces play an important role in the plaque rupture process and should be taken into 

consideration for plaque vulnerability assessment.  The objectives of this dissertation are: a) 

develop in vivo magnetic resonance imaging (MRI)-based 3D computational models with fluid-

structure interactions  (FSI) for human atherosclerotic carotid plaques; b) perform mechanical 

analysis using 3D FSI models to identify critical stress/strain conditions which may be used for 

possible plaque rupture predictions.  Computational models will be combined with Magnetic 

Resonance Imaging (MRI) and pathological analysis to analyze vulnerable carotid 

atherosclerotic plaques, to quantify the effects of material properties and shrink-stretch process 

on plaque stress/strain distributions, and to quantify critical blood flow and plaque stress/strain 
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conditions under which plaque rupture is likely to occur.  Specific aims to achieve these 

objectives are given in next section. 

 

1.2 Specific Aims 

Aim #1: Obtain accurate human carotid atherosclerotic plaque morphology, material 

properties and shrinkage data which are needed for computational model construction.  A 

segmentation method using Bayes theorem with normal probability distribution will be 

introduced to quantify plaque morphology.  MR imaging for plaque samples under pressurized 

conditions will be used to determine effective vessel/plaque material properties as well as to 

provide validation for computational models.  In vivo and ex vivo MRI data will be compared to 

quantify human carotid artery shrinkage between in vivo and ex vivo state.  The MRI data in this 

dissertation were provided by Dr. Yuanôs group at Washington University and Dr. Zhengôs group 

at the University of Washington. 

 

Aim #2: Develop 3D in vivo MRI -based computational models with fluid -structure 

interactions (FSI) to perform plaque mechanical analysis and assessment. The 

computational model with fluid-structure interactions will be constructed based on patient-

specific in vivo MR images.  A shrink-stretch process for in vivo MRI-based human carotid artery 

models will be introduced to address the computational starting state issue.  The in vivo plaque 

geometry will be shrunk with obtained shrinkage data to get the geometry at no-load condition, 

which will be used as the starting geometry of the model.  Axial stretch and pressure conditions 

will then be imposed to obtain the in vivo plaque morphology with proper initial conditions. 
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Aim #3:  Perform mechanical analysis for plaque vulnerability assessment using the 3D FSI 

models developed in Aim 2.  Using a series of 3D FSI models developed in Aim #2 based on 

patient-specific atherosclerotic plaque data, mechanical analysis will be performed to identify 

critical stress/strain and flow conditions which may be related to plaque venerability.  

Correlations between critical plaque stress/strain conditions (model output variables which 

include flow and plaque stress/strain variables) and vessel mechanical properties, shrink-stretch 

procedure, plaque morphology, and composition, will be identified.     

The inter-connections of the three aims are described by the following flowchart: 

 

Diagram1.1 A flowchart showing the organization of this dissertation. 

  

Structure

1. Vessel, and plaque  

components geometry

2. Shrinkage rate 

Material

1.VesselMaterial Properties

2. PlaqueComponents: Fibrous

Cap, Lipid, Calcif ication, and

othercomponents

Pressure

1.Blood Pressure

2. Shear Stress

3. Stretch

4. Residual Stress

5. Tethering

Aim#2: 3D In Vivo  MRI -Based Computational Model

Aim#3: Mechanical Analysis for Plaque Assessment 

1.Flow Velocity, Shear Stress 

2. Plaque Stress/Strain Distributions

3. Critical Indicators

4. Critical Sites

5. Critical Stress/Strain

Clinical Applications (Future Work)

1. Assessing Plaque Vulnerability 

2. Plaque Rupture Prediction

Aim#1: Three Groups Information Needed for Model 
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1.3 Outline of the Dissertation  

The dissertation is organized into the following four parts:   

Part I. Introduction.   In this part, we begin by describing the problem and stating the objectives 

and specific aims.  A review of the background of cardiovascular disease (CVD) was given 

which covers carotid atherosclerosis, the progression of plaque, and current non-invasive 

imaging methods.  A literature review for the field of vulnerable atherosclerotic carotid plaque 

analysis and image-based computational modeling was provided. 

Part II.  MRI Data Preparation and 3D Geometry Reconstruction.  Chapter 3 focuses on 

multi-contrast MRI image segmentation to obtain plaque morphology data.  An automated 

segmentation method using Bayes theorem with normal probability distribution is introduced in 

this chapter.  Chapter 4 presents the details of 3D geometry reconstruction and mesh generation 

process which was performed in ADINA computing environment.  The geometry structure 

consists of points, lines, surfaces and volumes.  The key here is the proper division of each 

physical object into many component-fitting computational volumes so that the proper mesh can 

be generated.  This step has a strong influence on the element shape and convergence of the 

model.    

Part III . FSI Models, Solution Methods and Validations.  In Chapter 5, we introduce the 3D 

FSI model for carotid atherosclerotic plaques which includes solid models for the arterial 

material and the plaque components and fluid models for the blood flow through the artery.  The 

solution method is presented in Chapter 6.  In Chapter 7, validation for the computational models 

and ADINA software were provided by comparing the numerical results with analytic solution 

and experimental data. 
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Part IV .  Results.  In Chapter 8, results are presented for human carotid artery vessel material 

properties determined using MRI images obtained under in vitro pressurized conditions and least 

squares approximation method.  Effects of material properties on flow and wall stress/strain 

behaviors were quantified using 3D MRI-based FSI models.  Chapter 9 is dedicated to 

quantifying human carotid artery shrinkage between in vivo and ex vivo states using patient-

specific ex vivo/in vivo MRI images and demonstrating the effects of shrink-stretch process with 

different axial/radial shrinkage on critical flow and plaque stress/strain conditions. In Chapter 10, 

the correlations between critical plaque stress/strain conditions and plaque composition and 

fibrous cap thickness were identified.   

Part V.  Discussions and Conclusions.  Discussions and conclusions are given in Chapters 

11&12. 
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2. Background and Review 

2.1   Cardiovascular Disease (CVD) 

Cardiovascular disease (CVD) is the first leading cause of death in the United States, 

accounting for more than 35% of all deaths, or 1 of every 2.8 deaths in the United States.  Nearly 

2400 Americans die of CVD each day, an average of 1 death every 37 seconds [1].  A large 

number of victims of coronary heart disease, which accounts for the majority of CVD, who are 

apparently healthy die suddenly without prior symptoms.  

 

2.2   Carotid Atherosclerosis  

The common carotid artery (CCA) is an artery that supplies the head and neck with 

oxygenated blood; it splits into two branches: the internal carotid artery (ICA), which provides 

oxygen-rich blood to the brain, and the external carotid arteries (ECA), which brings blood to the 

face (Fig. 2.1).   
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Figure 2.1. Anatomy of the carotid artery.  There are four carotid arteries, with a pair located on 

each side of the neck.  This includes the right- and left-internal carotid arteries (ICA), and the 

right- and left-external carotid arteries (ECA) [50] .  

 

Atherosclerosis is a general term for the thickening and hardening of arteries.  The 

atherosclerotic plaque in the ICA may lead to narrowing, stiffening, and irregularity of the 

arteryôs lumen, preventing proper blood flow to the brain [2].   

The carotid arteries are normally smooth and unobstructed on the inside, but as age increases, 

a fatty substance, cholesterol, cellular waste products, calcium and fibrin (a clotting material in 

the blood) can build up in the inner lining of an artery (Fig. 2.2 (b)).  The build-up is called 

plaque and may progress over a long period of time (30-50 years or longer).  At the initialization 

phase, the plaques are small and stable.  When the plaque progression process continues, the 

carotid arteries may become narrowed.  The sequence of events leading to plaque formation is 

very complex and probably involves many factors including mechanical factors, the chemical 

environment, and the interactions of several processes.  The plaque may develop into an unstable 

plaque such as a plaque consisting of a large fatty lipid or a lipid core covered by a thin fibrous 



9 

 

cap (Fig. 2.2 (d)).  The focuses of our research are mechanical analysis and rupture risk 

(vulnerability) assessment for advanced plaques.   

 

 

Figure 2.2. Diagrams showing atherosclerosis and atherosclerosis plaque. (a) normal artery 

showing three distinct layers of blood vessel; (b) the plaque builds up in the inner lining of the 

artery; (c) the plaque can develop into an unstable plaque with a thin fibrous cap and fatty core; 

(d) comparisons of stable and unstable plaques, the unstable plaque can evolve into an unstable 

plaque with a thin fibrous cap (left) and fatty core or a stable plaque with a thick fibrous cap 

(right) [2] . 

A fatty streak develops 

inside the intima. 

Intima 

Media 
Adventitia 

(a) Normal artery (b) A plaque builds up. 

(d) Comparisons of unstable and stable plaque 

This can develop into an unstable 

plaque with a thin fibrous cap 

and a fatty core. 

(c) A plaque develops. 
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2.3   Vulnerable Plaques 

Atherosclerotic plaques may rupture (Fig. 2.3) without warning and cause acute 

cardiovascular syndromes such as a heart attack or stroke [49].   

 

 

Figure 2.3. Diagrams showing the plaque rupture: (a) an unstable plaque with thin fibrous cap; 

(b) the plaque remains unstable and vulnerable to rupture (It is usually located along the 

margins of the plaque); (c) plaque ruptures cause blood clots; (d) sometimes the blood clot can 

grow and block the blood flow to the heart and brain, causing a heart attack or stroke [2] . 

 

The plaque remains unstable and 

vulnerable to rupture. 

The ruptured material triggers 

blood clotting. Sometimes the blood clot can 
grow and block the artery 

entirely. 

If a rupture occurs it is usually 

located along the margins of the 

plaque. 

(c) Plaque rupture causes blood clots. 

(a) An unstable plaque. (b) Plaque rupture occurs. 

(c) Blood clots block the artery. 
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Fuster (2002) stated the definition of a vulnerable plaque: ñA plaque that is documented to have a 

high likelihood of becoming disrupted and forming a thrombogenic focus.  The thrombus could 

produce immediate disease onset or rapid, symptomatic, angiographic progression.ò  The risk of 

plaque rupture is believed to depend on plaque composition, morphology, biomechanical force, 

localization, vessel remodelling, blood conditions (cholesterol, sugar, etc), chemical 

environment, lumen surface (inflammation) and stenoses, and structural composition [15, 22-24, 

26, 28].  Three major determinants of a plaqueôs vulnerability to rupture are considered [25]:  

a) The size and consistency of the lipid-rich core.  

b) The thickness and density of smooth muscle cells and collagen content of the fibrous cap 

overlying the core. 

c) Active inflammatory and immunological processes within the fibrous cap. 

However, the extent to how well these factors predict plaque vulnerability and risk of rupture is 

unknown.  The mechanism through which the plaque rupture occurs is not well understood [9, 

12, 14, 25].   

  

2.4   Non-Invasive Visualization of Carotid Atherosclerotic Plaques 

Among imaging modalities, the two most promising non-invasive imaging methods that have 

been used to study carotid atherosclerotic plaques are magnetic resonance imaging (MRI) and 

computed tomography (CT).  Both are capable of identifying the morphological features such as 

luminal diameter and stenosis, wall thickness, and differentiate different tissue types [15, 74].  

Modern CT scanners have shown high sensitivity for the detection of calcified plaques and 

reliable assessment of vessel wall thickness [13, 51].  However, they are not able to fully 
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characterize the composition of the atherosclerotic plaque in the vessel wall and provide such 

detailed information on plaque composition as MRI can [74].   

High-resolution magnetic resonance imaging (MRI) has been emerged as the potential 

leading non-invasive in vivo imaging modality for atherosclerotic plaque characterization [15, 

55, 25, 84-85].  Yuan, Cai et al. developed multi-contrast techniques to improve the quality of 

MR images and to better differentiate various components of the plaque [86-88].  Human carotid, 

aortic, and coronary specimens were studied with ex vivo multi-contrast MR (T1-, proton 

density- and T2-weighted) and compared with histology [25, 46, 56, 83, 88].  The results of these 

studies indicate that MRI can characterize plaques with a high level of sensitivity and specificity.   

Atherosclerotic plaque characterization by MRI is based on the signal intensities (preliminary 

finds are summarized in Table 2.1) and morphological appearance of the plaque on T1W, PDW, 

and T2W images.  Calcium deposits are defined as hypointense regions within the plaque on 

T1W, PDW, and T2W images.  Lipid components are defined as hyperintense regions with the 

plaque on both T1W and PDW images, and as hypointense on T2W images.  Fibrocellular 

components are defined as hyperintense regions of the plaque on T1W, PDW, and T2W images.  

Calcification and fibrocellular tissue are readily identified. Lipid core is also identifiable.  

However, thrombus was the plaque component for which MRI had the lowest sensitivity [25].   

  T1W PDW T2W 

Calcium Very hypointense Very hypointense Very hypointense 

Lipid Hyperintense Hyperintense Hypointense 

Fibrocellular Very hyperintense Very hyperintense Very hyperintense 

thrombus Very hyperintense Hyperintense Variable 

Table. 2.1. Plaque characterization with Magnetic Resonance.  T1W is T1-weighted; T2W is T2-

weighted; PDW is proton density weighted [25] . 
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In addition to MRIôs abilities to define the vessel lumen and wall, and characterize 

atherosclerotic plaque, MRI is perhaps the most powerful technique available for imaging blood 

velocities in vivo.  It has been demonstrated that phase contrast MRI (PC-MRI) can accurately 

measure time-varying velocities under uniform flow conditions [16].  However, in practice, such 

an ñimaging onlyò approach has been successfully applied only to relatively straight vessels, 

owing to the implicit assumption of uniform flow that underlies most in vivo velocimetry 

techniques [58]. 

 

2.5   Review of Image-based Computational Models 

Development in medical image technology has led to impressive progress in image-based 

computational modeling which adds a new dimension (mechanical analysis) to atherosclerotic 

plaque image analysis.  Mechanical forces play an essential role in plaque progression and 

rupture.  Plaque itself would not rupture if no forces were acting on it.  However, as of now, the 

mechanisms governing plaque progression and causing plaque rupture are not fully understood.  

The computational models to perform mechanical analysis have been proposed to investigate 

plaque rupture and assess plaque vulnerability.  

 

2.5.1   3D Structure -only Models 

Few 3D structure-only papers for atherosclerotic plaque mechanical analysis can be found in 

the current literature.  Holzapfel et al. developed a multi-layer anisotropic 3D model  for eight 

distinct arterial components (adventitia, non-diseased media, non-diseased intima, diseased 

media, fibrous cap, lipid pool, calcification, and fibrotic part) associated with specific 

mechanical responses based on a human stenotic post-mortem arteryôs in vitro MRI [31].  
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Mechanical tests were conducted to provide a fundamental basis for the formulation of large 

strain constitutive laws.  The investigated arterial components are assumed to be (nearly) 

incompressible fiber-reinforced composites, which are strongly nonlinear anisotropic responses 

and undergo large strains.  The artery is fixed axially at one end, while the other end is exposed 

to displacements according the axial in situ prestretch.  The 3D finite-element material model 

was solved by ABAQUS V5.8 to analyze the balloon-artery interactions during balloon 

expansion and stent deployment.  The multi-layer anisotropic model was compared with some 

simplified models (neglecting axial in situ pre-stretch, assuming plane strain states, and isotropic 

material responses), and maximum stress deviations of up to 600% were found. Their findings 

suggest that model simplifications need to be carefully justified. Computational predictions may 

be different from different models and should be interpreted with extreme caution. 

 

2.5.2   3D Fluid-only Models 

In a series of papers, Long et al. combined computational fluid dynamics (CFD) techniques 

and MRI processing together to perform patient-specific flow analysis based on in vivo MRI 

images from real patients [44].  In addition to the realistic vascular geometry, the real-time 

measure velocity data obtained with MR CINE-PC technique was necessary.  The numerical 

solutions were carried out using a user-enhanced commercial, finite volume-based program 

CFX4.2. Their results showed that geometry of the carotid bifurcation was highly complex, 

involving helical curvature and out-of-plane branching. These geometrical features resulted in 

patterns of flow and wall shear stress significantly different from those found in simplified planar 

carotid bifurcation models. Comparisons between the predicted flow patterns and MR 

measurement demonstrated good quantitative agreement.  Steinman introduced a novel method 
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to construct a tubular model of the carotid artery using measured diameter and wall thickness 

[58].  Along with time-varying inlet/outlet flow rates measured via PC MRI, the lumen boundary 

was used as input for computational fluid dynamic (CFD) simulation.  Their results show good 

agreement between simulated and measured velocities, and demonstrate a correspondence 

between wall thickening and low and oscillating shear at the carotid bulb. However, a 

quantitative general relationship between wall shear stress (WSS) and wall thickness was not 

found [59].  Frieke et al. proposed a whole-blood viscosity modelling to investigate the effects of 

non-Newtonian blood viscosity, variations in flow rate, and vessel diameter on wall phenomena 

in a carotid bifurcation model.  The flow was simulated by means of the finite element method.  

The viscosity was modelled by adapted Carreau-Yasuda model, and is a function of shear rate.  

The results indicate that flow increases have a large effect on the WSS.  Low plasma viscosity 

was associated with a low WSS, which implies a contradiction, because both high WSS and low 

plasma viscosity are thought to be indicators for a healthy system.  Maximum WSS oscillations 

were found at the edges of the recirculation region [8]. 

 

2.5.3   3D Fluid-Structure I nteractions Models 

Tang and his group began developing fluid-structure interactions (FSI) models starting in the 

early 1990ôs.  Their earlier works were based on in vitro experimental models developed by Ku, 

Kobayashi et al [41, 65].  They introduced a series of experiment-based FSI models of blood to 

investigate the wall deformation, stress and strain distribution, and flow properties of blood flow 

in carotid arteries with symmetric and asymmetric stenoses.  The Navier Stokes equations were 

used as the governing equations for the fluid and the elastic properties of the stenotic tubes were 

determined experimentally.  ADINA was selected to solve the models.  Their results revealed that 
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the behaviors of the 3D flow and stress/strain distributions are very different from those of 2D 

models.  Experimental data for a silicone tube with a 78% stenosis by diameter was used to 

derive the stress/strain relationship and flow properties.  Stenosis severity and asymmetry have 

considerable effects on critical flow conditions and stress/strain distributions [60, 66].  They also 

introduced a numerical method using generalized finite differences to solve a nonlinear 

axisymmetric FSI model with a free moving boundary.  This method was used to study unsteady 

viscous flow in collapsible stenotic tubes simulating blood flow in stenotic carotid arteries. The 

elastic properties of a tube wall are determined experimentally using a Polyvinyl Alcohol (PVA) 

hydrogel artery stenosis model.  Their results indicate that severe stenoses cause cyclic pressure 

changes between positive and negative values at the throat of the stenosis, cyclic tube 

compression and expansions, and shear stress changing directions in the region just distal to the 

stenosis under unsteady conditions. Computational and experimental results are compared and 

reasonable agreement is found [61].   

Many other authors also developed 3D FSI models.  Zhao et al. introduced image-based 

computational fluid-structure interactions (FSI) models to quantify fluid shear stress and 

mechanical wall stress in normal subjects in a clinical setting, and to define regions of low wall 

shear stress and high mechanical stress.  The fluid /wall modelling was solved by integrating a 

fluid dynamics code CFX (CFX4, 1995) and a solid mechanics code ABAQUS (ABAQUS5.5, 

1996).  Their results revealed that some regions of the artery wall are exposed simultaneously to 

low wall shear stress and high mechanical stress and that these regions correspond to areas where 

atherosclerotic plaque develops [89].  Younis et al. use FSI models to investigate inter-individual 

variations in flow dynamics and wall mechanics at the carotid artery bifurcation, and its effects 

on atherogenesis, in three healthy humans.   The blood was treated as laminar, Newtonian and 
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incompressible fluid.  The arterial response is modelled using the standard lagrangian 

formulation for large displacements and large strains [3].  The models were solved by ADINA 

[82].  Kaazempur-Mofrad et al. used MRI-based FSI models to study the correlations between 

fluid dynamic parameters and histological markers of atherosclerosis [32].  Four patients were 

scanned using MRI and ultrasound, and subsequently underwent carotid endarterectomy.  For 

each patient, a geometric model and a numerical mesh were constructed from MRI data (without 

plaque components), and velocity boundary conditions established.  The model was also solved 

by ADINA.  Correlations attempted between the various fluid dynamic variables and the 

biological markers were interesting but inconclusive. Tendencies of maximum wall shear stress 

temporal gradient and average wall shear stress to correlate negatively with macrophages and 

lipid, and positively with collagen and smooth muscle cells, as well as tendencies of oscillatory 

shear index to correlate positively with macrophages and lipid and negatively with collagen and 

smooth muscle cells, were observed.  These trends agree with hypotheses in the literature, which 

are based on ex vivo and in vitro experimental studies.   

While fluid-structure interactions are included in the above models, investigations were 

mainly focused on flow behaviors and stress/strain distribution, plaque components were not 

included in these FSI models. 

In 2003, Tangôs group introduced a thick-wall stenotic model with a lipid core made with 

PVA hydrogel whose mechanical properties are close to those of carotid arteries.  A hyperelastic 

MooneyïRivlin model was used to implement the experimentally measured nonlinear elastic 

properties of the tube wall.  A 36.5% pre-axial stretch is applied to make the simulation 

physiological.  Their results indicate that severe stenosis leads to high velocity, high shear stress 

and low or even negative pressure at the throat, flow re-circulation, and wall compression or 
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even collapse distal to the stenosis.  Lipid core affects plaque stress/strain distributions 

considerably.  Thin plaque cap and sharp angle of the lipid core are closely related to local 

extreme stress/strain conditions and may be sites of possible plaque rupture.  Critical stress/strain 

conditions are affected (from 30% to more than 100%) by stenosis severity, eccentricity, lipid 

pool size, shape and position, plaque cap thickness, axial stretch, pressure, and fluid-structure 

Interactions [63, 71]. 

 

2.5.4   3D MRI -Based Multi -Components FSI Models  

In addition to FSI models, 3D ex vivo MRI data set for a human coronary plaque with a large 

calcification block and a lipid-rich necrotic core was introduced by Tangôs group to construct the 

model which was used to perform mechanical analysis for human atherosclerotic plaques and 

identify critical flow and stress/strain conditions which may be related to plaque rupture.    The 

3D nonlinear modified Mooney-Rivlin model was used to describe the material properties of the 

vessel wall and components.  The flow was assumed to be laminar, Newtonian, viscous, and 

incompressible. The fully coupled fluid and structure models were solved by ADINA.  Results 

were obtained and compared from a series of 3D models, which were based on ex vivo MRI and 

histological images, with different component sizes and plaque cap thickness, under different 

pressure and axial stretch conditions.  These results indicate that large lipid pools and thin plaque 

caps are associated with both extreme maximum (stretch) and minimum (compression when 

negative) stress/strain levels [70].  They proposed that the local stress/strain behaviors at critical 

sites, such as very thin plaque cap and locations with plaque cap weakness, may be closely 

related to plaque rupture risk.  Based on this, a stress-based computational plaque vulnerability 

index (CPVI) and critical site tracking (CST) method were proposed to assess plaque 
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vulnerability.  Their initial results showed good agreement with assessment given by 

histopathological analysis [67].  This is the first attempt to investigate the problem of coronary 

plaque rupture by integrating 3D multi-component FSI models, MRI images, and 

histopathological analysis.  The proposed CPVI value is also a first attempt to quantify plaque 

vulnerability based on 3D FSI models.  With the patient specific geometry, the results obtained 

from FSI simulation are more realistic and useful to understand the rupture mechanism.  Their 

work fills a gap in current literature and may have the potential for future clinical applications.  
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3. Image Processing for MRI 

3.1   Introduction  

Image segmentation is the technique to partition medical images of biological (for this thesis) 

organs into regions of different tissue types according to image intensities to obtain the 

morphology of the organ (artery plaque in our case).  Accurate and reliable plaque morphology is 

one of the most basic elements needed to construct computational models.   

High resolution MRI is capable of quantifying plaque morphology and plaque components 

[54].  Multi-contrast MR images are created by the differences in the strength of the nuclear 

magnetic resonance signal.  Different contrast-MR images characterize tissues with different 

sensitivity, for instance, T1-MRI can distinguish calcification better than other contrast images; 

and GRE-weighting MRI can characterize lumen better than other contrast MRI.  Therefore, it 

was hypothesized that multi-contrast MR images could enhance the differentiation of various 

tissue components based on their signal intensities in different MR weightings. An automated 

multi-contrast plaque segmentation method using Bayes theorem with normal probability 

distribution is introduced in this chapter [35].  In addition to saving the time in image review, the 

proposed automated segmentation procedure would also permit combination of multi-contrast 

MR Image.  Results from ex vivo MRI of a patient were obtained and validated by histological 

data.   

 

3.2   Probabilistic Framework  

We assume that the class label ɤ is a discrete random variable taking values in the set of 

class labels ɋ= {,‫1 =‫)‫ὧ}.  The prior probabilities, ὖ,ȣ,‫2 ‫Ὥ),  i=1, ..., c, constitute the 

probability mass function (pmf) of the variable ,‫Ὥ 
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0 Ò ὖ(=‫ ‫Ὥ) Ò1 and В ὖ=‫ ‫Ὥ = 1ὧ
Ὥ= 1                                            (3.1) 

Assume the objects, represented by ὀ= (ὼ1, ὼ2,ȣ,ὼὲ) , from class ‫Ὥ are distributed in ᴙn
 

according to the class-conditional probability density function (pdf)  ὖ(ὀ|(‫Ὥ ,  where ὖ(ὀ|(‫Ὥ

0, ᶅ  x  ɴᴙn
 , and 

                                                ᷿ ὴ(ὀ|=‫Ὥ)Ὠὼ 1,
ᴙὲ

  i =1, ..., c                                                   (3.2) 

The likelihood of x is given by unconditional pdf,  

P(x) = В ὖ(‫Ὥ|‫Ὥὖ(ὀ
ὧ
Ὥ= 1                                                          (3.3) 

Given the prior probabilities and the class-conditional pdf, we can calculate the posterior 

probability using famous Bayesô decision theory [42], 

 ὖ=‫Ὥȿὀ ὖ‫Ὥὖὀȿ/‫Ὥ ὖ(ὀ)                                                    (3.4) 

 

3.3   Segmentation Method 

3D multi-contrast in vivo/ex vivo MR images and corresponding Histological images of a 

patientôs atherosclerotic plaque were provided by Dr. Zhengôs group using protocol approved by 

Washington University Institutional Review Board with informed consent obtained where 

applicable.  3D Multi-contrast MRI data including in vivo, ex vivo MR Images were acquired on 

a GE SIGNA 1.5T MR scanner.  The in vivo imaging data set involved multi-contrast weighting 

images with T1-, T2- density and proton density (PD) weightings.  Each contrast weighting 

session consists of 14 2D slices with high resolution (FOV=130×130 mm
2
; matrix size: 640×640; 

slice thickness=3mm).  The ex vivo imaging data set consists of T1-, T2-,  gradient-echo (GRE) 

density and PD weighted MRI images.  Each contrast weighting sessions included 32 2D slices 

with high resolution (FOV=56×56 mm
2
; matrix size: 512×512; slice thickness=1mm).   
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The pixels in the training set were performed to generate the probability function which was 

used to determine the probability that each pixel belongs to each tissue type, and the maximum 

likelihood classifier was selected to determine which tissue type the pixel belongs to.  Using 

clustering results, the segmentation can be done by the Canny edge detection in the Image 

Processing Toolbox which is provided by MATLAB  (MathWorks, MATLAB, Natick, MA).  

The digital contour data were then automatically acquired using a self-developed program 

developed in MATLAB.  The segmentation procedures are given by Diagram. 3.1, the details 

followed.    

 

 

Diagram 3.1. Flowchart of plaque tissue segmentation. 

 

3.3.1   Pre-processing  

The intensity of each image should be adjusted to be relatively uniform due to the effects of 

coil inhomogeneity.  The region (14mm×14mm), which is in the center of the vessel, was 

selected as the interesting one.  The contrast of the image was increased by linear transformation,  

Multi -contrast MR Images 

Pre-process to unify the intensity 

Generate probability function 

Determine the tissue type of the pixel and label it using maximum decision classifier  

Segment and obtain digital contours of different tissues 

Generate training set using  

selected images 
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ό1 =
ό0 ά

ὓ ά
× 255                                                                       (3.5) 

Where u0 is the initial intensity, u1 is adjusted intensity, M is the maximum intensity, and m is the 

minimum intensity.  Fig. 3.2 shows the effects of pre-processing of unified intensity. 

 

Figure 3.1.  Pre-Processing results of selected slices from 32 slices of ex vivo MR Images: (a) 

original T2-weighted MRI (b) resultant images after contrast increase. 

 

3.3.2   Training Set 

The training set was used to generate the probability density function (3.7) which would be 

used to determine the probability of that pixel in the images belongs to each tissue type.  From 

slices with histological images of ex vivo data set, slice 14 and 26 were selected.  To generate the 

training set for segmentation, images of those two slices were manually segmented based on 

registered histological results and relative intensity.  A total of 573 pixels (each pixel contains 4 

densities representing all 4 different contrast weightings) were selected randomly for study.  

From the segmentation results, each location was determined to belong to 4 tissue types 

including lipid (denoted as Z1), normal tissue (denoted as Z2), calcification (denoted as Z3) and 

others (including lumen or outer tissue, denoted as Z4).   

 

 

(a) Original T2-weighted MRI  

(b) Resultant images after contrast increase  
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3.3.3   Generating the Probability  Density Function 

The most important part of the segmentation algorithm is to determine the probabilities of 

each pixel belonging to each tissue type.  These probabilities represent the likelihood that the 

tissue at the location of the pixel is lipid, calcification, normal tissue or others.  The probabilities 

were determined by the probability density function which is generated based on the theorem of 

section 3.2.   

Each pixel has associated with the intensity vector  Ὅᴆ= (Ὅ1, Ὅ2, Ὅ3, Ὅ4)  representing the 

intensity of the pixel in one of the contrast weighting MR images and ὤὭ, i =1, 2, 3, 4, 

corresponds to the label of the tissue. ὖ(ὤὭ|Ὅᴆ) was used to represent the probability that the pixel 

belongs to Ὥ tissue type (ὤὭ).  Assume that ὍὭ is conditionally independent of ὍὮ, (Ὥ Ὦ) , that is, 

the intensity of one of the contrast weighting MRI does not depend on other contrast weighting 

MR images.  This conditional independent assumption allows for the following representation, 

ὖὍᴆ ὤὭ = ὖ(Ὅ1|ὤὭ)ὖ(Ὅ2|ὤὭ)ὖ(Ὅ3|ὤὭ)ὖ(Ὅ4|ὤὭ)                                      (3.6) 

Together with these assumptions and theorem of section 3.2 (eqn. (3.4), (3.5)), the posterior 

probability function was obtained, 

ὖ(ὤὭ|Ὅᴆ) =
ὖὤὭὖ(Ὅᴆ|ὤὭ)

В ὖ(ὤὭ)ὖ(Ὅ1 |ὤὭ)ὖ(Ὅ2 |ὤὭ)ὖ(Ὅ3 |ὤὭ)ὖ(Ὅ4 |ὤὭ)
4
Ὥ= 1

                            (3.7) 

The prior probability ὖ(ὤὭ)  was estimated by the frequency of each of the four tissue types from 

the training set.  Assume that the conditional probability density function (pdf) is a normal 

distribution, denoted by ὍὮ| ὤὭ ~ὔ(‘ὮὭ, „ὮὭ) , where ‘ὮὭ and „ὮὭ is the unbiased estimation of the 

mean value and standard deviation respectively of i
th
 tissue type for j

th
 contrast weighting images. 
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3.3.4   Determining the Tissue Type 

To make the smallest possible number of mislabeling, the maximum classifier was used to 

determine which tissue type the pixel belongs to, that is, the pixel was labeled with the class of 

the highest tissue type probability.  Diagram 3.2 gives the flowchart of our maximum decision 

probability functional classifier, where Ὅᴆ is the intensity of the pixel in multi-contrast weighting 

MR images transformed by preprocessing, ὫὭ(Ὅᴆ)  is the decision function pdf ὖ(ὤὭ|Ὅᴆ).  If ὫὭ(Ὅᴆ) is 

the maximum value, then pixel with intensity Ὅᴆ belongs to Zi and is labeled i.  The classification 

procedure will return a matrix has the same dimension with the image and the value of the 

element will be obtained classification label.   

 

Diagram 3.2. Flowchart of maximum decision probability functional classifier. 

 

3.3.5   Obtain the Digital Contours 

The procedure in section 3.3.4 partitions the interested region of the MR images into 

classification regions denoted by 1ד,ȣ,4ד  

=Ὥד Ὅᴆ|ὫὭ Ὅᴆ=
4,...,1

max
=k
ὫὯὍᴆ ,    Ὥ= 1,ȣ,4                            (3.9) 

This means that 1ד,ȣ,4ד divides the image into 4 regions: region 1 (1ד) is lipid; region 2 (2ד) 

is normal tissue; region 3 (3ד) is calcification; and region 4(4ד) is lumen or outer tissue.  Fig 

3.3(a) shows the classifier results, using different color to represent different tissue.  To obtain 

the digital contours of plaque components using classification results, there are 3 steps as follows, 

Maximum 

value

Classification 

Label
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Step 1.   Create the contour of the components  

This step is to create the contours using the ñedgeò function in the Image Processing Toolbox 

based on classified results.  The input is a matrix generated by the classifier procedure (section 

3.3.4), and the output will be a new matrix with value either 0 (if the pixel is not at a contour), or 

1 (if the pixel is at a contour).     

 

Step 2.   Label the contours 

Step 2 is to generate a new matrix in the same size as the one obtained from step 1, in which 

if the pixel is the boundary of inner, outer, lipid, calcification, then the value of the new matrix 

will respectively be different (i.e. 1, 2, 3, ...), while the others will still be zero.  This procedure 

will return a matrix with only a few values (depends on how many lipid and calcification 

components). 

 

Step 3.   Detect the boundary and save the digital contour data 

We seek the first point of the line from the left lower location of the image as the starting 

point on the boundary.  Each identified pixel has eight directions numbered by 0-7 (Fig. 3.2) [53].  

Since the contour is a closed and connected curve, at least the pixel on one of these directions 

must also be a new boundary point.  Hence each new point on the boundary can be represented 

by the former point and the direction.  
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Figure 3.2. Chain code, 0-7 represent 8 directions from the center point [53]. 

 

The following tracking rule was selected to improve the efficiency: Starting from the first 

point of the boundary, the horizontal direction (numbered 0) is chosen as the beginning direction.  

Here is an example for tracing a contour labeled by 1.  If the neighbor in horizontal direction is 

labeled by 1 (that means the point is on the boundary), the current tracking procedure is finished.  

If not, the direction will be rotated by 45 degree in the clockwise direction (the number of 

direction is added by 1) till to find the first point which is labeled by 1.  After these, the X/Y 

coordinate values of the finding point will be stored; the point in the matrix will be relabeled by 

0, and taken as the new boundary point.  The current direction will be taken as the new direction 

for the next seeking procedure after rotation by 90 degree in anti-clockwise direction (the 

number of direction is reduced by 2).  Repeat these steps to find the new point on the boundary 

until going back to the first point.  To save the storage space, we can only save the X/Y-

coordinate values of the starting point and the directions other than the coordinate values for 

each new point.  To simplify the problem, we saved X/Y coordinate values as the digital contour 

data.  The other contour data can be obtained by repeating the above tracking procedure. 
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 3.4   Results 

The conditional pdf ὖ(ὍὮ|ὤὭ)  was assumed to be a normal distribution denoted ὍὮ|ὤὭ ~ 

ὔ(‘ὮὭ, „ὮὭ) , that is,  

ὖὍὮὤὭ =
1

Ѝ2“„ὭὮ
Ὡὼὴ

ὍὭ‘ὭὮ
2

2„ὭὮ
2                                              (3.9) 

Where ‘ὭὮ and „ὭὮ are the unbiased estimation of mean value and standard deviation separately of 

the i
th
 tissue type for the j

th
 contrast weighting images calculated from the training set given in 

table 3.1. 

ɛij I1 I2 I3 I4 ůij I1 I2 I3 I4 

Z1 89 131 81 55 Z1 25 20 41 31 

Z2 111 123 67 111 Z2 38 35 48 48 

Z3 21 23 22 21 Z3 15 9 13 11 

Z4 210 215 191 229 Z4 15 19 40 17 

Table 3.1 Results of unbiased estimation of mean value and standard deviation separately of i
th
 

tissue type for j
th
 contrast weighting images calculated from training set.  

 

Fig. 3.3 (a) presents the classification results, with lipid in red, the calcification in yellow, 

normal tissue in blue, and others (including lumen) in green.  Fig. 3.3 (b) gives the contour result 

based on 3.3(a).  Fig. 3.3 (c)-(f) presented the segmentation result shown in all different contrast 

weighting MR images.  Fig. 3.3 (g) showed the corresponding histological images, where C, L 

represent calcification and lipid respectively.  The results match pathology well.  The image 

processing results of all ex vivo/ in vivo MR Images are presented in Fig. 3.4 & Fig. 3.5.   
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Figure 3.3. Segmentation results of selected slice (Slice 24) of patient-specific multi-contrast 

MRI. (a) Automatic segmentation result of classifier procedure; (b) Segmented contour result; 

(c)-(f) give segmentation results on T1, PD, T2, GRE weighting MR images respectively; (g) 

shows corresponding histological images.  Our contour results show excellent agreement with 

histopathological data. 
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Figure 3.4. Segmented contour plots of all ex vivo MRI slices showing plaque components. 

  

Figure 3.5. Segmented contour plots of all in vivo MRI slices showing plaque components. (a) 

Segmentation results on 9 in vivo MRI (T1W) slices (S1-S9); (b) Segmented contour plots for (a) 

showing plaque components; 
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(a)Ex vivo MR Images (3D Set with 30Slices)

(b)MRI Slices with Component Contours
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3.5   Conclusion 

In this chapter, a method to automatically segment MRI data set and obtain the digital 

contours of plaque components was introduced.  The maximum decision probability functional 

classifier was applied to multi-contrast weighted MR image processing.  Histological images 

were used to validate the reliability of the segmentation method for multi-contrast weighting in 

vivo and ex vivo MR images.  The segmentation method is a simple technique while results in 

high accuracy.  To simplify the problem, we use ñCannyò edge function tool to segment the 

images.  In the future, combining this classification method with other segmentation methods 

may lead to improvement.  
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4. 3D Geometry Reconstruction and Mesh Generation 

There are three main steps involved in 3D geometry re-construction and mesh generation for 

human carotid atherosclerotic plaque FSI models: 1) acquire 3D in vivo MRI data; 2) re-

construct 3D geometry and generate mesh for both structure and fluid domains; 3) connect fluid 

and structure domains and set fluid-structure interactions. Proper mesh is critical for the 

convergence of a 3D fluid-structure interaction model.  However, the complex deformable 

plaque structure and components in the plaque significantly increase the difficulty of the mesh 

generation process which is very difficult to handle by available commercial software.  A 

Volume Component-Fitting Method (VCFM) was introduced to generate mesh for 3D multi-

component FSI models.  The general idea of this technique is to divide the plaque geometry into 

hundreds or even thousands of small ñvolumesò to curve-fit the very irregular plaque geometry 

and all the components which are ñinclusionsò in the structure.  Each small volume has a more 

regular shape for mesh/element generation.  The general VCFM procedure was used to generate 

3D mesh for the following three geometrical domains: 

a) plaque component in the vessel: 3D solid body whose external surface is defined by  

     the component boundary;  

b) fluid domain: 3D fluid body whose external surface is defined by lumen. 

c) vessel structure domain: 3D solid body defined by outer vessel surface and lumen with    

plaque component inclusions. 

The procedure is presented in details and illustrated in this chapter using the specific data 

(Fig. 4.1) provided by Dr. Zhengôs group.  The geometry reconstruction and mesh generation 

was made under ADINA computing environment.   
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Figure 4.1. In vivo 3D MRI images of a human carotid plaque and re-constructed 3D geometry. 

(a) 16 MRI (T1) slices (S1-S16), slice spacing: 3mm.  Each image shown here was cut from the 

whole neck image. (b) Segmented contour plots showing plaque components. 

 

4.1   Constructing Plaque Component Domain  

The plaque sample given by Fig. 4.1 has a lipid core as its only inclusion.  Fig. 4.2(a) shows 

the contours of the lipid.  According to the geometric features of the lipid component, the 

geometry of the lipid was divided into 5 hexahedral volumes.  Each volume was generated, 

followed by defining the points, lines, and surfaces.  To construct the lipid domain, the first step 

is to import segmented contour data from MR images into ADINA input file (Fig. 4.2(a)), pixel 

by pixel.  The second step is to generate proper lines based on input contour points as the edge of 

surface for a volume (Fig. 4.2(b) & (c)).  In the same surface, there are four polylines, using 

(a)  In Vivo MR Images (3D Set with 16 Slices)

(b) Segmented MRI Slices with Component Contours
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smoothing spline method to fit the geometry points well, generated to enclose an area which will 

be further assigned to be a surface (Fig. 4.2(b)).  To generate the volume, the surface between 

two neighbored slices should also be created.  Hence, two polylines and two straight lines were 

generated to enclose an area between two neighboring slices (Fig. 4.2(c)).  The third step is to 

define the surfaces by edges which were specified in the second step.  The next step is to define 

the volume surrounded by defined surfaces.  A hexahedral volume was bounded by 6 facets with 

two facets in neighboring slices and 4 surfaces between these two neighboring slices (Fig. 4.2(c)). 

By repeating these steps slice by slice, the geometry of the lipid can be generated (Fig. 4.2(d)). 

After the volumes were constructed, element group was assigned to each volume.  

Information about an element group includes element style, material and other information (such 

as assuming large-strain or large-displacement for the kinematic formulation for the element 

group).  After specifying mesh density and mesh style for each volume, the fluid domain now 

can be meshed in ADINA (Fig. 4.2(e)).  There are a total of 2168 elements generated for this 

lipid core component.   All procedures described above were written in a ADINA -in file using 

the Adina infile program language.  
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Figure 4.2 Stages in the 3D geometry reconstruction and mesh generation of the lipid component.  

  

4.2   Constructing Fluid Domain 

The fluid domain contains the following three parts:  

1) Common carotid artery (CCA)  

2) Internal carotid artery (ICA)  

3) External carotid artery (ECA) 

The geometries of ICA and ECA were constructed separately using the method in section 4.1 

by hexahedral volumes.  Compared with lipid domain, the difficulty of fluid domain is the 

bifurcation.  To connect with ICA and ECA, the CCA was manually cut into two parts (Fig. 

(a) Data points  used to  construct 

the lipid.

(b) Datapoints in onesliceof lipid

and correspondingsmoothedline

usingsplinefunction.

(c) Lines creation between  two 

neighboring slices 

(e) 8-node brick finite element meshing.(d) Geometry of the lipid consisting of 5 hexahedral 

volumes.
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4.3(a)) by parallel lines.  The center line (L1) in S6, which separated CCA, was selected to 

ñparallelò edges L2 and L3 (Fig. 4.3 (b)) and separate slice 6 by the area proportions of slice 7 in 

ECA and ICA.  The 3D geometry reconstruction and mesh generation of the fluid domain were 

presented in Fig. 4.4.  

 

 

Figure 4.3.  Showing the procedure of 3D geometry reconstructions of bifurcation. 

 

 

Figure 4.4. 3D geometry reconstructions and mesh generation of fluid domain. 
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4.3   Constructing Structure Domain 

In addition to the bifurcation, the multi components increase the difficulty of 3D geometry 

reconstruction and mesh generation.  Due to this complexity of the geometry of the structure, in 

addition to hexahedral volume mode, prismatic and 5-faced volume modes were employed to 

generate volumes to fit the plaque geometry.  To create such proper small volumes, some 

artificial contours were added to help divide each slice into a few areas (Fig. 4.5(a) & (b)).   

 

Figure 4.5. Created lines of two neighboring slices for constructing volumes to fit plaque 

geometry. 

 

Due to the thin plaque cap and components with sharp angles, finer meshes are necessarily 

used to get better resolution and handle high stress concentration behaviors.  There are a total of 

298 small volumes and 95,296 elements generated (Fig. 4.6(a) & (b)).    
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Figure 4.6 3D geometry construction of structure domain (normal tissue) and mesh generations.  
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5. The 3D In Vivo MRI -Based FSI Model 

Fluid-structure interactions (FSI) analysis integrates both flow and structure forces and 

motions together, places plaque in a more realistic environment, and provides more accurate 

assessment for plaque vulnerability.  In this chapter, a brief theoretical framework for 3D FSI 

plaque models is presented which includes fluid part for blood flow through the artery and solid 

part for the arterial wall and other plaque components.    

 

5.1   Fluid Model 

Blood flow is assumed to be laminar, viscous, incompressible and Newtonian.  No-slip 

condition is applied at the fluid-vessel interface, i.e., flow velocity at the flow-vessel interface is 

set to be the same as that of the vessel wall.  For FSI computational model, the fluid domain 

changes while the structure deforms and that requires frequent mesh adjustments.  The Arbitrary 

Lagrangian-Eulerian (ALE) formulation of the Navier-Stokes equations is used as governing 

equations for the blood flow: 

ɟ(Öu/Öt + ((u ï ug) Ö Ð) u ) = - Ðp + mÐ
2
 u ,                                                      (5.1) 

ÐÖ u = 0,                                                                                                              (5.2)  

where u is the flow velocity, ug is the mesh velocity, m is the coefficient of viscosity, p is the 

pressure, and ɟ is the density of blood.  ALE formulation uses the moving mesh as the reference 

frame and is especially suitable for problems with fluid-structure interactions.   

As the finite element mesh moves, the volume of each cell in the grid changes, and the fluid 

mass is not conserved for each individual cell.  Therefore, Geometry Conservation Law (GCL) 

must be applied in the discrete sense, 

Cell Volume |new- Cell Volume |old =Úv ÐÖ u dV                                                 (5.3) 
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Boundary conditions are prescribed as, 

u|G = Öv/Öt|G,   Öu/Ön|inlet, outlet = 0,                                                                 (5.4) 

p|inlet = pin(t),     p|outlet = pout(t),                                                                           (5.5) 

where G represents the inner wall of the vessel, p is the pressure, v is the solid displacement 

vector.   

 

5.2   Solid Model 

The solid model is a set of equations that governs the behaviour of the blood vessel wall 

under loads with variables of displacement, stress (measures of force per unit area), and strain 

(deformation measures).  The motion of the artery wall is governed by the following differential 

equations,   

ɟ vi,tt = ůij,j,  i,j=1,2,3,   (Equation of Motion),                                         (5.6) 

where t stands for time, i and j label spatial coordinates, v is the solid displacement vector, ů=[ůij]  

is the stress tensor, f .,j stands for derivative with respect to the j
th
 variable.  Here, body force due 

to gravity is ignored.  Einstein summation convention is applied here and in all equations in 

Chapter 5 & 7. 

The strain-displacement relations is given by, 

eij = ( vi,j + vj,i + vŬ,i vŬ,j)/2,  i,j,Ŭ=1,2,3,                                                     (5.7) 

where e=[eij] is the Green-Lagrange strain tensor. 

To introduce the constitutive material models (stress-strain relations), both artery wall and 

plaque components are assumed to be hyperelastic, isotropic, incompressible, and homogeneous.  

The non-linear Mooney-Rivlin hyperelastic model is used as the constitutive law for all materials 

[3-4, 69-70].  The Strain energy density function is given by, 
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ὡ = ὧ1 Ὅ1 3 + ὧ2 Ὅ2 3 + Ὀ1[ὩὈ2(Ὅ1 3) 1]                     (5.8) 

where                

Ὅ1 = ВὅὭὭ, Ὅ2 =
1

2
(Ὅ1

2 ὅὭὮCij )                                                                            (5.9) 

are the 1
st
 and 2

nd
 invariants of the deformation tensor C=[Cij]=X

T
X, X=[xij]=[Öxi/Öaj] is the 

deformation gradient, where (xi) is current position and (ai) is the original position of the 

deformation tensor, and ci, Di are the material constants. are the 1
st
 and 2

nd
 invariants of the 

deformation, and ci, Di are material constants, .  The stress-strain relations can be found by [3-4], 

ůij = (ÖW/Öeij + ÖW/Öeji )/2                                                                                (5.10) 

where ůij are the second Piola-Kirchhoff stresses. 

Natural and traction equilibrium boundary conditions are specified by, 

ůij Ö nj  |out_wall =0, ů
r
ij Ö nj  |interface = ů

s
ij Ö nj|interface                                              (5.11) 

where n is the unit normal direction, superscripts r and s indicate different materials.  For 

example, r represents lipid, s represent normal tissue. 

 

5.3   Fluid Structure Interactions  

The fluid and structure will be coupled through their interface.  The conditions of traction 

equilibrium and compatibility of displacements/velocities along the structure-fluid interfaces 

must be satisfied, 

f f=fs,     (Traction Equilibrium),                                          (5.12) 

vf=vs    (Displacement Compatibility)                                                         (5.13) 

uf= ○s   (Velocity compatibility (Non slip condition))                                (5.14) 
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where v and f are the displacements and tractions, subscripts f and s stand for fluid and solid, 

respectively.  

 

5.4   The Shrink-Stretch Process for In vivo MRI -Based FSI Models 

Under physiological condition (in vivo state), the artery is axially stretched and pressurized 

[30].  That is, the segmented contours based on in vivo MR-image represent the deformed shapes 

of vessel wall and enclosed plaque components.  For a non-linear computational model, the 

computer starting shape should be the one at zero-stress state [17-18, 20].  With this 

consideration, the in vivo segmented contours cannot be directly used for the 3D FSI 

computational model.  A shrink-stretch process was introduced to achieve the start shape of 

plaque morphology for the computation model.  Due to the limitation of current non-invasive 

technology, the residual stress [20] in the plaque is not measurable, and it is ignored.   The 

procedures are presented as follows, 

Step 1:  Pre-Shrink.  

Based on the axial and inner circumferential shrinkage rate, the in vivo geometry of 

plaque iss shrunk to obtain the geometry at no-load condition as the computer starting 

geometry.  The shrinkage in axial direction is achieved by shortening the distance between 

MRI slices.  In cross-section, inner lumen contour is shrunk with inner circumferential 

shrinkage rate.  The volume conservation law, 

Plaque Volume |in vivo= Plaque Volume |shrunk                                                (5.18) 

is employed to determine the shrinkage rate for the outer wall contour.  The component is 

proportionally adjusted if present.  The lumen and outer boundary shrinkage rate are adjusted 
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iteratively so that the computational geometry model under pressure and stretch reach best 

match with in vivo plaque geometry. 

Step 2: Construction of Model and Obtaining Loaded Plaque Geometry. 

The structure-only model will be re-constructed based on the shrunk contours and solved 

under ADINA environment using the method described in chapters 4, 5 and 6.  The average 

values of systolic and diastolic pressures are used as the loading condition and axial stretch 

will be applied at both ends of artery while the simulation is performed to recover the in vivo 

length.   

 

Step 3: Comparison and Best Match with In Vivo Geometry. 

The deformed geometry are extracted and compared with the in vivo geometry. The 

initial circumferential shrinkage rate in Step 1 are adjusted and the above steps are repeated 

until satisfied deviation between the deformed geometry and in vivo geometry is obtained.   

 

According to the obtained results, skipping the shrinking procedure will induce unacceptable 

deviation either in 2D or in 3D computational models.  The quantitative comparisons with 2D 

model are presented below (Fig. 5.1).  Fig 5.1(a) shows segmented contours based on in vivo 

MRI Image. Fig. 5.1(b) is the corresponding shrunk contours with 10.5%, and 5.1% shrinkage 

rate for lumen and outer wall, respectively.  When the inner shrunk contour is pressurized with 

the mean value (129mmHg) of systolic and diastolic pressures, the in vivo contours is well 

recovered as shown in Fig. 5.1(c).  The deviations of lumen contour in width, height and area are 

2.0%, 3.3% and 2.3%, respectively.  However, if the simulation started directly from in vivo 

contours as shown in Fig. 5.1(e), the deformation is largely over-predicted (10%) as shown in 
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Fig. 5.1(f), and the maximum Stress-P1 value is over-estimated by 22.1% with 129mmHg 

pressure loading (Fig. 5.1(f)).  The effects of shrink-stretch process for 3D FSI models will be 

discussed in Chapter 9. 
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Figure 5.1. Shrink-stretch process has considerable impact on precision of simulation. (a) The in 

vivo 2D segmented contour (S1) of patientôs plaque; (b) Shrunk contour used as numerical start 

shape; (c) Comparison between the pressurized contour start from shrunk contours (Red lines) 

and in vivo contours (Black lines); (d) Band plot of Stress-P1 simulation starts with shrunk 

contour; (e) Comparison between the pressurized contour(Red lines)start from non-shrunk 

contour (in vivo contour)and in vivo contour (Black lines); (f) Band plot of Stress-P1 for non-

shrunk contour.  
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5.5   Pressure Condition 

Pressure condition is one of the most important factors in determining the computational 

results. We believe including more patient-specific information in the computational model, will 

increase the accuracy of the assessment for plaque vulnerability.  With this concern, patient-

specific pulsating arterial pressure (Fig. 5.2) was imposed in the numerical simulations.  The 

wave form was scaled with patient systolic pressure (ps) and diastolic pressure (pd) from the last 

hospital admission.  Fig. 5.2 presents the pressure profile which was specified at the inlet (CCA) 

and the outlet (ICA and ECA).   

 

Figure 5.2. Patient-specific pulsatile blood pressure wave. In the multi-component plaque FSI 

model, the pressure was specified at the inlet (CCA) and outlet (ICA and ECA), where ps 

=174mmHg and pd =84mmHg.  

  

Inlet Pressure

Outlet Pressure
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6. Solution Methods and ADINA Package 

The FSI models proposed in Chapter 5 were solved by a commercial software ADINA 

(Automatic Dynamic Incremental Nonlinear Analysis, ADINA R & D, Inc., Watertown, MA, 

USA) which provides a finite element program system to perform comprehensive finite element 

analysis of structures, heat transfer, fluids, and their interactions.  For completeness, Section 6.1 

briefly introduces the solution methods which are implemented in ADINA to solve fluid-

structure interactions models.  Section 6.2 gives a brief introduction on how to use ADINA 

package to perform the computation of fully coupled fluid flows with structure interactions. The 

theoretical frame can be found in reference [3-4]. 

 

6.1   Solution Method for the FSI Model  

6.1.1   3D Finite Element Method for the Solid Model  

Most structure part is meshed using 8-node hexahedral elements. Therefore, the 8-node 

hexahedral element will be used to illustrate the discretization process. Total Lagrangian 

incremental nonlinear finite element method will be used to solve solid model.  The 

displacement-based method, which means all variables are expressed in terms of displacement, is 

introduced to establish the governing finite element equations.  

For a 3D 8-node isoparametric displacement-based finite element (Fig. 6.1), 

  

Figure 6.1 3D 8-node solid elements.  
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the interpolation functions hi corresponding to node i are, 

ὬὭ(ὶ,ί,ὸ) = Ὃ(ὶ,ὶὭ)Ὃ(ί,ίὭ)Ὃ(ὸ,ὸὭ)                       (6.1) 

where  Ὃ‌,‌Ὥ =

1

2
1 + ‌Ὥ‌       ὭὪ ‌Ὥ= 1           

1 ‌2              ὭὪ ‌Ὥ= 0           
‌= ὶ,ί,ὸ                      (6.2) 

and r, s, t are isoparametric coordinates. 

The coordinates and displacements are interpolated as, 

ὼὬ= В ὼὭ
8
Ὥ= 1 ὬὭ;  ώὬ= В ώὭ

8
Ὥ= 1 ὬὭ; ᾀὬ= В ᾀὭ

8
Ὥ= 1 ὬὭ                                 (6.3)  

ὺ1Ὤ= В ὺ1Ὥ
8
Ὥ= 1 ὬὭ;  ὺ2Ὤ= В ὺ2Ὥ

8
Ὥ= 1 ὬὭ; ὺ3Ὤ= В ὺ3Ὥ

8
Ὥ= 1 ὬὭ           (6.4) 

where ὼὬ, ώὬ,ᾀὬ are the coordinates and ὺ1Ὤ, ὺ2Ὤ,ὺ3Ὤ are displacements at any point of the 

element h and ὼὭ,ώὭ,ᾀὭ are the coordinates of i
th
 nodal point, and ὺ1Ὥ,ὺ2Ὥ,ὺ3Ὥ,Ὥ= 1,ȣ,8 are the 

displacements of the element nodes i.  For an element m, eqn. (6.4) can be rewritten in matrix 

form as, 

○ά = ╗(ά)╥              (6.5) 

where the superscript m denotes the m
th
 element and V is a vector of global displacement 

components at all nodal points.  Based on definition of strain (eqn. (5.7)), the strain vector can be 

described as, 

Ⱡά = ║(ά)╥                 (6.6) 

The columns of ╗(ά)  and ║(ά)  consist of zero elements if they correspond to a degree of 

freedom not defined for element m.   

Incremental generalized Hookeôs law is used to deal with the non-linear material properties, 

Ɑ= ╒Ⱡ                (6.7) 

where ╒ is the incremental material matrix, which is evaluated by further differentiation as, 
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╒= ὅijrs = (‬„ὭὮ‬‐ὶίϳ + ‬„ὭὮ‬‐ίὶϳ )/ 2                                           (6.8) 

For a static problem, performing assemblage process, the virtual displacement theorem gives the 

equilibrium relations, 

 В ᷿ Ⱡά Ɑά
ὠά

Ὠὠάά = ᷿ ╥ά █ὄ
ά

ὠά
Ὠὠά +  

 В ᷿ ╥Ὓ
(ά)
█Ὓ

(ά)

Ὓ(ά) ὨὛ(ά)
ά + В╥Ὥ╕ὭὅὭ            (6.9) 

where ╥ are the virtual displacements and  █ὄ is external body forces, █Ὓ is external surface 

tractions, and ╕Ὥὅ is concentrated load.   

Using equations (6.5), (6.6), and (6.7), the governing finite element matrix equations can be 

obtained [p87-90, 5], 

KV=R-F             (6.10) 

Where R is external load vector, F is concentrated load, matrix K is the stiffness matrix of the 

element assemblage.  

In our study, the loads are time-dependent, the inertia forces need to be considered; i.e., a 

truly dynamic problem needs to be solved.  Applying dôAlembertôs principle, the element inertia 

forces can be simply included as part of the body forces.  The dynamic equilibrium equations are 

lead to [p165, 3], 

╜╥+ ╚╥= ╡ ╕           (6.11) 

where R, F and V are time dependent, the matrix M is the mass matrix of structure. 

Applying pseudo-steady-state assumption, which means that the system is in steady state at a 

discrete time point, the solution to the governing equilibrium conditions (eqn. (6.11)) will be 

obtained using modified Newton-Raphson iteration [p493,  3], for i=1, 2, 3,..., 

╜ὸ+Ўὸ ╥(Ὥ) + ╚Ўὸ+Ўὸ ╥(Ὥ) = ╡ ╕(Ὥ1)ὸ+Ўὸὸ+Ўὸ         (6.12) 

╥(Ὥ)ὸ+Ўὸ = ╥(Ὥ1) + Ў╥(Ὥ)ὸ+Ўὸ                      (6.13) 
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The latest estimates for the nodal point displacements are used to evaluate the corresponding 

element stresses and nodal point forces ╕(Ὥ1)ὸ+Ўὸ .  The iteration will be repeated until 

convergence is obtained. 

6.1.2   3D Finite Element Method for the Fluid Model  

The governing equations for fluid model described in Chapter 5 can be rewritten as, 

”
‬όὭ

‬ὸ
+ όὭ,ὮόὮ όὫὮ = „ὭὮ,Ὦ    (Momentum)                                          (6.14) 

where  „ὭὮ= ὴ‏ὭὮ+ 2‘‐ὭὮ              (6.15) 

 όὭ,Ὥ= 0 (Continuity)                                        (6.16) 

The finite element equations will be obtained by establishing a weak form of the governing 

equations using Galerkin method [4].  The momentum equations are weighted with the velocities, 

the continuity equation is weighted with pressure.  By integrating over the computational domain 

V, and performing integration by parts, we obtain the following weak form of eqn. (6.14) & (6.16) 

[p677, 3], 

᷿ όὭ”
‬όὭ

‬ὸ
+ όὭ,ὮόὮ όὫὮὠ

Ὠὠ+ ᷿ ‐ӶὭὮ„ὭὮὨὠὠ
= ᷿ όὭ

ὛὪὭ
ὛὨὛ

ὛὪ
 (Momentum)   (6.17) 

where prescribed tractions ὪὭ
Ὓ on the surface  ὛὪ, 

„ὭὮὲὮ|ὛὪ= ὪὭ
Ὓ             (6.18) 

᷿ ὴӶόὭ,ὭὨὠὠ
= 0  (Continuity)                    (6.19)  

To employ the finite element methods for incompressible fluid flow analysis, the inf-sup 

condition should be satisfied [3, 6].  Let Ph be the finite element space of the pressures with ph Í 

Ph, Vh be the finite element space of the velocities with vh Í Vh (the subscript h denotes the 

element).  Then the inf-sup condition is given by, 
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0supinf
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ÖÐñ
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VvPp vp

dVvp

hh
hh

                                                                          (6.20) 

where ɓ is a mesh-independent constant [3].  If this condition is satisfied, the elements will be 

optimal for the velocity and pressure interpolations; that is, the numerical scheme will be stable.  

In this situation, 3D tetrahedral (4-node) Flow-Condition-Based-Interpolation (FCBI) elements 

will be employed.  Fig. 6.2 shows a 4-node element.  All variables are defined at the corner 

nodes while the center node 0 is an auxiliary node where only defines the velocity.       

 

Figure 6.2 3D tetrahedral (4-node) FCBI elements using for Galerkin formulation. 

 

The interpolation functions hi corresponding to node i for 4-node tetrahedral element are, 

h1 =1-r-s-t, h2=4, h3=s, h4=t, h0=h1h2h3h4                                                       (6.21) 

where r,s, and t are isoparametric coordinates.  For an element, Vh, the solution variables are 

interpolated as, 

ὴὬ= В ὴὭ
4
Ὥ= 1 ὬὭ                                            (6.22)  

◊Ὤ= В ◊Ὥ
4
Ὥ= 0 ὬὭ                                         (6.23) 

where pi stands for the nodal pressure and ui denotes the nodal velocity.   
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Applying proper boundary conditions and assembling all elemental contributions together, 

the nonlinear finite elements equations for fluid model will be obtained [p678, 3], 

╜ ╤
╟

+
╚ ╚▬

╚▬
╣

╤
╟

=
╡

              (6.24) 

where U denotes vectors of global velocity and P lists all pressure at all nodal points, ╤ denotes 

the derivative of velocity with respect to time t, ╡ is the load vector.  Using Euler backward 

integration and Newton-Raphson iteration method to perform incremental analysis to obtain the 

solution iteratively by solving linearized algebraic equations, as follows [835, 3], 

╚ ╚▬

╚▬
╣

(◄+Ў◄) (░ )

+
Ў◄

╜ Ў╤(░)

Ў╟(░)
=

╡◄+Ў◄ ╜ ╤(░ )(◄+Ў◄)

╟(░ )(◄+Ў◄)
+

╚ ╚▬

╚▬
╣

(◄+Ў◄) (░ )
╤(░ )(◄+Ў◄)

╟(░ )(◄+Ў◄)
   (6.25) 

╤(░)(◄+Ў◄)

╟(░)(◄+Ў◄)
=

╤(░ )(◄+Ў◄)

╟(░ )(◄+Ў◄)
+ Ў╤(░)

Ў╟(░)
                       (6.26) 

 

6.1.3   Fluid-Structure Interaction s   

In FSI solving process, the fluid and solid equations will be solved individually at each time 

step.  At each time step, the fluid model and solid model will solve individually using the latest 

information provided by the other part.  Which means the fluid model will be solved with the 

latest displacement and velocity conditions provided by the solid part of the last time step.  The 

obtained stress, pressure will be employed as boundary and loading condition for structure model 

for the next time step.  These two steps will be repeated until the final time step is reached.  This 
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iterative FSI Coupling solution method requires less memory than the Direct FSI Coupling 

method.  Therefore, iterative FSI coupling method is more adequate in our case.  

 

6.2   ADINA Package 

ADINA system has been used widely in many fields of application, including the automotive, 

aerospace, manufacturing, nuclear, and biomedical industries, civil engineering applications, and 

research.  Especially, in real life, ADINA system has been tested by hundreds of applications and 

has been used by Tang to solve many FSI models [3-4, 60-61, 63, 66, 70-71]. 

The ADINA system offers a one-system program for comprehensive finite element analyses 

of structures, fluids, and fluid-structural interactions. The system consists of the following 

modules, 

ADINA -AUI: The ADINA User Interface program (AUI) provides complete pre- and post-

processing capabilities for all the ADINA solution programs. 

ADINA -M: The ADINA Modeler (ADINA-M) is an add-on module to ADINA-AUI that 

provides solid modeling capabilities and direct integration with all other Parasolid-based CAD 

systems. 

ADINA: The premium finite element program for linear and highly nonlinear analyses of 

solids and structures. 

ADINA -F: Computational Fluid Dynamics (CFD) program for the analysis of compressible 

and incompressible flow with state-of-the-art capabilities for moving boundaries and automatic 

remeshing. 

ADINA -T: Module for the heat transfer analysis of solids and field problems. 
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ADINA -FSI: The ADINA-FSI program is the leading code used by industries for fully 

coupled analysis of fluid flow with structural interactions problems.   

ADINA -TMC: This module provides capabilities for thermo-mechanical coupled (TMC) 

analysis, including analysis of contact with heat transfer.  

In this project, ADINA-FSI module was selected to analyze coupled fluid flow with 

structural interactions.  A batch of programming commands was written into two input files (.in 

file) for the creation of structure and fluid models, respectively, and ADINA-AUI module was 

used to load these two .in files to generate .dat files for running ADINA -FSI program.  The detail 

build up procedure are presented as follows. 

 

6.3   Build -Up Procedure Using ADINA 

6.3.1   Geometry Creation 

The geometry consists of points, lines, surfaces, and volumes, which are generated under 

ADINA computing environment.  The details of the procedure are described in Chapter 4.   

  

6.3.2   Physical Model Generation 

Physical properties, such as material properties, initial conditions and boundary conditions 

are necessary to be specified before the FSI simulation.   

 

6.3.2.1   Material  Properties Assignment 

The physical properties were assigned to the geometry model directly.   
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Solid Model:  The artery wall and plaque components were assumed to be hyperelastic, isotropic, 

incompressible and homogeneous.  Different material properties can be assigned to each volume 

to reflect the complexity of biological tissues. 

Fluid model: The blood flow was assumed to be laminar, viscous, incompressible and 

Newtonian.   

 

6.3.2.2   Element Group Generation 

Before generating elements, the element groups for solid and fluid model need to be defined.  

An element group can be regarded as a container for elements which share certain common 

attributes, e.g. material, kinematics formulation, numerical integration order, interpolation 

formulation, results output [4].   

Solid Model:  The 3D solid element groups with Mooney-Rivlin material model were used 

for describing the material properties of vessel wall and all components.  The following material 

parameters values were chosen in this study to describe the material: Vessel wall/fibrous cap, 

c1=36.8kPa, D1=14.4kPa, D2=2; Calcification, c1=368kPa, D1=144kPa, D2=2.0; Lipid 

core/hemorrhage, c1=2kPa, D1=2kPa, D2=1.5.   

Fluid model:  The density of the blood was assumed to ”= 1 Ὣɇὧά 3 and the viscosity was 

assumed to be 0.04 Ὠώὲɇὧά 2.      

 

6.3.2.3   Mesh Generation 

After selecting the 3D element types (3D Solid/3D Fluid for solid/fluid model) for the 

volumes, the mesh density was assigned by specifying the proper numbers of division along the 
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edges of volumes.  Finer mesh were used for thin plaque cap, bifurcation and components with 

sharp angles to obtain better resolution and handle high stress concentration behaviors.  

 Numbers of volumes and elements used for this patient-specific models are:  Normal 

(fibrous) tissue: volumes: 298, elements: 95,296; lipid core: volumes: 5, elements: 2688; Fluid: 

volumes: 30, elements: 315,648.  Total volumes for the whole model: 333; total elements: 

413,632.   

 

6.3.2.4   Initial Conditions/Boundary Conditions 

Solid model: Specified the inner boundary of vessel wall as the fluid-structure boundaries 

using ADINA command ñFSBOUNDARYò.  The blood vessel was tethered by the surrounding 

tissue at in vivo state.  Therefore, we should add some constraints on the vessel wall.  Prescribed 

displacement, which was defined by shrinkage rate of blood vessel, was specified to the surfaces 

at inlet and outlet position to apply loading using the command ñLoad Displacementò.   

Fluid model: Specified the outer boundary of the fluid domain as the fluid-structure 

boundaries.  Flow velocity at the flow-vessel interface was set to move with vessel wall (non slip 

condition).   The pressure conditions were specified at inlet (CCA) and outlet (ICA and ECA).  In 

this study, patient-specific pulsating arterial pressure (Section 5.5) was imposed.   

 

6.3.2.5   Analysis Control  

Additionally, the following control data are needed for a successful FSI simulation, 

1) Master degrees of freedom: In this project, we provide only X-translation, Y-translation, Z-

translation degrees of freedom, while rotation is prohibited.  
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2) Time function: The time function is used for applying time-dependent loads or gradually 

increasing loads.   

3) Time step: The time step sequence is assigned to control the time/load-step increment.  The 

assignment of time step should satisfy CourantïFriedrichsïLewy condition (CFL condition).   

4) Solution control variables: The iteration method, maximum number of iterations, iteration 

tolerance, and the output information are all necessary.           
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7. Validation of ADINA Software and Computational Models 

Computational models and software need to be validated so that they can be used to make 

reliable predictions.  In this chapter, validation results for the commercial software package 

ADINA and our computational 3D FSI models are provided by comparing (1) the analytic 

solutions with numerical solutions obtained by ADINA and (2) computational results from 3D 

FSI model with the experimental data
*
.   Details are given below. 

 

7.1   Validation of ADINA Software by Analytic Solutions 

Two hydrodynamic models having analytical solutions were used to validate the software.  

Both models are simplified versions of our full 3D models.  

 

7.1.1   A Steady Flow in a Cylindrical Tube  

7.1.1.1   Analytical Solution 

Let us consider an incompressible steady flow in a uniform rigid tube with length L and inner 

radius r as shown in Fig. 7.1 (L>> r).  The gravitational effect (a body force) was ignored.   

 

Figure 7.1. Laminar flow in a cylindrical tube. 

In cylindrical coordinate system, considering the symmetry, the Navier-Stokes equation is 

simplified as, 

                                                
* The experimental results reported here was done by Prof. Tangôs group, and published in 2003, 2004 [38, 39, 63, 

71].  

 

O 
z 
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where p is the pressure, u is the velocity, ɖ is viscosity of fluid.  The continuity condition 

requires, 

Ћu

‬ᾀ
= 0                                                                                         (7.4) 

Applying non slip boundary conditions, the model has a solution 

ό=
Ὠὴ

Ὠᾀ

(Ὑ2 ὶ2)

4–
                                                                         (7.5) 

This is the famous parabolic velocity profile of the Hagen-Poiseuille flow [19, 47].  

 

7.1.1.2   Comparison between Numerical and Analytical Solutions 

A fluid flow through a rigid tube of length 10 cm, radius 0.3cm was considered.  The flow is 

assumed to be laminar, viscous, incompressible and Newtonian.  The viscosity of the fluid is 

4×10
-3
NĀs/m

2
, and the pressure gradient  

Ὠὴ

Ὠὤ
  is set to be 0.0625 mmHg/cm.  The incompressible 

Navier-Stokes equations are used as governing equations.  The simulation was performed using 

ADINA.   

Mesh analysis was performed first to obtain numerical solutions which are mesh-independent 

and to determine mesh size to be used in the validation.  The baseline element edge length in 

radius and longitudinal directions was set as 0.05cm.  The element edge lengths of Mesh 2 and 

Mesh 3 in radial direction were decreased to 0.025 and 0.0125 cm.  Flow velocity (v) values (at 

ɗ=0, z=5) corresponding to different r positions for the three meshes are listed in Table 7.1.  The 

differences between solutions from Mesh 1 and Mesh 2,  and from Mesh 2 and Mesh 3 are 
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0.19% and 0.05%, respectively, as measured by l2-norm.  Therefore the solution is mesh-

independent.  We also tried tubes of different length (length=20 cm, 40 cm) with the same 

pressure gradient.  No difference in the velocity prediction was found. 

Points 1 2 3 4 5 6 7 

r (cm) 0.00 0.05 0.10 0.15 0.20 0.25 0.30 

Mesh 1: Edge 

length=0.05  
45.76 44.08 40.31 34.01 25.19 13.85 0.00 

Mesh 2: Edge 

length=0.025  
45.45 44.08 40.31 34.01 25.19 13.85 0.00 

Mesh 3: Edge 

length=0.0125 
45.37 44.08 40.31 34.01 25.19 13.85 0.00 

Table 7.1 Comparison of solutions from three meshes. 

Using the baseline mesh (Mesh 1), comparison between numerical velocity vn and analytical 

velocity va is presented in Table 7.2 and Fig. 7.2.   The obtained l2-norm of vn and va are 18.10 

and 18.66, respectively.  The relative error is 3.01% obtained by using the formula as follows, 

Ὡὶὶέὶ=
ᴁἾn Ἶaᴁ2

ᴁἾaᴁ2
× 100%        (7.6) 

The numerical solutions match analytical solutions very well.  

 

Points 1 2 3 4 5 6 7 

r (cm) 0.00 0.05 0.10 0.15 0.20 0.25 0.30 

Analytical 

velocity (cm/s) 
46.87 45.57 41.66 35.15 26.04 14.32 0.00 

Numerical 

velocity (cm/s) 
45.76 44.08 40.31 34.01 25.19 13.85 0.00 

Table 7.2 Comparison of velocity profiles between numerical solution and analytical solution. 
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Figure 7.2. Numerical velocity profiles of a Poiseuille flow showing good agreement with 

analytical results. 

 

7.1.2   Unsteady Flow in Thin Elastic Cylindrical Tube  

 Pulsatile flow in a uniform, long and thin elastic tube was chosen to validate the precision of 

computational results obtained under ADINA environment.  The analytic solution for the 

velocity and wall motion can be obtained with Womersley theory [47, 75, 78].  The theoretical 

frame is introduced briefly in the following sections. 

 

7.1.2.1   Fluid and Solid Models 

Assume the wall is thin and composed of elastic, isotropic and homogeneous material.  

Under pulsatile loading condition, the wall deformation is small. With the above assumptions, 

the equations for wall motion are given by 

 ”Ὄ
‬2‚

‬ὸ2
ὴ+

ὉὬ
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Ὑ

‬‚

‬ᾀ
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in which ɝ  is radial displacement, ‒ is the longitudinal displacement, E is Youngôs modulus, and 

ů and H are Poissonôs ratio and thickness of the wall, respectively, p is the pressure, ɤ is the 

circular frequency of the oscillation. 

 Assume the fluid is laminar, incompressible, viscous and Newtonian flow.  Navier-Stokes 

equations using cylindrical coordinate system was employed as the governing equations of fluid 

model. 

The following assumptions were added to simplify the models. 

1) The translation accelerations ό
‬ό

‬ᾀ
+ ὺ

‬ό

‬ὶ
 , ό

‬ὺ

‬ᾀ
+ ὺ

‬ὺ

‬ὶ
 are much smaller than translation 

acceleration 
‬ό

‬ὸ
 , and 

‬ὺ

‬ὸ
 respectively.  Therefore, the nonlinear translation accelerations can be 

omitted. 

2) The radius of vessel is much less than pulse wavelength, that is  

‫2Ὑ2

ὧ2
=

4“2Ὑ2

‗2
Ḻ1                                                                                          (7.9) 

where R is radius of vessel, c is pulse wave velocity, ɚ is pulse wavelength.  Based on this 

assumption, 
‬2ό

‬ᾀ2, and 
‬2ὺ

‬ᾀ2 can also be omitted. 

The obtained linear Navier-Stokes equations are as follows,  
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where u is the longitudinal velocity and v is radial velocity, p is pressure, ɟ is density and ɖ is 

viscosity of fluid, t stands for time. 

In large tube, Womersley number Ŭ is larger than 1, according to assumption 2), we have  
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Using equation (7. 9) & (7. 13), the blood wall motion equations can be simplified as following,  

”Ὄ
‬2‚

‬ὸ2
=
ὴ

Ὄ
+

ὉὬ

Ὄ1 „2

„

Ὑ

‬‚

‬ᾀ
+
‚

Ὑ2                                                                      (7.14) 

”
‬2‒

‬ὸ2
=

ὉὬ

Ὄ1 „2

‬2‚

‬ᾀ2 +
„

Ὑ

‬‚

‬ᾀ

–

Ὄ

‬ό

‬ὶ ὶ=Ὑ

ὑ

Ὄ
‒= 0                                        (7.15) 

where ὑ= ”Ὄ‫2 . 

Non slip conditions was employed at vessel wall, in addition, considering the symmetry of 

flow at the centre of the tube (r=0), the boundary conditions were given as follows, 

‬‒

‬ὸ
= ό|ὶ=Ὑ                                                                                              (7.16) 

‬‚

‬ὸ
= ὺ|ὶ=Ὑ                                                                                               (7.17) 

ὺ|ὶ=έ= 0                                                                                        (7.18) 

‬ό

‬ὶ
|ὶ=0 = 0                                                                                               (7.19) 

 

7.1.2.2   Comparison of Analytical and Numerical Solutions 

To validate numerical solution, velocity profile was selected to be investigated.  Here is an 

illustration.  We considered the fluid flow through an elastic tube of length 10 cm, outer radius 

0.4 cm, thickness 0.05cm.  The viscosity of the fluid is 4×10
-3
NĀs/m

2
, the density of the fluid is 1 

g/cm
3
, and the fluid flow is governed by the given pressure (Fig. 7.3) at the ends of the tube.   
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Figure 7.3. Pressure conditions specified at the inlet and outlet used in the FSI model. The inlet 

pressure is given by Pin=(1.33+0.1cos(2“t)) kPa; The outlet pressure is given by Pout=1.33kPa. 

 

The analytical solution of flow velocity in longitudinal direction in this problem is [77],  

 ό=
ὃzὙ2

Ὥ‌2–
1

ὐ0 ‌ώὭ
3/ 2

ὐ0 ‌Ὥ
3/ 2

ὩὭ‫ὸ                                                          (7.20) 

where ‌= Ὑ
”‫

–
 is Womersley number; y is fractional radius, y=r/R; J0 is a Bessel function of 

the first kind of order zero and complex argument; A
*
 is defined in  

‬ὴ

‬ᾀ
= ὃᶻὩὭ=‫ὸ; ɤ

2“

Ὕ
 is the 

angular frequency in radian/sec of the oscillatory motion, with T the period.  The comparison 

between analytical and numerical solution is given in Fig. 7.4, and the average value of relative 

error is less than 10%.   
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Figure 7.4. Numerical velocity profiles of a periodically pulsatile blood flow in an elastic 

cylindrical tube matches analytical results well.  Profiles are plotted for phase angle steps of 

ȹɤt=18
o
. 

 

7.2 Validation of Computational FSI Model by Experimental Data [38-39, 63, 71] 

Prof. Tangôs group has introduced a series of experimental and computational models to 

investigate blood flow in stenotic arteries [38-39].  The experimental data has been compared 

with numerical results for validation [63, 71].  Straight PVA hydrogel tubes, whose mechanical 

properties are close to human carotid arteries, with stenosis were used to simulate the 

atherosclerotic carotid artery (Fig. 7.5).  Steady flow was perfused through the stenosis tube.  

Analytica l Solution

Adina Solution
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Two constant head reservoirs were settled for the upstream and downstream pressures.  The 

working fluid used was water at room temperature.  Sagittal and cross section images were 

recorded by duplex ultrasound scanning for comparison. 

 

Figure 7.5. The asymmetric stenotic tube geometry [63, 71] . 

 

7.2.1   Determination of Material Parameters  

Uniaxial stretch test and compression testing were conducted to measure the material 

properties of the PVA hydrogel.  A solid cylindrical rod (80mm long with 10 mm diameter) made 

of the same PVA hydrogel was used for stretch test.  The rod was stretched from ɚ=1 to ɚ=1.4, 

where ɚ is stretch ratio and relaxed with the speed of 33 mm/min.  In the compression test, the 

cylindrical PVA hydrogel rod was compressed from ɚ=1 to ɚ=0.6 and relaxed with the speed of 

9.2 mm/min.  Test was repeated several times and data were averaged for better accuracy.  

Stress/stretch relations for both positive and negative stress portions are presented in Fig. 7.6.  To 

describe the material, the 3D Mooney-Rivlin model is selected (Section 5.2).  The parameters, 

c1=4.6 kPa, c2=0, D1=3 kPa, D2=2.0 were chosen, the agreement with experimental stress/strain 

relations is good (Fig. 7.6).  This agreement indicates that Mooney-Rivlin model with the 

selected parameters are good choices for wall material. 

(a) The Asymmetric Stenotic Tube, S0=70%, Ecc=50% (b) Ultrasound Image of the Deformed Stenotic 

Tube
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Figure 7.6. Mooney-Rivlin material curve matches experimental stress/strain relations well. 

 

7.2.2   Comparison for Wall Deformation 

In vitro experiments were conducted using PVA tube with a 70% stenosis and 50% 

eccentricity under 100 mmHg upstream pressure and the downstream pressure decreased from 90 

to 0 mmHg to observe and quantify wall deformation.  Ultrasound images were digitized to be 

compared with numerical results.  Comparison of numerical and experimental results of tube 

inner shape under three different pressure conditions is given by Fig. 7.7.  The agreement is 

good. 
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Figure 7.7. Validation: Comparison of numerical and experimental results for wall deformation. 

 

7.2.3   Comparison of Flow Rate 

Flow rates were measured experimentally under two sets of pressure conditions with two 

stenosis severities: the inlet pressure is 70 mmHg and 100 mmHg and the outlet pressure varies 

from 70 to 0 and 100 to 0 mmHg with increments of 10 mmHg.  The stenosis is 70% and 75% 

respectively with 50% eccentricity.  Numerical simulations were performed and compared with 

experimental data shown in Fig. 7.8.  The difference between numerical data and experimental 

results for flow rate were less than 5%. 

 

Figure 7.8. Validation: Computational flow rate (4 sets of data) show very good agreement with 

experimental measurements. 

 

+: experiment, Pout=10mmHg                                       o: experiment, Pout=70mmHg

x: experiment, Pout=90mmHg                                        _: numerical results

Z=1.6 cm Z=6.4 cm
Pin=100 mmHg, St=70%, Ecc= 50%



71 

 

7.3 Conclusion 

In this chapter, a steady and laminar flow through a rigid tube, a pulsatile flow through an 

elastic tube, and experimental results of wall deformation and flow rate with stenosis tube were 

introduced to validate proposed FSI models solved using ADINA package.  The results indicate 

that ADINA package is capable of dealing with FSI problems with acceptable errors compared 

with analytic solutions and experimental measurements. 
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Part IV.  Results 
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8. Quantifying Vessel Material Properties 

8.1  Introduction  

It should be noted that in order for a computational human carotid plaque model to be 

physiologically realistic and its results to bear biological relevance and significance, it is 

necessary to use real human carotid plaque material properties [56].  Dr. Tangôs studies 

demonstrate that stiffness variations of plaque components (50% reduction or 100% increase) 

may affect maximal stress values by 20-50% [69].  Therefore, material property of an 

atherosclerotic artery is critical for the accuracy of computational models.  However few can be 

found from the current literatures, which provide sufficient information that can be employed in 

the 3D FSI computational model.  In this chapter, a method using MRI images under in vitro 

pressurized conditions and Least Squares Approximation Method is introduced to determine 

vessel material parameters.  3D MRI-based FSI computational models were used to evaluate the 

effects of material properties on flow and wall stress/strain behaviors.  The results in this chapter 

have been reported in [33-34]. 

Using MRI will minimize the trauma to the specimen.  To our knowledge, this is the first 

attempt to quantify vessel mechanical properties using MRI images and incorporate that with 3D 

FSI modeling to perform mechanical analysis.  The procedure has the potential to be 

implemented under in vivo condition for non-invasive measurement of material properties and 

assessment of plaque vulnerabilities.   
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8.2  MRI data acquisition, Method and Model  

8.2.1   Data Acquisition under Pressurized Condition 

MRI data was obtained by Dr. Zhengôs group using protocol approved by Washington 

University Institutional Review Board with informed consent obtained where applicable.  Fresh 

specimens were obtained from the autopsy division of the Department of Pathology.  MRI study 

was conducted immediately after obtaining the specimens.  The specimen was connected to both 

the insertion catheters of the newly assembled pressure phantom (Fig. 8.1) and tied with suture 

thread.  The artery was not stretched along the vessel axis, or along the radial direction.  A flow 

circulation was added to allow blood mimicking fluid (Model 046, CIRS Tissue Simulation & 

Phantom Technology, Norfolk, Virginia) to circulate the artery specimen.  The inner pressure, 

which can be changed, was induced by air compression through a syringe.   

 

Figure 8.1. View of the MR compatible specimen chamber. The vessel specimen was mounted on 

cannulas and pressurized to desired pressure. The cannula on each side was connected to an end 

cap that can be connected to a long plastic tube with fluid flow. (a) side view; (b) closer detailed 

view; 

 

MRI study was performed by using a small volume coil with a diameter of 3.5 cm in a 3 

Tesla clinical MR system (Algrea, Siemens Medical Solution, Erlangen, Germany).  Five MR 

imaging sessions under different pressure conditions (no flow) were obtained.  Each imaging 

(a) The in vitro setup of plaque-phantom, side view.    (b) Closer detailed view. 

Air  
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session involved multi-contrast (T1, T2, and PD) MRI imaging that included conventional spin-

echo data acquisition along the cross sections of the artery.  Each 3D MRI data set consisted of 

24 2D slices with high resolution (FOV=28×28 mm
2
, matrix size: 512×512; resolution: 

0.055×0.055 mm
2
; slice thickness = 1 mm).  Fig. 8.2 gives the MR images of a selected slice 

(slice 12) under 5 pressure conditions and reconstructed 3D geometry of the specimen.  

 

Figure 8.2. Ex vivo 2D MRI image of human carotid artery and 3D reconstruction. (a) MR 

images (slice 12) of a coronary artery segment under 5 pressure =0, 36, 52, 89, 134 mmHg; (b) 

Reconstructed 3D geometry of the sample vessel. 

 

Segmentation was done to get the lengths of inner and outer boundaries by a self-developed 

software package Atherosclerotic Plaque Imaging Analysis (APIA) written in Matlab 

(MathWorks, MATLAB, Natick, MA).  

 

8.2.2   Parameter Determination of Mooney-Rivlin Model  

The 3D non linear modified Mooney-Rivlin (M-R) model was selected to describe the 

material properties of the vessel wall and plaque components.  The strain energy density function 

0mmHg           36 mmHg               52 mmHg                 89 mmHg               134 mmHg  
(a) MR image (slice 12) of a coronary artery segment under 5 pressure conditions 

(b) Reconstructed 3D geometry of the sample vessel 
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was given by eqn. (5.8), where ci, Di are material parameters to be chosen to match MRI 

measurements.   

The Least-Squares Approximation Method is used to find the proper parameters for M-R 

model to fit the MRI data obtained under 5 pressure conditions.   The relationship between the 

circumferential wall stress and the flow pressure can be derived from the Laplace law [20], 

p=T/r,                                                                                                                 (8.1) 

        T= ůh,                                                                                                                (8.2) 

ů =pr/h,                                                                                                              (8.3) 

where T is tension in the arterial wall, ů is the mean circumferential stress, p is pressure, h is the 

tube wall thickness, r is the average vessel radius.  Based on MR images (Fig. 8.2) under 

different pressure (slice 12 was selected), vessel radii were obtained approximately by using 

inner and outer perimeters since the vessel was not axis-symmetric, 

rin=Cin/2ˊ                                                                                                            (8.4) 

rout=Cout/2                                                                                                           (8.5) 

rav=(rin+rout)/2                                                                                                     (8.6) 

h= rout - rin                                                                                                           (8.7) 

ɚ= r/r1                                                                                                                 (8.8) 

Circumferential stress ůi (i=1,2, é, 5) corresponding to each pressure condition pi was obtained 

using eqn. (8.3), vessel radius and wall thickness were determined using eqn. (8.4)-(8.7).   

The uni-axial stress/stretch relation for an isotropic material is obtained from eqn. (5.8) [3-4, 

20], 

„=
‗‬ὡ

‬‗
= ὧ1 2‗2 2‗1 + ὧ2 2‗ 2‗2 + Ὀ1Ὀ2 2‗2 2‗1 ὩὈ2(‗2+ 2‗ 1 3)          (8.9) 

where ů is the uni-axial Cauchy stress, ɚ is the stretch ratio. 
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A parameter-reduction procedure was used to determine the four parameters in eqn. (8.9) so 

that the predicted stress-stretch curve would have a ñbest fitò to the MRI-measured data set {(ůi , 

ɚi), i=1,é,5).  According to our past experience, c2 was set to zero.  Then for each fixed D2 

value, the Least-Squares Approximation Method was used to determine c1 and D1. Let, 

X1 = 2‗2 2‗1                                                                                                (8.10) 

X2 =Ὀ2 2‗2 2‗1 ὩὈ2(‗2+ 2‗ 1 3)                                                                     (8.11) 

eqn. (8.9) leads to 

ů
*
 = c1X1 + D1X2                                                                                             (8.12) 

Define the error function, 

Ὢc1,D1 = „Ὥ
ᶻ „Ὥ

2ὲ

Ὥ=1
= c1i X1i + D1i X2i ʎi

2ὲ

Ὥ= 1
                        (8.13) 

where ůi was calculated from eqn. (8.3).  Least- Squares Approximation Method is used to find 

the parameters to minimize the function f.  The minimum value of f occurs when all partial 

derivatives are simultaneously zero, that is, 
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Hence, the best parameters were chosen by solving the equations, 
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                                                               (8.15) 

For D2 values from 0.5 to 12 with 0.1 increments, we got c1, D1 parameters from each D2 value.   

Fig. 8.3(a) shows the errors have no significant change with different D2, which indicates that 

for different D2 values, c1 and D1 can be chosen to get about the same approximation level as 
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measured by the errors. A parameter value set was chosen (c1= -47.1 kPa, D1=40.9 kPa, D2=2.0) 

which gives the best fit to the (ůi , ɚi) data set.  The obtained parameter will be further used for 

3D FSI model based on the MR images. The predicted deformation will be compared with the 

MR Image with the same pressure loading and the values of parameters will be adjusted until the 

best match is obtained.  Finally, the parameters were chosen to be c1=-31.8kPa, D1=27.6 kPa, 

D2=2.0. Fig. 8.3(b) shows the stress-stretch curve fitting MRI data and errors from the 3D FSI 

model.  Tube radii and errors are given in Table 8.1. 

 

Figure 8.3. The Curve of errors from Least Squares Methods under different D2 values and 

Stress-stretch curve derived from the M-R model using 3D FSI model has good agreement with 

MRI data.  

 

Pressure P1 P2 P3 P4 P5 

RMRI (cm) 0.2957 0.3061 0.3267 0.3422 0.3565 

RFSI (cm) 0.2957 0.317 0.3256 0.342 0.3567 

Rel Error % 0 3.54 -0.33 -0.04 0.05 

Table 8.1. Radii and errors from the 3D FSI model using adjusted material curve.  RMRI is the 

average radius; RFSI is the radius obtained using the 3D FSI model.  

 

(b)Stress-strain curve 

Max=14.35 

Min=14.20 

(a) Curve of errors 
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8.3   Effects of Material Stiffness 

Simulations were conducted using 3D MRI-based FSI model to investigate the effects of 

material properties on flow and stress/strain characteristics.  It is essential to perform sensitivity 

analysis of the material parameters included in the Mooney-Rivlin model.  Starting from baseline 

model, c1 and D1 values were doubled from Case 0 (c1=-31.8 kPa, D1=27.6 kPa, D2=2.0) to Case 

10 (c1= -63.4 kPa, D1=55.2 kPa, D2=2.0) in 10 even steps with about 100% stiffness increase.  

The pressure conditions for all cases were set as follows: upstream pressure pin=110 mmHg, 

downstream pressure pout =109mmHg.  The corresponding flow rate was 17.53 ml/s for Case 0. 

Band plots of flow max-shear-stress (MSS) and structure maximum principal stress/strain 

distributions (Stress-P1/Strain-P1) are shown in Fig. 8.4. When stiffness increased 100%, 

maximum values of Stress-P1 decreased by 22.2%; maximum values of Strain-P1 decreased by 

40.5%. While changes in flow characteristics were much less noticeable: MSS was decreased by 

2.37%, maximum flow velocity was decreased by 8.18% due to higher resistance from a 

narrower vessel.  
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Figure 8.4. Plots of Stress-P1, Strain-P1, Max-Shear-Stress distribution from 2 cases (Case 0 & 

Case 10). (a)-(b) Stress-P1 ; (c)-(d) Strain-P1;(e)-(f) Max-Shear-Stress. 

 

Fig. 8.5 shows Stress-P1, Strain-P1 and MSS tracked at a site on slice 12. TP1 was chosen for 

tracking Stress-P1/Strain-P1 and TP2 was chosen for tracking MSS.  Stress-P1 decreased by 

12.5%, Strain-P1 decreased by 48%, and MSS was almost unchanged as material stiffness 

increased 100%.   

(a) Stress-P1,  

(e) Max-Shear-Stress (MSS) 

Max=97.35 kPa 

Min=31.35kPa 

Max=0.336 

Min=0.137 

Max=48.54 dyn/cm2 

(b) Stress-P1, Stiffer case 

Max=0.200 Min=0.077 

Max=75.75kPa 

Min=30.08kPa 

Max=47.39 dyn/cm2 

(c) Strain-P1,  (d) Strain-P1, Stiffer case 

(f) MSS, Stiffer case 

Min                                                              Universal scale                      Max 
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Figure 8.5. Flow and stress/strain values at tracking points vary with material stiffness 

parameter changes.  Horizontal label indicates 11 cases (from Case 0 to Case 10). (a) Stress-P1 

and position of tracking points on slice 12; (b) Strain-P1 tracked at TP1; (c) Stress-P1 at TP1; (d) 

MSS at TP2. 

 

This quantitative study shows that structure Stress/Strain variations are sensitive to the 

material stiffness. The findings suggest that obtaining accurate material properties is very 

important for the accuracy of computational simulations and predictions, especially for structure 

stress/stain analysis.  Flow variables are less sensitive to material stiffness variations.   

 

 

TP1 

TP2 

Max=0.190 

Min=0.105 

(a) Tracking Points (b) Strain-P1 from TP1 

Max=43.42 

Min=38.00  
Min=42.57 

Max=42.99 

(d) MSS from TP2 (c) Stress-P1 from TP1 
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8.4 Discussion and Conclusion 

Vessel material property is an important integrated part of FSI models.  Itôs critical for the 

computational results and risk analysis for plaque vulnerability assessment.  The method 

presented in this chapter is the first attempt combining MRI data obtained under pressurized 

conditions and 3D computational modeling to determine parameter values in material models so 

that the 3D vessel deformation has the best fit with MRI measurement.  It may have the potential 

to be extended to in vivo applications.  In addition, effects of material properties on flow and 

wall stress/strain behaviors were evaluated.  The result indicates that accurate material properties 

measurement will improve the accuracy and reliability of computational assessments and 

predictions.   
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9. Quantify Artery Shrinkage and Effect of Shrink-Stretch Process 

9.1   Introduction 

In this chapter, a method using patient-specific in vivo/ex vivo MRI images to quantify 

human carotid artery shrinkage in axial and radial directions between in vivo (loaded) and ex vivo 

(unloaded) state is presented. To our knowledge, this is the first report demonstrating human 

carotid artery shrinkage using in vivo and ex vivo MRI images, although it has been recognized 

for many years that in vivo arteries subjected to significant axial stretch.  The results in this 

chapter have been published in [32].   

The shrink-stretch procedure described in section 5.4 was used to process the in vivo MRI 

contour to obtain the computing start shape for 3D MRI-based FSI model.  Six multi-component 

3D FSI models of carotid atherosclerotic plaques were developed to quantify the effects of 

axial/radial shrinkage on critical flow and plaque stress/strain conditions.   

 

9.2   Data Acquisition and Artery Shrinkage 

9.2.1   Multi-Contrast MRI Acquisition  

3D in vivo/ex vivo MR images of human carotid atherosclerotic plaques from ten (10) 

patients (age: 51-82, average: 65; 9 male; 1 female) were acquired by Dr. Yuanôs group (9 

patients) at University of Washington (UW) using protocol approved by University of 

Washington Institutional Review Board, and by Dr. Woodard and Dr. Zhengôs group (1 patient) 

at Washington University (WU) using protocol approved by Washington University Institutional 

Review Board, with informed consent obtained at both locations.  High resolution, Multi-

contrast in T1, T2, proton density (PD), time-of-fight (TOF), and contrast-enhanced (CE) T1 

weighed MRI images of carotid arteries were obtained to characterize plaque tissue composition, 
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luminal and vessel wall morphology.  A segmentation package CASCADE (Computer-Aided 

System for Cardiovascular Disease Evaluation) developed by the Vascular Imaging Laboratory 

(VIL) at UW was used by Yuanôs group to perform image analysis and segmentation [37].  Fig. 

9.1 gives a screen shot of a CASCADE display showing multiple contrast weighting MR images 

with contours generated by CASCADE.   

 

Figure 9.1. Contour plots of plaque components shown were generated by CASCADE and 

digitized for 3D geometry reconstruction. The CASCADE interface permits multiple-contrast 

weighting display, interactive delineation of plaque features, and concise reporting of 

quantitative lesion indexes among other functions.   

 

CASCADE provides manual and automatic analysis tools for accurate lumen and wall boundary 

identification, and image registration. It is able to accurately identify specific plaque features, 
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including the lumen, wall boundary, lipid rich necrotic core, calcifications and other components. 

The segmented results have been validated by histological studies.  MRI data acquired at WU 

site was segmented by Woodard and Zhengôs group using a self-developed software package, 

Atherosclerotic Plaque Imaging Analysis (APIA), written in Matlab (Math Works, MATLAB, 

Natick, MA), and the results also have been validated by histological analysis.   

 

9.2.2 Artery Shrinkage in Axial/Cross-Section Direction 

In vivo/ex vivo MRI Images of carotid atherosclerotic plaques were used to construct in 

vivo/ex vivo geometries.  Both 3D geometries and 2D slices were carefully examined and 

compared to identify ñcorresponding locationsò to quantify patient-specific artery shrinkage.  

The bifurcation point is a natural choice for registration.  Other plaque morphological features 

such as lumen narrowing and shape change, plaque component size, shape and location were all 

considered.  The ex vivo and in vivo images might be very different due to: a) different image 

resolution; b) plaque sample changes once it was taken out of human body (loss of blood, water, 

lipid leakage, etc.); c) deformation caused by manual handling.  Among various morphological 

features, lumen size and shape are more reliable and easier to compare ex vivo images with in 

vivo images.  Therefore using lumen size to register became our preferred choice.  The luminal 

bifurcation and narrowest location were selected as marking points for registration.  Fig. 9.2 

gives the registration results using both 2D slices and the matching 3D view.   
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Figure 9.2. In vivo and ex vivo MR images and 3D geometries of a human carotid plaque were 

compared to quantify axial and inner circumferential shrinkages.  (a) In vivo MRI images and 

segmented contour plots(Example #1); (b) Ex vivo MRI images and segmented contour plots; (c) 

3D geometries and identified corresponding locations. Blue: Calcification; Yellow: Lipid-rich 

necrotic core; Red: Lumen; Light blue: Artery wall. 
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In Fig. 9.2(c), locations A1, A2 mark the corresponding lumen narrowest location and B1, B2 

indicate the corresponding beginning position of luminal bifurcation at in vivo and ex vivo state, 

respectively.  There are 7 slices of MRI image at in vivo state (Fig. 9.2(a)) and 8 slices of MRI 

image at ex vivo state (Fig. 9.2(b)) between these two locations, respectively.  The slice thickness 

of in vivo MRI data set is 2 mm, so the length of the two marking points at in vivo state is 12 mm.  

The slice thickness of ex vivo MRI images is 1.5 mm.  Therefore the distance of the two marking 

points is 10.5 mm at ex vivo state.  Assuming the shrinkage of the artery in the axial direction 

was uniform and defining the axial shrinkage as lz, 

lz= (Lin-Lex)/L in×100%                                                                             (9.1)  

where Lin and Lex are the distance between the two marking points at in vivo and ex vivo state, 

respectively. For the case shown in Fig. 9.2, the axial shrinkage is 12.5%.  Fig. 9.3 gives 3 more 

examples showing site registrations using lumen and plaque component features.    
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Figure  9.3. Three more examples showing plaque registration results, 3D view. 

 

To quantify the shrinkage in cross-section, the circumference of plaque lumen contour was 

chosen for the following reasons: a) lumen contour can be relatively more precisely captured by 

MRI; b) most plaque cross sections are of very irregular shape and not circular.  It is not possible 

to define ñradiusò for those cross sections.  On the other hand, circumference can be calculated 

easily and used to measure circumferential shrinkage; c) when plaque is taken out of human 

(a) Example #2:  Matching result by components (lipid) , lZ=25%

(b) Example #3: Matching result by lumen size,lZ=25%

(c) Example #4: Matching result by lumen size, lZ=25%
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body during endarterectomy surgery, the media and adventitia layers of the artery are kept in 

patientôs body.  Therefore, while in vivo MR images include the artery with all its layers, ex vivo 

samples and MR images do not enclose the media and adventitia layers of the vessel.  So the 

outer boundary is not suitable for use in determining circumferential shrinkage.  The 

circumferential shrinkage is defined as lC, 

lC= (Cin- Cex)/ Cin×100%,                                                            (9.2) 

where Cin and Cex are the lumen circumference at in vivo and ex vivo state, respectively.  When 

the in vivo and ex vivo MRI images were not matched slice by slice, linear interpolation was used 

to calculate the inner circumference of corresponding slice at ex vivo state.  The average 

shrinkage values from all slices of a plaque sample were used as the circumferential shrinkage 

for each plaque.   

 

9.3 Results  

In this section, the results of human carotid artery axial and inner circumferential shrinkages 

were presented.  Using the modeling and solution methods presented in Chapter 5 & 6, six 3D 

FSI multi-component models were obtained to investigate the effects of different axial stretch 

ratio and circumferential shrinkage/expansion on critical flow and plaque stress/strain conditions:  

Case 1 (base model) & 2: 0% axial stretch, with/without circumferential shrinkage; Cases 3 & 4: 

10% axial stretch, with/without circumferential shrinkage; Cases 5 & 6: 33% axial stretch, 

with/without circumferential shrinkage.   
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9.3.1 Artery Axial and Circumferential Shrinkage 

Table 9.1 gives axial and circumferential shrinkage results from 10 patients who participated 

in this study.  From this 10 patient data set, it was found that the average value of axial shrinkage 

was 24.6% and inner circumferential shrinkage was 7.9%.  

Patient 
Circumferential Axial Shrinkage 

(%) Shrinkage (%) 

Patient 1 3.3 25.0 

Patient 2 9.2 25.0 

Patient 3 12.3 25.0 

Patient 4 11.9 25.0 

Patient 5 5.7 25.0 

Patient 6 -5.3 12.5 

Patient 7 10.3 25.0 

Patient 8 5.7 25.0 

Patient 9 16.7 25.0 

Patient 10 9.1 33.3 

Average 7.9 24.6 

 

Table 9.1. The results of axial and circumferential shrinkage for carotid artery determined from 

comparisons of in vivo and ex vivo MR images and re-constructed 3D geometries.  Data was 

obtained from 10 participating patients.   

 

9.3.2 Overview of Plaque Behaviors 

Fig. 9.4 shows the plaque sample (MRI & Segmented data were shown in Fig. 4.1) with one 

MRI slice, the corresponding histological data indicating the site of rupture, and 3D re-

constructed geometry of the plaque.  
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Figure 9.4.  A human carotid plaque sample with histological data showing rupture.  a) An MRI 

slice with matching histological slide showing site of rupture; b) 3D re-constructed plaque 

geometry. 

 

An overview of solution features from our 3D FSI models (Case 3) were presented in Fig. 9.5.  

Stress-P1 on stacked cross-section slices, Stress-P1 and Strain-P1 distributions on a bifurcation 

cut (B-cut) surface, and Strain-P1, flow velocity, pressure, and FMSS on the L-cut are shown.  

Fig. 9.5(a) & (c) shows that maximum Stress-P1 and Strain-P1 value located at the site of rupture.  

Fig. 9.5(d)-(g) give the band plots of both structure and flow features on L-cut surface which 

shows lipid pool and cap thickness much clearer than the bifurcation cut.  Fig. 9.5(d) presents 

distribution of Strain-P1 showing maximum value located at the lipid cap position.  Flow velocity 

is higher at the stenosis narrowing of internal carotid artery (ICA).  A maximum value of 
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(b)  Re-Constructed Plaque #1 3D Geometry
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Maximum-Shear Stress (MSS) was also found at the plaque throat (narrowing).  3D FSI results 

contain rich information which can serve as the basis for many further investigations. 

 

Figure 9.5. Overview of 3D FSI solution (Case 3, 10% axial stretch, 7.8% inner circumferential 

shrinkage) behaviors using plaque sample shown in Fig. 4.1, Pin=174 mmHg.  a)Plot of Stress-

P1 distribution on stack view; b) Plot of Stress-P1 distribution on B-cut surface; c) Plot of Strain-

P1 distribution on B-cut surface; d) Strain-P1 on L-cut surface; e) Flow velocity reaching its 

maximum in the stenotic region; f) Pressure band plot on L-cut surface; g) Flow maximum shear 

stress band plot on L-cut surface showing a maximum at the stenosis throat.   

 

9.3.3. Effects of Axial Stretch 

Fig. 9.6 presents band plots of Stress-P1 and fluid maximum shear stress (MSS) for the 

baseline case and Case 5 (0%, and 33% axial stretch, both with circumferential shrinkage) 

corresponding to 100 mmHg inlet pressure conditions.  The L-cut surface is chosen to present the 
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results for the comparative case studies because it has simpler geometry and shows the lipid core 

and plaque cap better.  When axial stretch increased from 0% to 33%, maximum Stress-P1 value 

increased from 62.6 to 281.6 kPa (349.8% increase).  Stress distribution patterns and locations of 

maxima were different, greater axial stretch moved the location of maximum stress values to the 

healthy part of the vessel where the vessel wall is thin.  On the other hand, when axial stretch 

increased from 0% to 33%, the maximum value of MSS increased from 37.3 to 39.9 dyn/cm
2 

(6.97% increase). The changes in flow characteristic were much less noticeable.  Therefore, to 

demonstrate the effects of shrink-stretch process, we mainly addressed on stress/strain behaviors 

in the structure part.   

 

Figure. 9.6 Plots of Stress-P1, and Fluid MSS distributions showing the effects of axial stretch by 

comparing the baseline case and Case 5. 

 

Cases 1, 3, and 5 (with 0%, 10%, and 33% axial stretch, all with circumferential shrinkage) 

were compared to investigate the stress/strain variation with axial stretch.  Fig. 9.7 & 9.8 give 

band plots of Stress-P1/Strain-P1 distributions for all six cases corresponding to 100 mmHg inlet 

pressure conditions.  Maximum Stress-P1 and Strain-P1 values were summarized in Table 9.2.  

Using stress and strain values of Model 1 as the reference, maximum Stress-P1 values increased 

from 62.6 to 78.7 kPa (Case 3, 25.7% increase) and 281.6 kPa (Case 5, 349.8% increase), and 

Max=62.6 kPa Min=-0.2kPa

(a) Based Case, 0% Stretch, Stress-P1

Max=281.6kPa
Max=9.58kPa

(b) Case 5, 33% Stretch, Stress-P1

(c) Based Case, 0% Stretch, MSS (d) Case 5, 33% Stretch, MSS

Max=37.3dyn/cm2 Max=39.9 dyn/cm2
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maximum Strain-P1 values increased from 0.147 to 0.175 (Case 3, 19% increase) and 0.513 

(Case 5, 249% increase), when axial stretch increased from 0% to 10% and 33%, respectively.  

Stress/Strain distribution patterns and locations of maxima were different for the 3 cases.  Greater 

axial stretch moved the location of maximum stresses to healthy part of the vessel where the 

vessel wall is thin.   

 

Figure 9.7. Plots of Stress-P1 distribution on L-cut surface from 6 case studies showing effects of 

axial stretch and circumferential shrinkage.  
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